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Abstract 

 

A new instrument, constant deflection atomic force microscopy (CD-AFM) 

constructed to perform force spectroscopy measurements without 

mechanical instabilities associated with the use of soft AFM cantilevers has 

been developed, tested and calibrated.  

 

One of the major limitations associated with the use of soft AFM 

cantilevers in force spectroscopy measurements is cantilever mechanical 

instabilities. This includes thermodynamic noise and the cantilever non-

equilibrium deflection close to the surface. This limitation can obscure 

ultrahigh force resolution and short range force measurements, and limits 

the accessible dynamic range. More stable stiff cantilevers have poor force 

resolution.   

 

The force resolution of the softest standard cantilever limited by 

thermodynamic noise has been improved from approximately 30 pN to ~2 

pN using the CD-AFM system. It was proved that the discontinuity in the 

force distance curve close to the surface, approximately 7 nm, was 

prevented using CD-AFM. The cantilever deflection is kept constant even 

after the cantilever jumps to the surface. Using CD-AFM, inaccessible 

regions near the surface can be explored and valuable information about 

very short tip-surface interactions can be studied. 

 

The need to lock cantilever deflection prevents the use of the deflection 

signal to record tip-surface interactions. Alternatively, the laser signal used 

to keep the cantilever deflection constant is employed to record the 

interactions. The curves obtained using CD-AFM were scaled in force 

using a new method introduced for this purpose. The new calibration 



method was tested, and validated through electrostatic force 

measurements, with curves obtained using conventional AFM or CD-AFM 

showing the same behavior.  

 

Application of CD-AFM to unfold a five concatamer of the protein 

immunoglobulin 27 showed that CD-AFM has a wider dynamic range than 

conventional AFM. For example, loading rate in conventional AFM is 

limited by the cantilever stiffness and the pulling speed. Using CD-AFM the 

loading rate increases but without degenerating the force resolution. 

Moreover, protein L shows no refolding event using conventional AFM due 

to the tension loaded on the refolded protein by cantilever recoil. Using 

CD-AFM the cantilever recoil was removed and the refolding events 

become observable. 
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Chapter 1 
Introduction 

 

 

 

Unlike optical or electronic microscopes, which produce an image by 

focusing scattered radiation through lenses, scanning probe microscopes 

measure a local property, such as force, electronic tunnelling current or 

magnetic field, with a small probe. The probe is scanned over the surface 

to build-up a 3D image. In 1986, Binnig et al (1) invented the atomic force 

microscope (AFM), which is a member of the scanning probe microscope 

(SPM) family, to overcome the limitations of the scanning tunnelling 

microscope (STM)(1). The most significant limitation of STM is that the 

specimen surface must be conducting or semiconducting because the 

imaging is based on the detection of electrons tunnelling between a sharp 

tip and a conducting or semiconducting surface. AFM is a mechanical 

microscope in which the mechanical displacement of a sharp probe is 

converted into an image of the scanned surfaces via an optical detection 

system. 

 

AFM is a powerful tool for visualizing the structures of a sample surface 

with up to atomic resolution, and is capable of detecting very small forces 

of the order of hundreds to tens of piconewtons. Despite the existence of 



2 

 

alternative techniques for measuring forces in this low range, for example 

optical or magnetic tweezers(2-4), AFM has been widely adopted by 

researchers worldwide as the method of choice due to its availability, wide 

dynamic range and ease of use.  

 

Measuring very small forces has many applications in both biological and 

physical fields(5). For instance, AFMs have been used for more than a 

decade for investigating the mechanical properties of single proteins(6) 

and single strands of DNA(7) by a procedure in which the deflection of the 

AFM cantilever and hence force is monitored while the sample is extended 

between a cantilever tip and surface. The operating principle of AFM in 

such applications is based on a force sensor that is composed of a nano-

scale tip mounted on a soft cantilever. The interaction forces between the 

tip and sample results in a bending of the cantilever. Usually, the force is 

plotted as a function of the tip-surface separation and that plot is known as 

a force-distance curve.  

 

In order to achieve high force resolution, very soft microcantilevers are 

employed, namely, the spring constant of the AFM cantilever must be 

sufficiently small to deflect with very minute forces. The use of very soft 

cantilevers to increase the force resolution is limited by a serious technical 

problem, mechanical instability. The first source of this instability originates 

from thermodynamic noise. A soft cantilever experiences large Brownian 

motion due to collisions of the surrounding‘s molecules with the cantilever. 

The amplitude of the fluctuations of AFM cantilevers induced by 

thermodynamic noise could be comparable to the magnitude of the 

sample-cantilever interactions.  Thus, the signal generated from a true 

force signal could be indistinguishable from the thermal response of the 

cantilever. Consequently, forces below this thermal noise limit will be 

undetectable and crucial data could be lost. For instance, a protein 
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domain, which cannot withstand the forces transmitted to it from the 

thermodynamic noise of the cantilever, may unfold stochastically. 

 

The second source of instability that causes a loss in information about the 

forces near the sample surface, is due to the jump-to contact process. 

When the force gradient in the vicinity of surface exceeds the stiffness of 

the cantilever, the tip jumps to the surface causing a discontinuity in the 

force distance curves. 

 

Various force feedback techniques have been proposed to prevent 

mechanical instability of AFM cantilevers. The major aim of such 

techniques is to maintain zero deflection of the cantilever via an external 

feedback circuit. The output of the feedback circuit is used to extract the 

interaction force.  Magnetic force feedback(8) is a widely adopted 

technique that is based on attaching a magnet to an AFM cantilever and 

flowing a current through a coil placed perpendicularly near the cantilever. 

The force applied to the cantilever is controlled by the magnetic field. The 

magnetic force feedback was used to overcome  both the cantilever 

instability associated with jumping(9) and thermodynamic noise(10). 

However, such a method is technically demanding and not user-friendly 

because attaching magnets to the cantilever and placing the coils near the 

tip are time consuming and tedious processes. In addition, to our best 

knowledge, such a method has not been applied to detect a very small 

force for biological and non-biological samples. Moreover, by investigating 

many force curves obtained by this technique, we noticed the force 

resolution may be limited to ~100 pN(9, 11) 

 

Force feedback techniques based on optical means have been entirely 

limited to experiments directed to cooling cantilevers via reducing the 

thermodynamic noise(12-14).  The common setup of such experiments is 

to place a mirror mounted on an AFM cantilever inside a Fabry-Perot cavity 
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in vacuum.  Thus, such experiments were not aimed at acquiring force-

distance curves. 

 

We have overcome the disadvantages related to the above techniques by 

means of an optical-based force feedback system called constant 

deflection AFM (CD- AFM). The cantilever deflection control proceeds with 

the use of two diode lasers, the first one with low power is used to read out 

the position of the cantilever, and the secondary high powered laser 

provides the force feedback. The error signal, which is the difference 

between the predefined set point and the cantilever deflection, processed 

by a PI controller is sent to the laser diode driver by which the high 

powered laser is modulated in order to produce an adequate feedback 

force that counteracts the motion of the cantilever. CD-AFM can be 

operated in liquid that enables force measurements on biological samples 

as well as non-biological samples.  

 

In addition, a calibration method to quantify the force associated with using 

laser power as a feedback force and the tip-sample separation have been 

developed that allows us to record the force distance curve.  

 

CD-AFM and the calibration methods were tested via some applications. 

Force curves using the softest cantilever commercially available in different 

ionic strength were obtained and compared to the conventional 

measurements. Moreover, a construct of five I27 protein and Im9 protein 

were unfolded by means of CD-AFM. 

 

The force resolution of our system for microcantilever C with spring 

constant of 0.01 N/m limited by the thermodynamic noise is reduced 

from~30 pN to ~3 pN, peak to peak, and from ~7 pN to<1 pN in RMS. 

However, we showed that more reduction is possible if the noise related to 

the deflection system is minimized further so the system would be 
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operated in the sub-piconewton regime. However, the performance of this 

new instrument is still limited by electronic noise associated with the laser 

signal, thus, we hope in the future the level of electronic noise will allow 

further reduction enabling sub-piconewton measurements.   

 

To our best knowledge, CD-AFM is the first successful attempt to cool the 

softest cantilevers available commercially in an ambient liquid by using just 

the optical beam deflection system, and the first time force curves of 

proteins can be acquired using optical force feedback. We succeeded in 

introducing a calibration method by which the laser power is converted into 

force and this method gave results close to those obtained by the 

deflection system.  The resolution of the system is currently limited to    

~30 pN purely due to electronic noise in the feedback loop at a level of      

~ 15 mV. An electronic noise level of 1 mV should be possible to achieve, 

which would results in a force resolution approaching level of thermal noise 

remaining on the cantilever, approximately 3 pN.  
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1.1 Working principle of AFM 

The design of an AFM is based on three parts; the sensor, the detection 

system and the positioning system. These are controlled by a feedback 

control system whose role is to make the AFM work by keeping the 

cantilever deflection or amplitude constant during the scan.  

 

1.1.1  Sensor 

The sensor (probe), shown in Figure 1.1, comprises a sharp tip mounted 

on the free end of a soft, flexible and microscale cantilever. The cantilever 

and the tip are usually made of silicon or silicon nitride and coated with a 

layer of, for example, gold to enhance its reflectivity to the laser beam. The 

cantilever with the integrated tip is the heart of an AFM that interacts with 

the scanned sample.  

 

 

FIG.1.1 Schematic of the AFM probe; a sharp tip is attached at the free end of a soft 

cantilever  
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Typically, there are two main types of cantilevers, depending on their 

shapes: rectangular and V- shaped, as illustrated in Figure 1.2. The V- 

shaped was developed because it was thought that this geometry can 

better resist the twisting forces. Therefore, it has become a popular 

design(15) . However, it has recently been shown in a theoretical study by 

Sader et al.(16) that this assumption may not be valid, and that V-shaped 

cantilevers are actually more prone to twisting. This has yet to be verified 

experimentally. 

 

 

FIG.1.2 Cantilevers shapes used in AFM. 

 

1.1.2  Detection system 

In order to detect the sensor‘s response, a precise detection system is a 

central part of AFMs. Today, most AFMs use a laser deflection technique 

(17, 18) to measure the movement of the cantilever deflection, where a 

laser beam reflects off the cantilever onto a position sensitive 

photodetector (PSPD), Figure 1.3. This is called the Optical Lever 

Deflection method. The photodetector can be made out of two or four 

segments of photodiode, so enabling both normal and lateral displacement 
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of the cantilever to be recorded. Using the optical lever detection system, it 

is possible to achieve a vertical detection of the order of 1Å (19). 

 

In response to the cantilever deflection, the PSPD measures the difference 

in light intensities between the upper and lower photodetectors, after which 

it is converted into a voltage signal.  

 

 

 

FIG.1.3 Schematic of the optical lever detection system used in an AFM head. 

 

1.1.3  Positioning system 

The precise scanning of the sample is essential to construct an accurate 

image of the sample surface or to measure forces. An AFM system uses a 

positioning system made of a tube-shaped piezoelectric actuator (referred 

to as piezoscanner or piezo).  

 

Today, two designs of the piezoscanner are commercially available. A 

common design is that the sample is positioned on the piezoscanner and 

scanned beneath a fixed cantilever. Whereas in the second design, the 
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piezoscanner is attached to the cantilever and the sample is held constant 

that allows the tip to scan the sample surface.  

 

The piezoscanner which is made of piezoelectric crystal expands or 

contracts in response to applied voltage and is controlled by a feedback 

control system which works to keep the cantilever interaction at a fixed 

level.  The piezoscanner design allows three dimensional motion, XYZ,  of 

the order of sub- angstroms up to 180 µm (20).  

 

When the tip is scanned across the sample in an XY raster, the PSPD 

measures the difference in light intensities between the upper and the 

lower segment resulting from the cantilever interacting with the surface 

topography. The changes in light intensity are converted into voltage 

signals. The difference between the acquired signal and a reference signal, 

(setpoint), chosen by the user, is called the error signal (e(t)). It is this error 

signal which is held to a minimum by a feedback circuit which is used to 

drive the z- piezoscanner (Z component of the scanner). It is the voltage on 

the z- piezoscanner which is used to construct the image.  

 

The feedback system used in AFMs, Figure 1.4, plays a crucial rule in 

acquiring images and controlling the performance of AFMs by regulating 

the force applied to the sample. An important feature of a feedback loop is 

to maintain the system stable at the setpoint. Uncontrolled movement of 

the piezoscanner can cause damage to either the probe or the sample.  

 

AFMs use a negative feedback system based on a PI controller designed 

to minimize the error signal. PI is an acronym for proportional and integral 

gains. The performance of the PI controller and hence the stability of the 

system can be controlled by varying two mathematical values related to the 

PI elements, that is, proportional gain (P) and integral gain (I). The output 
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of the PI controller (Cd), used to drive the scanner, is given by                                            

(  dtteItPeCd )()( )(21, 22). 

 

FIG.1.4 Schematic representation of the atomic force microscope 

 

As mentioned above, movement of the sample is induced by applying a 

voltage to the piezoscanner. This effect is called ''inverse piezoelectric 

effect'' where the piezoscanner material expands and contract in response 

to applied voltage. Ideally, the displacement of the piezoscanner in 

response to the applying voltage is linear (20). The piezoscanner shows 

the same response to a given applied voltage. However, positional 

precision of the piezoscanner can be deteriorated by hysteresis and creep 

effects.  Hysteresis and creep may cause a deviation from linearity(20).  
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The hysteresis of a piezoscanner is defined as a divergence between the 

expansion and contraction displacement of the piezoscanner as illustrated 

in Figure 1.5. Plotting the piezoscanner displacement as function of the 

applied voltage shows that the contraction path (decreasing voltage) of the 

piezoscanner does not follow its expansion path (increasing voltage). The 

scanner shows different displacement to the same applied voltage when 

reversing the direction of the applied voltage. 

 

 

FIG.1.5 Hysteresis of the piezoscanner between its contraction and expansion displacement 

 

When a sudden change in the voltage is applied to the piezoscanner two 

responses occur. An instantaneous response which is followed by a slower 

and longer one, Figure 1.6. The slow response is known as creep and 

manifests as a shift in the piezoscanner position (23) that can cause a 

distortion to an AFM image or causes inconvenience when trying to zoom 

in on a smaller feature of a sample due to the targeted area being 

missed(23). In force-distance curves obtained by AFM, hysteresis and 

creep effects manifest as a difference in path between the approach and 
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retract curve that would impact the measurements of force and mechanical 

properties(20, 23). 

 

 

FIG.1.6 Schematic diagram shows non-linearity response in the piezo movement due to creep. 

 

The effect of hysteresis and creep can be eliminated or minimized by 

applying some compensation techniques. The most common techniques 

used are a capacitor inserted in series with the piezoscanner(23), a charge 

control (24) and a feedback-based control(25). 

 

 

1.2 AFM imaging operation modes 

In order to image surfaces, there are two main types of operation mode in 

AFM; contact mode and dynamic mode.  
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1.2.1 Contact mode 

In contact mode, Figure 1.7, the tip is brought into hard contact with the 

sample and is then dragged over it. The image can be created in two ways; 

constant force and constant height. In the constant force mode, the 

deflection of the cantilever is kept at a constant value (setpoint) by moving 

the scanner in the Z direction. Thus, the image is created by plotting the 

scanner movement in the Z direction as a function of its motion in X-Y. In 

the constant height mode, the image is constructed directly from the 

deflection signal as the feedback loop is switched off. We cannot use 

constant height mode to image a rough surface because this may lead to a 

damage to the tip, due to high forces generated on high features, or to 

image biological samples because the biological samples are soft and the 

force applied is uncontrolled and therefore, the lateral motion of the tip, 

resulting in the creation of shear forces, may deform the sample and distort 

the images (26). 

 

FIG.1.7 Schematic of contact mode operation. . 
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1.2.2 Dynamic mode 

The other operation mode is called dynamic mode, Figure 1.8. It is based 

on the principle that the cantilever is oscillated at, or near, its resonant 

frequency and brought close enough that the tip is in intermittent contact 

with the surface. The amplitude or frequency of oscillation is changed due 

to the interactions between the tip and forces presented on the surface. 

For example, when the amplitude of tip oscillation reaches a certain value 

(the ―setpoint‖ amplitude), the scanner starts moving the sample beneath 

the tip in the X-Y direction. When scanning over a lump or depression, the 

amplitude will momentarily decrease or increase due to the change in 

interaction between the tip and the surface as the distance changes; 

therefore, the feedback loop moves the sample upwards or downwards to 

maintain the setpoint amplitude. An image can also be recorded of the 

changes in amplitude. The dynamic mode can be operated in two main 

operation modes; tapping mode (repulsive regime tapping), or non-contact 

mode (also known as attractive regime tapping mode) (27).  

 

 

FIG1.8 Schematic of tapping mode AFM operation. 
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1.3 Force spectroscopy 

AFM was initially developed as a useful tool for imaging samples surfaces. 

Later a non-imaging mode has been introduced(28-30). This mode is 

commonly known as a force spectroscopy mode in which the AFM 

cantilever is used as a force sensor. In the force mode tip-sample 

interaction forces are plotted as a function of the tip-sample distance. Such 

a curve is known as a force-distance curve. 

 

The force-distance curve is obtained by moving the sample, mounted on a 

piezoelectric scanner, up and down along the z-direction (the vertical 

direction) while monitoring the AFM cantilever deflection (Δz). When the 

sample is moved towards the tip the curve is called an approach curve 

whereas the retract curve is obtained by moving the sample away from the 

tip (or cantilever). 

 

As the sample is moved along the z-direction, surface forces cause the 

cantilever to bend towards or away from the surface. Such deflection is 

transferred into force by multiplying the cantilever deflection by its stiffness, 

Hooke's law ( ZF  ) where κ is the cantilever stiffness. 

 

Figure 1.9 shows a typical force-distance curve acquired by AFM. The 

curve can be divided into three regions depending on the type of 

interaction forces with the cantilever tip; zero force line, non-contact 

regions and the contact line. Furthermore, the figure shows two distinct 

area; attractive force (negative or below the x-axis) and repulsive force 

(positive or above the x-axis)(17).  
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FIG.1.9 Schematic diagram showing a typical force- distance curve using AFM cantilever, 

explained in the text.  

 

1.3.1 Zero force line 

The first region is BA  or AG , where the effect of surface forces on the 

deflection of the cantilever is zero because the separation distance 

between the tip (or the cantilever) and the sample is large, therefore, there 

is no force on the cantilever. The cantilever usually does not bend and its 

deflection remains constant.  

 

However, in the zero force portion of the curve the cantilever is not 

perfectly stable. In this part of the curve, the cantilever is susceptible to 

continuous bombardment from its surrounding molecules that cause a 

mechanical oscillation in its rest position (called Brownian motion). For 

example, a cantilever with stiffness of 0.01 N/m shows a peak to peak 

oscillation of 2-3 nm at its resonance frequency (more details are given in 

chapter  3).   
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On the other hand, the output of a PSPD may show an oscillation in the 

zero line force. This oscillation is artificial and caused by optical 

interference. When the laser spot exceeds the width of the cantilever a 

portion of the laser beam may be reflected by the sample surface and 

interfere at the PSPD with the beam scattered by the backside of the 

cantilever. The interference results in a constant spatial oscillation in the 

zero line with a spatial period given by(31) 

 

                                                 [1.1] 

 

Where ψ is the wavelength of the laser beam, n is the reflective index of 

the medium and φ is the incidence angle of the laser beam.  

 

1.3.2  Non-contact region 

The second region is the non-contact region in which the tip is not in real 

contact with surface and the deflection of the cantilever is prone to surface 

forces. This region can be divided in two parts; non-contact-on-approach 

and non-contact-on-retract. 

 

As the piezoscanner moves the sample towards the cantilever surface 

forces become more apparent causing the cantilever to bend. When the 

gradient of the attractive forces, dF/dD, becomes dominant and exceeds 

the stiffness of the cantilever, 
dD

dF
, a sudden jump to the surface 

occurs.  The non-contact-on-approach part can be defined as the area that 

precedes the jump-to contact BC .  

 

The non-contact-on-retract, called the adhesion region, starts when the 

retract curve passes the contact point, and the dominant force becomes 

)2cos1(

cos










n
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attractive and the tip is drawn to the surface. This part ends when the tip 

jumps off the surface FG  and the forces affecting the cantilever become 

zero again (32, 33). 

 

Prior to the jump-to-contact or the jump-off the surface point, the cantilever 

is influenced by the tip-sample interactions. The interactions affecting the 

cantilever may be attractive or repulsive forces. A brief overview of the 

common forces acting between the cantilever tip and the surface follows. 

 

1.3.2.1 Van der Waals forces 

The Van der Waal forces are intermolecular forces acting between 

molecules. Despite the weakness of Van der Waals forces, they are 

responsible for many physical and chemical phenomena. For instance, 

both polar and non-polar cooled gas molecules would not condense if 

attractive forces between them did not exist(34).  Van der Waals forces are 

the sum of contributions from three distinct forces, London, Keesom and 

Debye forces(34). All forces are proportional to the inverse-sixth power of 

the distance between  molecules(     ) (35). These forces can be divided 

in two categories(36) 

 

 

1. Forces between polar molecules 

In some molecules the distribution of electrons cloud is not even. There is 

some shift of charge, so that one end of the molecule is more 

electronegative than the other, that is, one end is slight negative and the 

other is slight positive, Figure 1.10. Such molecules have an electric dipole 

and therefore called polar. Otherwise they are called non-polar.  



19 

 

 

FIG.1.10 Polar molecule. One end is more electronegative than the other 

 

When a permanent dipole molecule such as a water molecule interacts 

with an induced dipole molecule such as a carbon molecule, the interaction 

is called the Debye force or a dipole-induced dipole interaction. If the 

interaction happens between two permanent dipoles such as two water 

molecules, the interaction is known as Keesom forces or a dipole-dipole 

interaction, and sometimes is referred to as the hydrogen bond. Both 

Debye and Keesom forces contribute to the total Van der Waals forces.  

 

2. Forces between non-polar molecules 

The distribution of the electron cloud around non-polar molecules is 

symmetric. However, there will be an instant when that distribution is 

distorted to be asymmetric, a random fluctuation in electron density. This 

distortion lasts for a short time but enough to create a temporary dipole 

which in return induces a temporary dipole in its neighboring molecule.  

The attractive force between transient, fluctuating dipoles, is called the 

London force or dispersion force(34).  The presence of this force accounts 

for attractions between neutral molecules or atoms.  

 

Although Van der Waals forces are modeled as short-range force, effective 

distances can be greater than 10 nm (34, 37), acting between atoms or 

molecules, in AFM experiments one should consider macroscopic 

bodies(35). Hamaker(38) realized the existence of the Van der Waals 
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forces between two macro-scale objects. Adhesive forces can exist, for 

example, between two spherical bodies or a sphere and a flat surface. In 

1937 Hamaker derived the Van der Waals interactions between two 

spheres. 

                                     21
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Where AH is the Hamaker constant, D is the separation between two 

bodies, R1 and R2 are radii of the two spheres.  

 

Besides the interactions between two spheres, the Hamaker formula can 

be extended to include different geometries such as a sphere on a flat 

surface   (
26D

RA
F H

van   where R is the radius of the sphere) and a cone on 

flat surface (
D

A
F H

van
6

tan 2 
   where Ф is the opening angle of the 

cone)(31). 

 

1.3.2.2 Electrostatic double layer force 

In the previous section, it has been shown that the Van der Waals forces 

are usually attractive, so that all particles should stick to each other. As a 

result, dissolved particles should coagulate, forming a mass. Fortunately, 

that does not happen, for example, milk does not coagulate in normal 

conditions(39). The existence of a repulsive force, called the electrostatic 

double layer force, prevents such a process. 

 

An electrostatic double layer arises when a charged surface is placed into 

an electrolyte solution, containing ions. Even pure water at pH 7 can be 

considered as an electrolyte solution(34). Surfaces become charged when 

placed into water(40). The surface charge is balanced by an equal but 
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oppositely charged layer of counter-ions close to the surface. Counter-ions 

cluster at liquid-surface interface forming a charged layer. Thus, the 

charged layer may be called an ionic atmosphere(41). The charged layer 

can be divided into two layers; tightly bound layer, known as Stern layer, 

and a diffusive layer extending above. The diffusive double layer has a 

high concentration of co-ions (the same sign of the surface charge). When 

two surfaces covered by electric double layers approach each other an 

exponential repulsive force, with a decay length called the Debye length, 

arises due to the overlap of two diffusive layers (34, 40, 42).  

 

FIG.1.11 Electrostatic double layer confined between two charged surfaces. 

 

DLVO (Derjaguin, Landau, Verwey and Overbeek) theory suggests the 

stability of a colloid system is a result of two competing interactions; the 

Van der Waals and double layer forces (43, 44). In AFM measurements, 

the DLVO theory is used to fit the force-distance curves resulting from the 

interactions between colloidal systems(45-48). In most studies, the force 

between the colloidal systems is normalized by the radius of colloidal 

sphere attached to the cantilever tip. According to Derjaguin‘s 
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approximation (49) the energy per unit area (WA) between two planar 

surfaces can be related to the force (F) between colloidal bodies  
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According to the DLVO theory and the Derjaguin approximation, the 

normalized force can be given by(45, 50) 
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  (35, 50) where ε is the medium 

dielectric constant, ε0  is the vacuum permittivity, T  is the tip potential, S  

is the surface potential and LD is the Debye length. 

 

1.3.2.3 Non-DLVO forces 

The DLVO model fails to describe the behavior of the AFM tip at a distance 

less than ~5 nm from the surface(51). The divergence of the DLVO theory 

from experimental results at a small separation from the surface may be 

attributed to the presence of additional  forces(52-54), called non-DLVO 

forces. The prominent examples of non-DLVO forces are hydrophobic, 

solvation and hydration forces(34). However, the origin of these forces are 

not fully understood(55). 
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1. Hydrophobic force  

The hydrophobic effect denotes the tendency of non-polar molecules 

(hydrophobes), such as oil, to cluster when placed in water (31). 

Hydrophobic interactions are of importance in most biological 

processes(34, 35, 56). For instance, protein folding is dominantly governed 

by hydrophobic interactions.   

 

Although the origin of hydrophobic interactions is not entirely understood, it 

has been suggested that hydrophobic interactions are an entropy driven 

process. When apolar molecules are placed in water, the hydrogen bonded 

network is disrupted as apolar molecules cannot form hydrogen bonds with 

water molecules. As a result, a void is created due to exclusion of water 

molecules from the volume occupied by the apolar molecule. Water 

molecules order around the apolar molecule building a water cage. The 

price of such an ordered structure is a remarkable reduction in the water 

molecules‘ entropy. Consequently, the overall solvation free energy 

increases. In order to reduce the free energy, the apolar molecules stick 

together, minimizing the area exposed to water (57).   

 

2. Solvation force 

The origin of the solvation force is thought to be solvent molecules 

adsorbed and confined between two surfaces. When the two surfaces 

approach each other the molecules reorder themselves into quasi-discrete 

layers(34). Further approach causes the layers to be squeezed out layer 

after layer(35). Reordering the molecules to allow accommodation in the 

gap and  density fluctuations of the molecules according to the separation 

between the two surfaces result in the solvation force(35). AFM 

measurements show that the solvation force has an oscillatory profile(58, 

59). The periodicity of the oscillation approximates the depth of each 

molecular layer.  
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3. Hydration force 

When two hydrophilic surfaces, such as mica or silica, are placed in water 

and approach each other a repulsive force with an effective range of          

1-3 nm is observed (56, 60). This is twice the range of the solvation 

force(34). This force is called the hydration force. Due to its short-range, 

the hydration force can be discriminated from the double layer force. At a 

salt concentration higher than 0.1M the double layer force diminishes and 

the effect of the hydration force can be identified easily(56).   

 

The hydration force is a repulsive interaction and decays monotonically 

with the separation between two surfaces.  However, at separations less 

than 1.5 nm the force profile exhibits oscillation with a periodicity equals to 

the diameter of  a water molecule(61). 

 

The roots of such forces are not quite clear. However, the hydration force 

may be a special case of the solvation force when the solution used is 

water.  

 

1.3.3 Contact region 

The third region is the contact part of the force distance curve that starts 

when the cantilever jumps to the sample surface BC . As the tip is in 

physical contact with surface a further movement of the piezoscanner 

pushes the sample surface up and the cantilever back until the maximum 

load is achieved CD , known as loading curve. When the tip is retracted, 

the loading decrease along CD  leads to a decline in the repulsive force. 

As a result, the cantilever deflection reverses its direction. This part of the 

contact region is called the unloading curve.  
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1.3.3.1 Theoretical models for contact region  

Valuable information about mechanical properties of the sample, such as 

elasticity and plasticity of the surface, can be drawn from the contact 

region (contact line) of force-distance curves (62). However, knowledge of 

the real contact region requires the use of a suitable model to describe it. 

For example, Young‘s modulus (E) used to describe the elastic 

deformation of the sample surface cannot be extracted without using an 

adequate model.  The deformation of the objects shape can be considered 

elastic if the object recovers its original unloaded shape.  

 

When the piezoscanner pushes the sample against the cantilever tip while 

they are in contact, their shape will be distorted (always assuming the tip is 

infinitely hard). The sample surface deformation is referred to as an 

indentation ( i ), Figure 1.12.  

 

 

FIG.1.12 Indentation of the AFM tip on a surface 

 

The indentation increases with increasing loading force. Figure 1.13 shows 

an indentation approach trace. The loading force is plotted versus the 

surface-tip distance (separation) calculated by subtracting the cantilever 

i
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deflection from the piezoscanner displacement (discussed further in 

chapter 2). The loading force is calculated by multiplying the cantilever 

deflection (Δz) by its spring constant (k). 

 

 

FIG.1.13 Schematic diagram showing the comparison between force-distance curve taken on 

an infinity hard surface and on a soft surface. At contact point, there is no indentation in the 

case of a very hard surface.  

 

In the case of a non-deformable surface (infinitely hard) the sample surface 

undergoes no indentation leading to a zero separation. In the case of a 

deformable (softer) surface, an increase in load results in further 

indentation. Usually the indentation depends on the geometry of the 

cantilever tip and the elastic modulus of the surface.  Theoretical models 

employed to calculate the elastic modulus of a surface relate the loading 

force to the indentation of the surface.    

 

Hertz‘s model(63) is a common and simple model used to describe the 

indenting process. This model predicts the indentation of a sample surface 

(δi) under loading force (F), Eq.1.5. By fitting the Hertz model to the contact 

region of the force-distance curve, Young‘s modulus of the sample surface 

can be extracted(64).  
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Where s  is the Poisson ratio, ranging between 0 and 0.5 depends on the 

surface(65) and R is the sphere radius.  

 

However, some assumptions must be considered when applying the Hertz 

model: 

 

1- Plastic deformation of the surfaces is neglected (the surface is 

ideally elastic) hence the loading and unloading parts of the contact 

curve overlap each other, Figure 1.14. 

 

  

FIG.1.14 Force-distance curve obtained by the AFM tip on a fully elastic surface. The 

approach and retract curves show no hysteresis.  

 

2- The tip is modeled as a rigid sphere and the sample surface as a 

flat surface, Figure 1.15.  

3- The tip is stiffer than the surface; the elastic modulus of the surface 

<<the elastic modulus of the tip materials. 
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When the cantilever tip is modeled as a cone, the Sneddon model is 

employed(66). In Sneddon‘s model the relationship between the loading 

force and the indentation is given by 
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Where Ф is the opening angle of the cone, Figure 1.15. 

 

 

FIG.1.15 Schematic representation of the Hertz and Sneddon models. 

 

When the adhesion of the tip with a sample surface is very low, either the 

Hertz or Sneddon models is employed, depending on the tip shape used. 

However, in the presence of surface forces neither the Hertz nor Sneddon 

models fit the contact line accurately. This shows the need for a model that 

takes into account the effect of surface forces. The DMT (Derjaguin-

Mulller-Toporov)(67), Maugis(68) and JKR (Johnson-Kendall –Roberts)(69) 

models are common applied. For instance, in the JKR model the adhesion 

force is considered where the cantilever tip and the surface are modeled 
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as a rigid sphere on a flat surface. Thus, the elastic modulus can be given 

by 
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Where a is the contact area and Fad is the adhesion force. 

 

Although the limitations of the Hertz and Sneddon models, researchers 

continue to use them to measure the elastic modulus (Young`s modulus) 

for either a soft or hard surface. Those models were employed fruitfully to 

model the contact region of  force-distance curves on polymeric films,  due 

to their low adhesion with the cantilever tip(35). Radmacher et al(70) have 

measured the Young modulus for a thin gelatin film in water and propanol. 

Moreover, Matzelle et al(71) employed the models to calculate Young‘s 

modulus of Poly (N-isopropylacrylamide) and poly (acrylamide) hydrogels 

at different temperatures. In addition, the Hertz model  was used to fit the 

elastic area on a harder surface such as Au(72).  

 

1.4 Calibration of AFM Cantilever spring constant 

Accurate determination of the spring constant is important to properly 

measure the forces involved, as the AFM system only measures the 

cantilever deflection. AFM cantilevers act as a Hookean spring, so from 

knowledge of the deflection and the spring constant, a force may be 

calculated. We must also be aware of the uncertainty in the calibration, and 

hence in the final force measurement. 

 

Manufacturers usually provide nominal values of the spring constant of the 

cantilever, , which can vary substantially from its real value(15) .Due to 
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its crucial importance, many methods have been developed to calibrate the 

spring constant of the atomic force microscope cantilever. These 

approaches can be divided into three categories; dimensional, static and 

dynamic. 

1.4.1 Dimensional model 

In dimensional methods, the determination of the normal spring constant    

(  ) depends upon the size, shape and material properties of the 

cantilever, and hence the equation is 

                                  
 =

3

3

4

Ejh
                                                            [1.8] 

Where E is Young‘s modulus, j is width, h is the thickness and   is length 

of a rectangular cantilever (Figure 1.16). 

 

 

FIG.1.16 Dimensions of a rectangular cantilever 

 

Eq.1.8 is not suitable for V-shape cantilevers. Therefore, it has been 

replaced(73)  
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Where jw is the width of the leg parallel to the base line, j is the width at the 

base,   is the length from apex to the base of the cantilever 

perpendicularly and Θ is half the angle between the two legs, Figure 1.17. 

 

 

FIG.1.17 Dimensions of a V-shaped cantilever. 

 

Therefore, the dimensions and material properties of the cantilever are 

essential for calculation of its normal stiffness. Although this appears to be 

straightforward, there are some challenges that place limitations on its use. 

For instance, the thickness of a cantilever, <1 μm, is hard to measure 

directly(74) . Furthermore, a given value by manufacturers is not 

necessarily accurate(35). Therefore, uncertainty in measuring the 

thickness (h) would lead to a significant error in  , since 
3h . To 

overcome this difficulty, several approaches have been described. One of 

them is the use of scanning electron microscopy (SEM) to measure the 

thickness(75).  
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1.4.2 Static models 

The principle of this model is straightforward and is based on applying a 

normal known force to the free end of the cantilever and then measuring its 

normal defection (Δz), then via Hooke‘s law( zF   ) the spring constant 

can be calculated. However, the application is complicated. In general, the 

difficulty arises from measuring the force. Many techniques have been 

proposed to cope with this difficulty; which include, for example, use of  a 

hydrodynamic force(76) , acoustic pressure(77) , a reference cantilever or 

even gravitational force(74) . 

 

The deflection can be achieved via the gravitational force by attaching a 

tiny added mass, such as tungsten spheres (10-60 µm in diameter) onto a 

cantilever. Accuracy of this technique is approximately 15%(78). Moreover, 

a well calibrated cantilever (as a reference cantilever) is used to determine 

the spring constant for other cantilevers by pressing them against a 

calibrated reference cantilever, Figure 1.18. 

 

 

FIG.1.18 Calibration of an unknown cantilever by pressing it against a reference cantilever. 

 

The deflection sensitivity of the unknown cantilever (s) is measured on 

hard surface ( hards ) and on a reference cantilever (
refers ). If the spring 
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constant of the reference cantilever ( refer ) is known, the following 

equation can be applied to obtain the spring constant for the unknown 

cantilever ( ) 
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However, the use of this method is not easy. There are some 

complications, for example, the unknown cantilever must contact the 

reference cantilever at its free end as closely as possible because the 

reference cantilever will read as stiffer near its base (79), 
3

1

l
refer . This 

method requires a high degree of accuracy, with an uncertainty of this 

approach ranging from 10% to 30% (80). 

 

1.4.3 Dynamic models 

In this model, the deflection is time-dependent. Three widely used 

calibration techniques will be discussed here. The first is based on using 

added masses, which change the resonance frequency of the cantilever. 

The second, published by Sader, is based on a combination of the 

resonance frequency of the cantilever in air with its mechanical properties. 

The third approach is known as the thermal method. 

 

The added masses method, also known as Cleveland‘s method (81), is 

based on reducing the resonance frequency of the cantilever by adding to 

it a known mass. If the added mass is m and the effective mass is meff, the 

resonance frequency before adding the mass is 0 and the resonance 

frequency after attaching the mass is  , then 
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Where mc is the cantilever mass and mt is the tip mass. 

 

By plotting m versus 
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One serious problem which limits the accuracy of this method is the 

position of the added mass on the cantilever. When the mass is placed 

closer to the base of the cantilever, it will have less effect on the resonance 

frequency of the cantilever. Moreover, this technique is experimentally 

difficult and the accuracy is approximately 15-25% (15, 78). 

 

The second method is that created by Sader (82), who has performed 

much work in this field. It involves measuring  by the measurements of 

the resonance frequency, quality factor Q of the cantilever in fluid and air, 

and a knowledge of plan view dimensions of the cantilever. The formula is 

only applicable  in the case of a rectangular cantilever and given by 
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Where   is the length, j is the width of the cantilever, 
f  is the density of 

the fluid, 
fQ  is the quality factor of the cantilever oscillation in air, 0  is the 

resonance frequency in air and i  is the imaginary component of the 

hydrodynamic function. The accuracy of this technique is 10%-15% (78, 

83). 

 

The last technique to calibrate a cantilever is the thermal method. It takes 

advantage of the equipartition theorem, where the cantilever is considered 

as a harmonic oscillator. This method is attractive due to its simplicity. It 

requires only knowledge of the absolute temperature (T) and the area 

under the main peak of the power spectrum density curve of the cantilever 

thermal fluctuation  (Ap) (75, 80) 

 

                     p
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This technique is limited because it is reliable only for soft cantilevers          

(
m

N5.0 ) due to sensitivity limits of optical lever deflection system 

measuring the very small fluctuations of stiffer cantilevers, the accuracy of 

this method is 10%-25% (78). 

 

Finally, Table 1 summarizes some aspects of these methods. However, 

there is no one accurate method that can be utilized to calibrate the spring 

constant of the cantilever, thus, the use of more than one method seems to 

be the best way to achieve accurate measurements of the stiffness, as 

each technique has own advantages and disadvantages. 
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Table 1.1 A comparison between calibrations methods discussed in this section. 

 

Dimensional 

 

 

 

 

 

(Static) 

 

 

(Dynamic) 

 

 

Mass 

attachment 

 

 

 

Reference 

cantilever 

 

 

Mass 

attachment 

 

Sader’s 

method 

(resonant 

frequency 

in air) 

 

Thermal 

method 

Uncertainty 10-25% 15% 10-30% 15-25% 10-15% 10-25% 

Potential 

damage to 

tip 

low high medium high low low 

User 

friendliness 
high poor medium poor medium high 

 

1.5 Biological applications of AFM 

Contributions of AFM in biological fields have encompassed a broad range 

of subjects. Due to its ability to be operated under physiological conditions 

without specific preparations of the samples, and its ability to obtain three-

dimensional images of the sample surface with high resolution in different 

environments (84), it is widely employed to measure the topography of 

various biological samples, such as DNA(85), proteins(86) and viruses(87). 

In addition to imaging, AFMs can be used as a sensitive force sensor and 

to measure mechanical properties of biological samples, such as elasticity 

(26, 27, 88).  
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This section focuses on selected biological applications in which the AFM 

is used as a force sensor. 

1.5.1 Estimation of bond strength 

AFM can be used to estimate the strength of molecular bond formed 

between biomolecules(89). The principle of such an experiment is to attach 

one molecule to the apex of the AFM tip and tether another one to the 

substrate, Figure 1.19.  Mica, silicon and gold are common substrates (90). 

For example, biomolecules can be linked to a gold surface through forming 

a covalent bond with sulphur atoms(91). In order to measure the bond 

strength, the tip is approached to the surface, until the molecule type one 

bind to the molecule type two. When the tip is retracted, the cantilever 

bends due to the strength of the bond. The maximum strength of the bond 

is measured at the rupturing point of the molecules.  

 

 

FIG.1.19 Schematic representation of bond strength measurements. One molecule is linked to 

the surface and another is cross-linked to the tip. 
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This concept has been used successfully to measure bond strength for 

different systems. Prominent examples include protein-protein interactions 

of the ligand-receptor type such as avidin-biotin(92), streptavidin-biotin(93, 

94). 

1.5.2 Mechanical Unfolding of proteins by AFM 

Proteins are organic compounds made of a linear chain of amino acids, 

linked to each other via peptide bonds, and folded into specific shapes, 

Figure 1.20. The two ends of an amino acid chain are called the N-terminal 

(amino-terminus) and C-terminal (carboxyl-terminus), and the physical and 

chemical properties of an amino acid result from its side group (R)(95). 

 

Each protein has its own unique sequence of amino acids, which 

determine its shape and function(96). For example, if two proteins have the 

same number but a different sequence of amino acids, the proteins will be 

different. The sequence is determined by the gene that encodes it(95). 

 

 

FIG.1.20 An amino acid chain. 

 

Proteins play an important role in most physiological processes. For 

example, many chemical reactions that supply the body with energy could 

not occur fast enough without the presence of enzymes, most of which are 
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proteins(96). Also, proteins help to defend against diseases, as 

antibodies(95, 96). In muscles, proteins are crucial for the conversion of 

chemical energy into mechanical energy (95, 96). 

 

To be biologically active, a protein must fold into its native state; the final 

and natural shape(95, 97). Therefore, a protein is assembled into three 

structural levels; primary, secondary and tertiary structure. The sequence 

of amino acids along a chain is known as the primary level of protein 

structure, Figure 1.21. This linear sequence, a polypeptide, is held together 

by covalent peptide bonds. 

  

 

FIG.1.21 Schematic of primary level structure of protein 

 

The secondary level of protein structure refers to the way in which the 

primary structure of protein either twists or folds back upon itself. This 

structure is stabilized due to hydrogen bonds generated between a 

hydrogen atom attached to a nitrogen atom on one amino acid and an 

oxygen atom of another (98). The bonds cause the primary structure to 

twist to form an alpha (α) helix or to fold back and forth to create a beta (β) 

sheet, Figure 1.22. α helix and β sheet are very common forms of 

secondary structure observed in proteins. α helix repeats itself every 5.4 Å 

along the axis of helix and has 3.6 amino acid residues per turn(96). The 
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beta sheet is an arrangement of two or more strands of amino acids chains 

joined together regularly by hydrogen bonds. If the strands lie in the same 

direction, it is called a parallel sheet, but if they are in the opposite 

direction, they are called an antiparallel sheet.  

 

FIG.1.22 Schematic of secondary structure of a protein, alpha helix (A) and beta sheet (B), 

taken from (99) 

 

The tertiary structure is the complete three-dimensional structure of 

proteins, Figure 1.23. The tertiary structure is the native state, or final 

folded form, of a single protein chain. Also, it is called the functional form. 

This structure is constructed from several domains. Several proteins are 

constructed out of repeated copies of one or more domains(96).  
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FIG.1.23 Tertiary structure of a protein. 

 

The process by which a protein folds rapidly and reliably into a unique 

three-dimensional structure is poorly understood, known as the protein 

folding problem. However, it is well known that the sequence of amino 

acids, the primary structure of protein, contains the all information 

necessary to determine the tertiary structure of the protein (100,101).  

 

Many proteins, but not all, are able to fold spontaneously without any 

assistance(102). Single domain proteins fold spontaneously, whereas 

multi-domain proteins require chaperonins (protein complexes) for folding 

(102, 103). Typically, they take seconds, or even milliseconds for small 

proteins, to attain their tertiary structure (98, 103, 104).  

 

If only the unfolded state (U) and the native state (N) are populated on the 

folding path, the system is called two-state, whereas if the folding process 

involves the population of one or more partially folded intermediates (I) 

prior to the native state, i.e., a protein may fold to a native structure via one 

or more partially folded intermediates, the system will be called three-state. 

Most proteins greater than 100 residues in length fold by a three state 

(105). The role of intermediates in folding cannot be generalized, because 

they vary from one protein to another (106). 

 

Beta sheet

alpha helix

Beta sheet

alpha helix
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If we imagine a protein made of 100 amino acids and each amino acid has 

two possible conformations, this means  possible conformations. If the 

protein attempts all of the conformations randomly, it would take an 

unrealistically long time to reach its final state. This argument is the so 

called Levinthal‘s paradox (107). To limit the conformational search, 

different scenarios have been proposed to model the folding problem. 

These includes the hydrophobic collapse model, diffusion-collision model, 

nucleation-condensation model, viscosity-collision model and energy-

landscape theory, which describes folding kinetics through a statistical 

characterizations of the energies of different conformations dominated by a 

funnel shape where the native state is at the bottom (97, 105, 108),Figure 

1.24. 

 

FIG.1.24 A schematic energy landscape for protein folding , taken from(105). 

 

The mechanisms by which proteins fold have been intensively studied, 

using both experimental and theoretical approaches (105), however, 

because of the complexity, just one technique is insufficient to describe this 

process (109). For example, nuclear magnetic resonance (NMR) 

spectroscopy has been used to follow protein folding reactions (110), but 

for some proteins that fold very fast NMR is not suitable and other 

1002
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techniques such as fluorescence quenching or infrared (IR) spectroscopy 

may be better used (111).  

 

In order to describe the protein folding mechanism with an accurate model, 

it is essential to understand the structural properties of protein. Mechanical 

unfolding of proteins is one of the abundant approaches to accomplish that 

understanding (112). Developments in single molecule spectroscopy 

techniques have paved the way for the study of the mechanical properties 

of proteins at a single molecule level. The use of dynamic force 

spectroscopy techniques has advantages over conventional bulk 

experiments in terms of unfolding proteins. For example, the conventional 

chemical denaturants may explore one part of the energy landscape 

whereas use of, for example, AFM can explore different parts of this 

landscape (113). Moreover, in contrast with the bulk methods, it allows 

monitoring of the unfolding process of individual domains (114). 

 

Many techniques of dynamic force spectroscopy, such as optical tweezers, 

magnetic tweezers and AFM, have emerged to manipulate single 

molecules, such as proteins. AFM is the most well known among the single 

molecule techniques, where the force mode of AFM is used to unfold a 

protein (115). Mechanical unfolding of proteins by use of AFM is based on 

a protein of interest being attached between the tip of flexible cantilever 

and a flat substrate, for instance a gold or glass substrate (116), mounted 

on highly accurate piezoelectric actuator, Figure 1.25 . The protein is 

attached to the tip via non-specific interaction and to the substrate, for 

example, by the strong adsorption of the sulphur atoms of the C-terminal 

cysteine to the substrate (91, 117). 

 

In order to pick up the protein (which could be at anywhere along its 

contour) the cantilever is pressed against the flat substrate for a time in 

order to allow adhesion of the protein. The AFM stage, on which the 
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protein is attached, is moved apart, at constant velocity, causing an 

extension of the protein length. Consequently, the cantilever bends. This 

results in deflection of the laser beam which is monitored with Angstrom - 

scale resolution(118) . The deflection is directly proportional to the force 

that causes the cantilever to bend, thus, the stronger the force becomes, 

the larger the deflection of the cantilever, as shown in Figure 1.25. The 

applied force versus elongation is plotted to obtain the force-distance 

curve. An AFM force sensor can detect forces ranging from several 

piconewtons to nanonewton (119). The unfolding of individual domains 

appears as successive force peaks along the curve, a saw-tooth pattern. 

 

When a protein is stretched under mechanical stress, the force applied to a 

protein domain to unfolding increases. At a certain value of force, the 

domain unravels and the length of the protein increases allowing the force 

on the cantilever to decrease. This process is repeated again until all 

domains are unfolded (120, 121). 
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FIG.1.25 Schematic diagram of unfolding of a multi-domain protein experiment.  (A) The 

protein is sandwiched between the AFM tip and substrate mounted on a piezoscanner and 

then the scanner is retracted allowing the application of unfolding force onto the protein. (B) 

Due to the mechanical resistance of the protein to the unfolding force the cantilever deflects 

downwards. (C) The cantilever recoils back when one domain of the protein is unfolded. 

(D)The deflection of the cantilever as function of the piezoscanner motion (inset). 

 

AFM has been applied with great success to unfold a number of proteins. 

The earliest attempt to unfold a protein AFM has been performed in 1996 

by Mitsui et al. (122). A single protein, called α-macroglobulin, was 

sandwiched between the AFM tip and surface, both of them covered with 

gold. Because of the surface-tip interaction, the interpretation of results 

was difficult.  

 

Non-specific interactions of tip-surface were averted via using titin(123) , a 

giant muscle protein which plays a critical mechanical role in muscle 

contraction.(124,125). Titin is a multi-domain protein that enables the 

detection of unfolding domains and overcomes the drawback associated 

with the use of a single domain(123). However, it is not easy to ascertain 

which domain may be unraveled and whether the unfolding event 
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represents the true domain or not, because the heterogeneous proteins 

differ in their size, stability and structure (126).  

 

To overcome this drawback, Carrion-Vazquez adopted a new approach 

based on protein engineering to construct a homopolymer from a single 

domain (118). A construct of repeated domains of Ig module 27 of I band 

of titin (I27) has been used. Later this technique  was widened to include 

more proteins such as protein L(127), FnIII(128) and barnase (129).  

  

Since the seminal work of Mitsui , many proteins have been investigated in 

order to understand their mechanical properties as well as the importance 

of their topology to resistance to an applied force and their stability (118, 

130, 131). It was found that the most mechanically stable proteins 

investigated so far have the same topology, in which the terminal β-strands 

lie in parallel and are directly tied to each other via non-covalent 

interactions(132), therefore, in general, all α-helical proteins are 

mechanically weaker than β-sheet proteins (131).  

 

 

1.6 Laser cooling 

1.6.1 Atoms and ions cooling 

The concept of laser cooling dates back to 1975 when Hansch and 

Schawlow (133) proposed the use of laser light to cool low density gas. 

However, the first cooling experiment using laser was reported three years 

later in independent papers by Wineland et al(134) and Neuhasuser et al 

(135). 

 

Laser cooling is based upon the reduction in the thermally induced random 

velocities of atoms or ions via the scattering the light photons(136).  The 
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velocity of ions or atoms in a gas varies with the temperature of the gas. 

The more familiar expression of mean kinetic energy of ions or atoms in a 

gas can be given by TK
2

3
vm

2

1
E B

2

ke  , where KB is the Boltzmann 

constant, T is temperature, v is the ions or molecules velocity and m is the 

mass.  

 

The principle behind laser cooling is the Doppler effect, illustrated in Figure 

1.26. Cooling is achieved by tuning the laser frequency below an electronic 

transition in  the atom resonance and making the applied force onto the 

atom velocity dependent using the Doppler effect(133). The atom moving 

toward the laser beam absorbs more photons (as it is detuned). As a 

consequence, the atom moving in the opposite direction of the laser 

scatters more photons than it moves in the same direction, and it retards. 

The atom will lose the same amount of momentum to the scattered photon, 

applying an opposing force to the atom motion. So if the recoil velocity of 

the atom due to scattering photon is smaller than its initial velocity, the 

atom slows down. By adding more laser beams along other coordinates 

axes, cooling can be observed in three dimension (136). However, this 

technique is only possible with gaseous atoms that have particular 

electronic transitions, such as Rubidium. 

 

 

FIG. 1.26  Laser cooling of atoms or ions in one dimension. 
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A variant of this technique uses absorption and emission during anti-

stockes fluorescence to achieve the same effect.  

1.6.2 Mechanical resonator cooling 

A mechanical oscillator can be cooled using the same laser cooling 

principle but with a different mechanism. This is required for the detection 

of gravitational waves, and the quantum ground state of the resonator.  In 

such experiments, Fabry-Perot cavity is used. The cavity is built with two 

mirrors; static and flexible. The flexible or moveable mirror moves under 

the influence of its Brownian motion. In such experiments, the velocity of 

the moveable mirror is detected and an optical feedback force is applied 

via an active feedback system. When the velocity of the moveable mirror 

increases the feedback loop pumps more laser leading to an increase in 

scattering photons and vice versa . The change of the photon momentum 

applies optical force to the mirror that minimizes its velocity and hence its 

mean energy. 

 

In chapter 3 we will present in detail three techniques used to cool 

vibrational mode of mechanical oscillators. The techniques based on 

optical, magnetic or electrostatic force will be illustrated.    
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Chapter 2 
Experimental methods 

 

 

 

In this chapter, we illustrate the most common experimental methods used 

through the thesis. However, each chapter contains more details of their 

application. 

 

 

2.1 Surface-tip distance correction 

The output of the force spectroscopy mode in AFM is more correctly 

described as a deflection versus piezoscanner displacement curve. 

However, we are interested in measuring the force on an AFM probe as a 

function of tip sample separation. In order to convert the piezoscanner 

displacement into tip-sample separation, Figure 2.1, the z-piezoelectric 

displacement is subtracted from the cantilever deflection(1) 

 

                                                                  [2.1] 

 

 

zUD 
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Where U is the piezoscanner displacement and Δz is the cantilever 

deflection.  

 

 

 

FIG.2.1 The tip-sample separation (D) is the difference between the z-piezo displacement(U) 

and  the deflection of the cantilever(Δz). 

 

When the cantilever tip contacts a hard flat surface mounted on the 

piezoscanner, the cantilever deflects the same amount as the 

piezoscanner displacement, and the tip-surface separation is zero. 

 

Figure 2.2 illustrates the output voltage of the position sensitive 

photodetector (PSPD) representing the cantilever deflection and the 

piezoscanner displacement recorded simultaneously versus time during 

force measurements. The raw photodiode voltage and the piezoscanner 

displacement were collected through a National Instruments PC capture 

card controlled via Labview 6 software (custom written by Masaru 

Kawakami, University of Leeds).  The bit resolution of the capture card was 

2.44 mV/bit hence the digitized curves were converted to volts by 

multiplying the data points by 2.44 mV/bit prior to further analysis.  

U

D

z
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 Eq.2.1 shows that the tip-surface separation is the result of subtracting the 

piezo-displacement from the cantilever deflection. Consequently, in order 

to get zero separation, the piezoscanner displacement and the cantilever 

deflection curves in the contact line should overlap perfectly. However, in 

Figure 2.2 it can be seen the two curves have different slopes in the 

contact line. 

 

 

FIG.2.2 Uncorrected cantilever deflection (black) and the piezoscanner displacement (red) 

versus time. 

 

By plotting the raw data of the output of PSPD, in volts, versus the raw 

data of the piezo displacement, in volts, we can get the correction factor 

which is the slope of the contact line, Figure 2.3.  
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FIG.2.3 The cantilever deflection versus the piezoscanner displacement. The red line is the fit 

of the contact line where its slope is used to correct the cantilever deflection.  

 

By dividing all the raw data of the output of PSPD by the correction factor, 

the two curves overlap perfectly in the contact line, Figure 2.4.  

 

In order to convert the piezo-displacement to separation, the data points of 

output voltage of PSPD is subtracted from the data points of the piezo-

displacement using Eq.2.1 and then the separation is converted into 

meters by multiplying each point of the separation by the position 

sensitivity of the piezoscanner used in the experiment, calibrated against 

known Z-standard silicon gratings (step-height 26 nm and 100 nm, NT-

MDT, TGZ01 and TGZ02.  
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FIG.2.4 The corrected cantilever deflection (black) and the piezoscanner displacement  (red) 

versus time. 

 

Now the piezo-displacement is converted to tip-sample separation by 

plotting the cantilever deflection, in volts, versus separation, Figure 2.5. 

 

FIG.2.5  Deflection-separation curve obtained by AFM. 
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2.2 Cantilever stiffness calibration 

A number of methods used to calibrate cantilever stiffness were described 

in chapter 1. A method based on employing the cantilever thermal noise 

associated with the cantilever Brownian motion has become acceptable 

standard method. In this thesis, we adopt the thermal noise method, taking 

advantage of the equipartition theorem. As a result, the cantilever stiffness 

can be given by                               

  

     

                    [2.2] 

 

 Where KB  is Boltzmann constant, T is temperature and δz2 is the mean 

square of the cantilever thermal fluctuation.    

 

Hutter et al(2) demonstrated that δz2 can be measured by means of the 

power spectral density curve (PSD). Consequently, the mean square of the 

cantilever thermal oscillation δz2 is equivalent to   the area (Ap) under the 

peak corresponding to the cantilever resonance frequency. Thus, Eq.2.2 

becomes 
p

B

A

Tk
   . 

   

The area (Ap) can be determined by fitting the PSD curve to a Lorentzian 

curve(3), Figure 2.6. 

 

2z

TkB
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FIG.2.6 PSD of the thermal noise of an AFM cantilever fitted to Lorentzian line shape (red). 

 

In practical terms, the above steps to estimate the cantilever spring 

constant are automated via the thermal tune feature available with the 

Veeco MultiMode PicoForce and several Veeco instrument Nanoscope 

controllers. Note that the deflection sensitivity must be accurately obtained 

first by measuring a force curve against a hard non-identable surface. The 

aim of determining the deflection sensitivity is to convert the output of the 

PSPD in volts to a calibrated distance.  

 

2.3 Proteins 

Two protein concatamers were used in this work (I27)5 and (I27)4(Im9)3. 

These proteins were kindly provided by Dr. David Brockwell  (Astbury 

Centre for Structural Molecular Biology) as freeze dried 0.05 mg aliquots. 

(I27)5 concatamer consists of five copies of (C47S, C63S I27) domain(4), 
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Figure 2.7, and (I27)4(Im9)3 is composed of three Im9 domains alternating 

with four I27 domains, Figure 2.8.  

 

 

FIG.2.7 Cartoon representation of an I27 construct, consisting of five identical I27 domains. 

 

 

 

FIG.2.8 Cartoon representation of (I27)4 (Im9)3 construct. 

 

Both protein concatamers were reconstructed to100 μg/ml in PBS buffer at 

pH 7.2 and centrifuged at 13,000 rpm for 5 minutes. 40 μl of the protein 

solution was pipette into 100 μl of PBS and the two solutions left to mix. 

The protein solution and PBS buffer was dropped onto a freshly cleaved 

template stripped gold substrate and left for an incubation time of 15-20 

minutes. The protein covalently binds to the gold via a cysteine residue(5). 

At this concentration the probability of picking up a construct is low 

(typically 2%) but ensured a single construct was measured, leading to 

clean unfolding curves. 

 

All force spectroscopy experiments have been performed using the CD-

AFM system configuration based on a Veeco Picoforce microscope 

controlled by a Nanoscope IIIA controller (Digital Instruments, Santa 

Barbara, California) to permit the standard force spectroscopy to be done 

when the feedback circuit of CD-AFM is off. A Veeco microcantilever C, 

with a stiffness of 10 pN/nm, and fluid cell were employed. Prior to an 

experiment the fluid cell was thoroughly cleaned with ethanol and rinsed by 

Milli-Q water (18 MΩ).  
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The sample is mounted on the piezoscanner and approached the 

cantilever tip at a constant speed. Afterwards, the cantilever tip is pressed 

on the surface for a while (<1 second) and then retracted. During 

retraction, the position sensitive photodetector records the cantilever 

deflection in response to tip-protein interactions, more details in chapter 6. 

 

2.4 Lipid bilayer sample preparation 
 

The lipid bilayer used in this work is formed from 30% sphingomyelin 

(purchased from Sigma), 30% DOPC (di-oleogl-phosphatidyl-choline) 

(purchased from Avanti) and 40% cholesterol (purchased from Sigma), 

hence in the so called liquid-ordered phase. Each lipid was dissolved in 

chloroform to form stock solutions at 5 μg/ml. The stocks were combined 

together in the proportion above to a total lipid mass of 250 μg. To form a 

dry thin lipid film, the solvent was evaporated off under a gentle steam of 

N2 gas. To remove excess solvent, the lipid was placed in a vacuum 

dessicator overnight. The lipid film was rehydrated by adding 0.5 ml of PBS 

buffer, and the solution vortexed until forming hydrated multilamellar 

vesicles, indicating the solution turning cloudy white. The multilamellar 

vesicles were broken down with a pulsed ultrasonic probe for 20 minutes at 

4°C, when complete the lipid solution should be clear, indicating formation 

of small unilamellar vesicles (SUVs) which are more likely to unroll, or 

burst open when contacting the surface, thereby forming a surface 

supported bilayer.  

 

A drop of 50 μl of the SUVs solution was placed on a freshly cleaved mica 

substrate, and left to incubate for 30 minutes. Excess lipids in the vesicle 

solution is then removed by carefully exchanging the solution with clean 

(filtered to 0.2 μm) PBS buffer, with at least 7 exchanges, leaving a single 

defect free lipid bilayer on the surface.  
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Chapter 3 
Thermodynamic noise cancellation 
system  

 

 

 

 

3.1 Introduction 

 In order to achieve high force resolution, very soft cantilevers are 

employed, namely, the spring constant of the AFM cantilever must be 

sufficiently small to detect small forces. Unfortunately, such a soft 

cantilever may be susceptible to stochastic (random) driving forces leading 

to large spatial oscillations around its equilibrium position. This random 

motion of the cantilever, due to impacts with surrounding molecules, is 

more commonly known as Brownian motion or thermodynamic noise.  

 

The amplitude of the fluctuations of AFM cantilevers induced by 

thermodynamic noise could be comparable to the magnitude of the 

sample-cantilever interactions.  Thus, the signal generated from a true 

force signal could be indistinguishable from the thermal response of the 
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cantilever. Consequently, the forces below this thermal noise limit will be 

undetectable and crucial data could be lost(1, 2).  

 

Use of a stiffer cantilever, on the one hand, can greatly reduce the spatial 

fluctuations of the cantilever. On the other hand, it is disadvantageous for 

the force sensitivity. According to the equipartition theorem, the root mean 

square (RMS) in force measurement ( F ), the minimum detectable force, 

is 

 

  TkF B
                                                                                      [3.1] 

 

Where kB is the Boltzmann constant, T is the ambient temperature and k is 

the cantilever stiffness (spring constant).  

 

According to Eq.3.1, the magnitude of a minimum detectable force can be 

given by δF because the minimum detectable force is limited by 

thermodynamic noise in force measurement. Therefore, δF is proportional 

to the cantilever stiffness value and the ambient temperature. Thus, if we 

use a cantilever with a spring constant around 10 pN/nm, the RMS force 

noise, F , at room temperature should be approximately 7 pN, while the 

force noise (peak to peak) will be  larger.  

 

This force noise places a limitation upon a number of ultrahigh sensitive 

force and position measurements, such as single molecule force 

spectroscopy. One example of these experiments is measurements of the 

interaction forces that govern the structure of proteins. A protein domain, 

which cannot withstand the forces transmitted to it from thermodynamic 

noise of the cantilever, may unfold stochastically. For example Im9 which 

unfolds at loading force of < 20 pN(3).The sudden unfolding of the protein 
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domain due to the thermodynamic oscillations of the cantilever would be 

neither monitored nor recorded.   

 

To circumvent the problems illustrated above we introduce a novel method 

based on eliminating AFM cantilever thermodynamic noise by using laser 

radiation pressure (or photon force). Radiation pressure is a force per unit 

area applied onto the back side of a cantilever due to the change in 

momentum of laser light. In principle, the total force exerted on the 

cantilever due to the change in momentum of photons reflecting off the 

back side of a cantilever coated with a thin layer of gold can be calculated 

by (the derivation of Eq.3.2 is given in chapter 4) 

 

                               c

P
F

2
                                                                    [3.2] 

  Where P is laser power at the cantilever and c is the speed of light 

 

In this setup, a secondary high-powered feedback- controlled laser is used 

to suppress the thermodynamic oscillation of standard commercially 

available AFM cantilevers. No major modifications, aside from the addition 

of a secondary laser, have been necessary keeping the AFM compact and 

user-friendly. It is worth noting that the output of the secondary high-

powered laser can be exploited to record force-distance curves via the 

change of the secondary high-powered laser intensity required to maintain 

the predefined setpoint constant (more details in chapter 5). 

 

The deflection of the cantilever has been reduced to be equivalent to 

cooling to ~3 K. This opens up possibilities for experimental applications 

impossible before due to thermodynamic limitations, for instance motor 

proteins interaction(4). 
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Our system (CD-AFM) was a result of collaboration between the Molecular 

and Nanoscale Physics group in Leeds and Yanagida‘s group in Osaka. 

However, our system differs from Yanagida‘s system, called Intermolecular 

Force Microscopy (IFM). In the CD-AFM system, we use the commercially 

available cantilevers whereas the Osaka group uses specially constructed 

cantilevers with a stiffness of 0.1 pN/nm, 100 times softer than those 

commercially available. This cantilever is composed of a thin glass 

coverslip drawn to 0.2 μm in thickness and a tip made of a sharp whisker 

of ZnO, 10 μm in length. The opposite side of the tip is covered with 30 nm 

of a gold film in order to enhance the reflectivity of the cantilever. Such a 

cantilever with a stiffness of 0.1 pN/nm undergoes huge thermal fluctuation 

in its position due to Brownian motion (thermodynamic noise). The 

positional uncertainty of this glass cantilever, due to thermodynamic noise, 

is ~40 nm peak to peak, inducing an uncertainty in force measurement of  

4 pN(4).    

  

Figure 3.1 shows a schematic diagram of IFM. The feedback system used 

to control the thermal noise associated with the cantilever motion is based 

on radiation force. In IFM two lasers were used; L1 (3 mW diode laser) for 

position sensing and L2 (20 mW diode laser) for position controlling.  
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FIG.3.1 The setup of IFM system used to control the AFM cantilever oscillation. 

  

Most improvements in force resolution acquired by using IFM were due to 

the cantilever used. When Yanagida‘s group used IFM to improve the force 

resolution for the standard cantilevers they failed. This failure limits the use 

of their system. In addition, massive modifications were needed that make 

it difficult to use. 

 

In CD-AFM, we overcome those problems related to IFM. In the following 

sections we will show how we managed to make CD-AFM effective and 

accessible.  

 

 

3.2 Methods for calculating RMS of cantilever 

thermal deflection 

The Brownian motion of a microscopic particle suspended in fluid was first 

described in 1827 by Robert Brown(5) and describes the random positional 

fluctuations of the particle. The random motion is a direct result of 

stochastic impacts of the medium molecules.  
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Every oscillator (such as a cantilever) oscillates naturally when it is excited 

at or near its natural resonance frequency. Each cantilever has numerous 

harmonic modes but the lowest mode, the fundamental mode, has the 

most energy of the oscillation(6, 7).  

 

A submerged cantilever in a fluid at thermal equilibrium is constantly 

subject to stochastic motion attributed to the bombardments of the fluid 

molecules with the cantilever. Therefore, the random motion of the 

molecules at the fundamental mode triggered by their thermal energy is 

given by the equipartition theorem, according to which each quadratic term 

of a system in thermal equilibrium has the same average of energy. As a 

result, the RMS amplitude of the cantilever thermal deflection, z , in the 

vertical direction, is 




TK
z B                                              [3.3] 

Where Bk , k and T are Boltzmann‘s constant, stiffness of the cantilever 

and ambient temperature respectively. 

 

In order to relate the temperature of a system with its energy, a one-

dimensional harmonic oscillator in thermal equilibrium with its surroundings 

will be considered. The energy of such a system is given by its  

Hamiltonian (H)  

2
2

z
2

1

m2

M
H                                                            [3.4] 

Where 
m2

M2

 is the kinetic energy of the oscillator and 
2

2z
 its potential 

energy. Each term is quadratic in terms of its variable. Hence, in 

accordance with the equipartition theorem, 
m2

M2

=
2

TKB  and 
2

2z
=

2

TKB . 
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Using the theorem, the effective temperature of the cantilever is given      

by  
B

eff
K

z
T

2)(
 .  

 

In the equipartition theorem, the value of spring constant and the mean 

square of the oscillator displacement are used to estimate the temperature 

of the oscillator.  The approximated value of RMS of random oscillations of 

an oscillator can be deduced directly from the raw signal of thermal noise 

deflection of the cantilever.  

 

A second method of measuring the RMS displacement of the cantilever is 

the power spectral density function by which the integrated area under the 

positional power spectral density (PSD) is equivalent to the mean square 

amplitude of the oscillations. The values of RMS and the mechanical 

quality factor of the cantilever (Q) can be obtained by fitting the 

experimental data to the power spectral density of a damped harmonic 

oscillator(8) 

LFtkZ
dt

tdZ

Q

m

dt

tZd
m  )(

)()( 0

2

2 
                            [3.5] 

Where m is the oscillating mass, 0 is the angular resonance frequency, Q 

is the mechanical quality factor, k is the spring constant, Z is the 

displacement of the oscillator and FL(t) is Langevin force  representing the 

thermal noise force.  

 

In general, Langevin force is frequency independent, thus, the power 

spectrum of the force has a white spectrum distribution(9). Eq.3.5 can be 

solved by using Fourier transform, dtetZX ti






  )()( , by which Eq.3.5  

can be reformulated in the frequency domain as follows 
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Hence, the displacement of the cantilever in the frequency domain is given 

by 
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 In principle, the power spectral density of a signal can be defined by the 

squared magnitude of the Fourier transform of the signal(10), 
2

)(X  in 

which )()()(
2

  XXX  where )(X  is the Fourier transform 

complex conjugate. Thus, the power spectral density of thermodynamic 

noise of the cantilever displacement, ZS , is  
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Using the fluctuation dissipation theorem, the power spectrum of Langevin 

force (9), FS , is 

TKFS BLF 4
2


                                                                                      [3.9] 

Where 
Q

m 0
  .  

Combining Eq.3.8 and 3.9 yields 

Fwz SGS 2                                                                                [3.10] 

Where G is the transfer function. 

 

 Eq.3.8 can be expressed by taking Eq.3.9 into consideration, giving   
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Using Eq.3.11, the peak value of thermal noise spectrum at the resonance 

frequency is 
0

4



TQK B
 . This equation can be used to find the effective 

temperature as illustrated in Figure 3.2  

 

 

FIG.3.2 Power spectral density of a cantilever. The peak represents the thermodynamic noise 

and the flat line is white noise. 

 

In order to calculate the RMS fluctuation (δZ) of a cantilever, one can use  

Parseval‘s relation,  dXdtz 









22 )( , which states that the time 

domain and frequency domain of a signal have the same energy. Thus, the 

average mean square of a cantilever random thermal oscillation can be 

defined as 
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Substituting Eq.3.11 into  Eq.3.12 yields  
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Most oscillation power of the cantilever is concentrated at its fundamental 

mode (the first peak in the power spectral density of the cantilever 

oscillation) (6, 7), see Figure 3.2. Integrating over all frequencies of 

bandwidth (  ), Eq.3.13, of the first peak gives 2z  by which the RMS 

can be calculated.  

 

3.3 Review of thermal noise cancellation methods 

Many researchers have realized the effect of thermodynamic fluctuation of 

AFM cantilevers and its role in limiting force sensitivity.  Many approaches 

and techniques have been proposed in order to minimize the impact of 

thermodynamic fluctuations of AFM cantilevers. This review is structured 

mainly around two respects relevant to AFM cantilevers. 

 

 

3.3.1 Modification of the cantilever properties or its 

surroundings  

1. Operating at cryogenic temperature 

One method of reducing the thermal fluctuations of the cantilever 

would be to operate the AFM at low temperature. According to the 

equipartition theorem, the RMS of the cantilever response to 
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thermal oscillation is proportional to the temperature of the medium 

in which the cantilever is placed, Eq.3.3. 

However, in the case of biological samples, significant reduction of 

the experimental temperature is not always possible, due to the fact 

that the cryogenic temperature alters some biological properties of 

the specimen, moving away from physiological conditions(1). 

Moreover, physiological experiments are usually carried out at a 

defined range of temperature. For instance, if the experiment is 

performed in water below C00  the water will freeze. Therefore 

reducing the temperature to cryogenic temperatures is not practical. 

 

2. Reducing the cantilever dimensions 

Hansma's group (11) showed that, by using a small cantilever,  but 

with a spring constant as low as that of longer cantilevers, it is 

possible to lower the measured force limit. The minimum detectable 

force limited by the thermal impact can be rewritten in terms of the 

coefficient of viscous damping factor γ (12). 

 

wTkF B   4                                                 [3.14] 

Where, Δw is the detection bandwidth.  

 

In order to lower the minimum detectable force, either γ or the 

temperature of experiments must be lowered. γ can be reduced by 

decreasing the size of the cantilever.  

 

However, small-sized cantilevers suffer from several practical 

drawbacks. One of them is that use of these cantilevers on normal 

AFM heads is difficult because they require high aperture lenses to 

focus the light onto the back of the cantilever and there is not 
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enough space(13). Additionally, these cantilevers are not yet 

commercially available, and require expensive facilities to produce. 

 

3.3.2 Coupling the cantilever to an external dissipative 

force 

 

The coupling between external forces and a moving AFM cantilever 

via a feedback system in order to control its Brownian motion has 

been of a major interest of researchers in the field of ultra-sensitive 

force measurement.  The approaches used to suppress the thermal 

motion of the cantilever fall into three categories. 

 

1. Magnetic force 

Magnetic force feedback has been exploited to control the motion of 

the cantilever and so reduce instability in cantilever position(14). A 

small magnet was glued onto the cantilever so as to magnetize the 

cantilever and provide an external magnetic field, induced by a 

coil(15), used to damp the undesired fluctuations of the cantilever, 

Figure 3.3. 

 

FIG. 3.3 Illustration of the feedback system used to control the thermal oscillation of 

cantilever using magnetic force(15). 
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Obviously, this approach is difficult to use because it requires a 

special setup, and the cantilever is prone to damage while mounting 

magnets. It is also limited by the strength of the magnetic field that 

may be applied, and by the speed with which the magnetic field can 

be adjusted (due to hysteresis and inductance in the magnetic 

coils)(16). The best cooling of a cantilever with a spring constant of 

0.12 N/m achieved via using magnetic feedback force was to 25 K 

with an environment temperature at 295 K in air(15) and to 1.6 K  

starting from 10 K in high vacuum  for a cantilever with a stiffness of 

0.028 N/m(17).  

 

 

2. Electromechanical force 

Cooling of a cantilever could be achieved via a force created by the 

electrical field energy stored in a capacitor. The experimental setup 

of this approach is composed of a conducting cantilever placed a 

distance (y) from a rigid conducting plate connected to a resonant 

electric circuit, Figure 3.4. The cantilever and the plate act as 

parallel plates of a capacitor with a capacitance of Cc.  

 

The resonant circuit is a radio frequency (RF) circuit consisting of an 

inductor with an inductance of L0 and a capacitor with capacity of C0. 

The frequency of the resonant circuit is given by (18) 

 

 

)(

1

00 cCCL 
                                      [3.15] 

The fluctuations of the cantilever modulate the overall capacitance 

of RF circuit leading to changes of resonant frequency of the circuit 
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thereby changing the voltage applied to the capacitor cC . If the 

applied voltage across Cc to maintain the setpoint is Vrf, the force 

experienced by the cantilever and the rigid plate (Cc plates) can be 

described by(18-20) 

y

VC
F

rfc

4

2

                                                               [3.16] 

Where Vrf depends on Ω.  

 

If the circuit resonance frequency and the applied force are set so 

the resulting force opposes the cantilever motion, the cantilever 

fluctuation can be reduced(20).  

 

 

FIG.3.4 Schematic of the layout used to reduce the thermal noise of the cantilever 

using RF circuit. 

 

There are some drawbacks associated with using such a technique 

to cool an oscillator. First, the use of a miniature cantilever requires 

an ultra-sensitive excitation and detection system for the cantilever 

vibration creating a design challenge (21). Second, the maximum 

cooling achieved was only 45 K(18). Third, the use of such a setup 

cC
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is still limited for performing force spectroscopy experiments 

because the presence of an object in the gap will change the 

capacitance.  

 

3. Optomechanical force 

The concept of light-induced force and its effect on the dynamics of 

a  compliant oscillator is well established (8, 22-24). When a beam 

of coherent light (laser) is incident on a mechanical oscillator such 

as an AFM cantilever, the amplitude of the mechanical oscillation of 

the oscillator is affected. Changes in the oscillator amplitude are due 

to coupling the spring to photons of light by means of 

optomechanical forces generated from radiation force or 

photothermal force or both.  The radiation force (photon force) is 

due to the momentum change of photons reflected off the cantilever 

backside whereas the photothermal force is a result of absorbed 

photons by which optical energy is transformed into mechanical 

energy via the bimetallic effect. This process will be described in 

detail in chapter 4.   

 

The optomechanical impact of light, either directly as radiation force 

or indirectly as photothermal effect were used to cool a cantilever 

actively controlled through a feedback circuit. The setup used in 

such an experiment (depicted in Figure 3.5)  comprises a miniature 

optical cavity similar to that in a Fabry-Perot resonator (FP) where a 

resonant cavity is formed by two highly parallel and reflecting 

mirrors. In Figure 3.5 a miniaturized resonator is made of a movable 

mirror constructed by gluing a high reflecting mirror on a flexible 

spring(25) or coating a cantilever with a high reflecting film(26) and 

a rigid semitransparent mirror. The rigid mirror is aligned to be 

perfectly parallel to the movable one (cantilever). The purpose of 
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using Fabry-Perot resonator is to measure a cantilever 

displacement(27).To date the best displacement sensitivity achieved 

by FP is 10-18 m  for a bandwidth of 100 Hz(28). 

 

FIG.3.5 Schematic figure of the experimental setup for cooling the cantilever by 

radiation pressure. 

 

Changes in the cavity length induced by the thermomechanical 

noise of the cantilever (the movable mirror) lead to a phase shift in 

cavity resonance frequency (27). The shift in phase is(29) 




x


8
                                                        [3.17] 

 

Where x  is the displacement of the cavity length, ψ is laser 

wavelength and  is the cavity Finesse, which is a measure of the 

roundtrips made by a photon before escaping the cavity and by 

which the resolution power of FP can be determined. Therefore, 

thermodynamic noise would be measured via variations of the light 

phase. Optical cooling strategies may fall into two categories: active 

(cold) cooling and passive (self cooling or backaction).  
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In active cooling, the forces induced by light and applied onto the 

cantilever are controlled by an active external electronic feedback 

circuit. The variations of light phase are fed back to the feedback 

system by which the intensity of a second laser is adjusted or 

modulated to provide the cantilever with a sufficient force to control 

its thermal oscillation(29-32). Observations of optical cooling of a 

micro-oscillator placed in a high finesse cavity were reported. Using 

the active cooling strategy, the oscillation of oscillators has been 

frozen to 135 mK from 295 K(33) and to 5 mK starting from 4 K(34).  

 

On the contrary, passive cooling does not require an external 

feedback loop. It depends only on the forces generated inside an 

optical cavity (FP) by the light. The change of the mirror position due 

to the thermal noise of the microcantilever results in changing the 

forces induced by the laser radiation. Cooling occurs as a result of 

the time lag between the response of the oscillator to the force and 

the thermomechanical motion of the oscillator(35-37).  In pioneering 

work, Hohbereg et al (26) demonstrated that the passive cooling by 

photothermal force can provide cooling to 18 K starting from room 

temperature. In recent experiments, self cooling of a micromirror by 

radiation pressure forces, in a high finesse optical cavity within FP, 

has made it possible to lower the micromirror temperature to 2.9 mK 

from a starting temperature of 2 K (35) or to 10 K from room 

temperature(38). Most of these experiments have been directed at 

detecting gravitational waves and achieving the quantum ground 

state of the oscillator(39).  

 

In terms of measuring forces at or near a surface, this setup is 

inadequate as the presence of a sample in the optical cavity 

prevents the use of the static mirror thereby destroying the working 

principle of the system. 
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Contrary to the previous attempts that rely on doing the experiment 

in vacuum and by forces that are stored inside an optical cavity, 

Yanagida(4) used an external feedback circuit based on the 

radiation pressure of laser to control position of an ultra-soft 

cantilever (0.1 pN/nm) in aqueous solutions. Although fabrication of  

such a cantilever and mounting it on an AFM require more attention 

and effort, the thermal fluctuations of the cantilever was improved to 

approximately 1 nm in RMS. However, such a cantilever is not 

available commercially at present. 

 

 

3.4 Apparatus and experimental design 

In the following section, the experimental setup designed to actively damp 

the cantilever thermodynamic fluctuations, and hence cooling it, is 

described. This setup is referred to as CD-AFM and this term will be used 

throughout the thesis. 

 

All measurements have been taken using a modified AFM head based 

upon a commercial AFM system (Veeco Multimode with Nanoscope IV 

controller) and performed in Milli-Q water (18 MΩ). The modified head has 

a standard optical beam deflection system, but the original laser diode has 

been replaced with a focusing lens into which an optical fiber feeds two 

separate lasers, Figure 3.6. The system was designed at University of 

Leeds, School of Physics and Astronomy by Simon Connell.  
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FIG.3.6 Illustration of a standard AFM head (A) and AFM head used in the CD-AFM         

system (B). 

 

Two laser diodes, 780 nm and 670 nm, were required. The 670 nm laser 

(LD1) (HL6722G-Hitachi 5 mW, Edwards Optics, 670 nm), is used to 

provide the position of the cantilever with a high degree of accuracy and 

the 780 nm laser (LD2) (HL7851G, 50 mW, 780 nm, Hitachi), provides the 

radiation force which is required to dampen the thermal oscillation of the 

lever. These are combined using a Power Combiner (Oz Optics) and sent 

down a single mode optical fiber to the AFM head. This arrangement was 

necessary due to the need for keeping the AFM head compact and 

useable as a normal AFM. The output of the fiber, the laser beam, is 

collimated and then focused on the back of the cantilever using achromatic 

lenses, diameter 6 mm, placed in an adjustable tube to control their 

separation distance. The use of achromatic lenses is essential to correct 
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the focal lengths of the two wavelengths fed into the AFM head, as normal 

lenses have differing focal length for different wavelengths and hence 

focusing the two laser radiations on the cantilever.  A dichroic mirror was 

employed in place of the normal mirror to reflect the 670 nm laser into the 

split photodiode detector but transmit the 780 nm beam, diverting the high 

power laser from the photodiode and dumping it in the body of the AFM 

head, Figure 3.7. 

 

 

FIG.3.7 Schematic diagram of  the thermal cancellation unit used in CD-AFM.  

 

The raw photodiode voltage was collected through a National Instruments 

PC capture card controlled via Labview 6 software (custom written by 

Masaru Kawakami, University of Leeds). The deflection voltage was 

captured at 200 kHz for as long as the capture card buffer memory 
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allowed, usually 2 seconds. Igor Pro software (Wavemetrics, Lake 

Oswego, Oregon,USA)) was used to post-process the deflection 

measurements and to determine a noise spectrum using the standard 

power spectral density (PSD) function.  

 

The deflection signal is amplified by a low noise, high bandwidth 10x gain 

stage before being sent to a digitally controlled hardware feedback circuit 

in the Nanoscope IV controller (Veeco). This circuit compares the incoming 

deflection signal with a setpoint (reference level) and outputs a voltage 

according to the feedback parameters. The output from this is sent through 

a further variable gain stage to a laser driver circuit designed for DVD 

writers (DBDL 200 T/S, Microlaser Systems). This can modulate the power 

up to 50 mW within 2 nanoseconds (measured but not shown). 

 

To operate the device, the average power of the ψ=780nm modulation 

laser (LD2) must be set to approximately 50% full power. This allows for 

either an increase or decrease in the laser power, to counteract 

fluctuations up and down. This is achieved by switching the CD-AFM 

electronics on when the deflection is below, or negative of, the reference 

level. In this position the feedback circuit is outputting a zero signal. The 

deflection is then slowly increased by adjusting the photodetector's vertical 

position so that the deflection voltage approaches the reference level. 

When it reaches and passes the reference level the feedback circuit 

attempts to keep the cantilever deflection at the reference level by 

increasing the laser power, driving the lever back down. The photodetector 

adjustment then continues until the laser is at 50% full power. The current 

sent to the laser diode is monitored and displayed on the front panel of CD-

AFM to aid this procedure, Figure 3.8. 
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FIG.3.8 (A) The CD-AFM system. The main component is the CD-AFM unit connected with 

a modified AFM head via an optical fiber. (B) A block diagram of the CD-AFM unit. 

 

The feedback and electronic stage gains for each cantilever must then be 

adjusted to achieve optimum damping. The initial analogue gain stage can 

be set to x1, x10, x100 and x500. The digital proportional and integral 

feedback gain have a range of 0 to 120, and the final gain stage is variable 

from x1 to x12. This wide range of feedback gains reflects the different 

laser powers needed in different environments to drive the huge variety of 
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cantilevers that are commercially available. For example, much higher 

gains are required in water than air. 

 

Three low spring constant cantilevers have been tested. Two of them are 

Veeco microcantilever-V shaped;  microlever C (320μm in length, spring 

constant of 10 pN/nm and natural frequency of 8 kHz in air) and microlever 

D (220μm in length, spring constant of 30 pN/nm and natural frequency of 

18 kHz in air). The third is Olympus Biolever-B (100μm in length, spring 

constant of 6 pN/nm and natural frequency 13 kHz in air). All of them are 

coated with a layer of gold, Figure 3.9. The spring constant was obtained 

using the thermal noise method(40). 

 

 

FIG.3.9 An  image of the cantilevers used in this experiment. 

 

3.5 Upper frequency limit of the system  

The CD-AFM system is employed to control the deflection of AFM 

cantilever using a feedback circuit. The output of the feedback acts to 

oppose the motion of the cantilever leading to attenuating its spatial 
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oscillation. Operating the cantilever in a particular frequency regime can 

create a time delay between the cantilever response and the feedback 

signal that leads to instabilities in the cantilever oscillation amplitude that 

affects the force spectroscopy measurements. Moreover, introducing a 

phase lag in the feedback system used to maintain the setpoint can induce 

instability in the whole system. For this reason, the system was designed 

to minimize phase lags. This included the removal of electronic noise and 

filters. As a result, when the lag is in the vicinity of 180 degrees the system 

will no longer suppress the cantilever oscillation, instead it will be actively 

enhancing the oscillation (positive feedback). In order to characterize the 

system performance related to its stability, we will determine the upper 

frequency limit at which the system can be driven. 

 

The block diagram in Figure 3.10 shows the experimental setup used to 

measure lag in the system as a whole. The experiment was performed with 

microlevers C and D. To estimate the frequency limit, the cantilever was 

driven by the second high-powered laser (LD2) at different drive 

amplitudes with frequencies ranging from 1 Hz to 50 kHz. A sinusoidal- 

wave voltage (with amplitude 60,120 and 240 mV) generated from 

Function Generator (Thurlby Thandar Instruments, TG1304) is fed into the 

feedback offset (setpoint). The feedback system tries to match the 

variation in the setpoint by applying appropriate force to the cantilever. In 

this way the response of the electronics and feedback circuit are tested 

rather than just the mechanical response of the lever to a modulated laser. 

Both the driving signal and the response of the cantilever are sent to a 

Lock-in amplifier (Signal-Recovery 726SDSP) to measure the phase shift 

and the resultant amplitude.  
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FIG.3.10 Schematic drawing of the experimeta1 setup used to determine the frequency limit 

in our system. 

 

Figure 3.11 illustrates the amplitude response of the free end of the 

cantilever normalized to the driving amplitude of 60,120 and 240 mV at 

frequencies ranging from 1 to 50 kHz in water as well as the phase lag 

between them. The aim of the feedback loop is to maintain the setpoint 

value which is oscillating with the driving signal. However, the amplitude of 

the cantilever vibration decreases with increasing driving frequency due to 

dissipative tip-fluid interactions. When increasing the driving frequency the 

speed of the cantilever escalates. The hydrodynamic drag force, acting on 

the cantilever during its oscillation, is velocity-dependent. At low 

frequencies the impact of hydrodynamic force would be neglected and 

appears most significant at higher driving frequencies.  The hydrodynamic 

force is given by 
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F= -bv                                                     [3.18] 

Where v is the cantilever velocity and b is a constant that relies on the 

dimensions of the cantilever and fluid properties.   

 

The amplitude of the oscillated cantilever starts to increase when the drive 

amplitude reaches a certain frequency. Figure 3.11-A exhibits the 

response of microlever C (10 pN/nm) to the drive amplitude and shows a 

rise in the cantilever response occurs at ~33 kHz when the phase lag 

drops rapidly to the critical 180 degree level. 

 

 

FIG.3.11 Frequency dependence of the amplitude and phase of two microlevers driven by 

three drive amplitudes at different frequencies. (A) Microlever C. (B) Microlever D. 
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The graphs indicate that the damping performance extends to 

approximately 30 KHz with two soft cantilevers C and D in water. Although 

this experiment provides a good estimate of the upper frequency limit and 

the system phase lag versus frequency, the scenario is artificial. In a real 

damping experiment the amplitude of the cantilever will be zero, and hence 

hydrodynamic force will be zero as well. A range of amplitudes were tested 

(60,120 and 240 mV) in order to characterize the hydrodynamic 

components but the lowest amplitude of 60 mv was required to provide a 

strong enough signal for the lock in amplifier to measure.   However, at 

each amplitude the phase lag response was identical. 

 

Microlever C (10 pN/nm) and Biolever B (6 pN/nm) are the softest 

cantilevers available commercially. Both cantilevers have a resonance 

frequency in water, 1 kHz and 2 kHz respectively, far less than the upper 

frequency limit of our system, hence suitable for use. Cantilevers of higher 

stiffness were not tested as they do not have the required force-sensitivity 

for high-resolution force experiments.  

 

 

3.6 Optimization of optical sensitivity of the 

cantilevers 

Most AFMs used today rely on the optical lever detection system to sense 

vertical deflection of the cantilever. Therefore, optimization and accurately 

measuring the optical lever sensitivity and spring constant of cantilevers 

are essential for force and position measurements.  

 

In order to convert the photodiode output into cantilever deflection, the ratio 

between photodiode output voltages to the cantilever bending must be 

accurately known. Increase of the deflection sensitivity results in an 
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increased single to noise ratio (SNR) via a magnification of the output 

voltage of split-photodetectors. Figure 3.12 shows how the background 

noise level from a PSD depends upon the deflection sensitivity.  Therefore, 

this part of the chapter has been devoted to measurement and optimization 

of the value of optical lever sensitivity. 

 

 

FIG.3.12 The measured noise density of cantilever D using the CD-AFM head at a deflection 

sensitivity of 70nm/V (or 14mV/nm) (Blue) and 160nm/V (or 6mV/nm)  (Black) in air. The 

flat background corresponds to white noise of the system and the peak is due to thermal noise 

associated with the cantilever's Brownian motion. Note the thermal noise peak overlap 

exactly in both measurements. Also the lower noise level at 70 nm/V allows detection of the 

second harmonic thermal peak at 62  kHz.  

 

In order to determine the deflection sensitivity of the cantilever the tip is 

pressed against a hard flat surface and undergoes an approach-retraction 

cycle of known distance. Use of a hard surface will result in the piezo 

movement being equal to the deflection of the cantilever. When the tip is in 
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contact with the surface, the piezo moves a known distance causing the 

cantilever to deflect a similar distance. During that operation, the output 

voltage of PSPD, as a response to the cantilever deflection, is recorded. 

The resulting voltage versus piezo movement is observed as a line, the 

slope is the optical lever sensitivity of the cantilever. Typically the optical 

lever sensitivity of the cantilever in a vertical direction is easily acquired by 

the force-distance curve in the force mode of AFM.  

 

The deflection sensitivity (s) is defined as the change of the voltage output 

of the PSPD (ΔV) with respect to the vertical displacement of the free end 

of the cantilever (ΔZ), in the Z-direction.  

Z

V
s




                                                                        [3.19] 

 

It is worth noting that the change of the voltage output of the PSPD (ΔV) is 

a result of the laser spot shift (Δx) on PSPD, Figure 3.13. 

  

 

FIG.3.13 Laser spot on the PSPD, the Δx corresponds to the shift of the laser spot on the 

PSPD 

 

As mentioned above, the higher the deflection sensitivity the higher the 

SNR. To increase the cantilever optical deflection sensitivity, we must first 

understand the parameters that affect it. Eq.3.19 is not adequate to 

 x
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describe the parameters employed to increase the optical lever sensitivity. 

To satisfy these requirements, we will rewrite E.q.3.19 by assuming that 

the laser spot on the PSPD has a Gaussian distribution. As a result,  the 

deflection sensitivity (41) can be given by 

P
xl

d
s                                                                            [3.20] 

Where   is a constant related to the optics and electrical components 

used in this experiment, x is the diameter of the laser spot on the PSPD, P 

is laser power measured on PSPD, l is the cantilever length and d is the 

distance between the cantilever and the PSPD.  

 

The relationship shown above suggests that the laser power P and the 

distance between the cantilever and photodetector d should be maximized 

and x and l  should be minimized in order to maximize s. 

 

The change of the laser spot diameter on the photodetector  depends on 

the focusing length df  as described in the  following equation(41) 

 

[3.21] 

 

Where a is the diameter of the collimated laser beam. In our system the 

focusing length df of the laser beam can be changed by using an 

adjustable tube to control the separation distance between lenses (see 

section 3.4). 

 

Eq.3.21 shows that x can be reduced by increasing the focusing length. 

The distance between the cantilever and PSPD is constant and cannot be 

changed. The laser spot diameter on the backside of the cantilever 

a
d

d
x

f
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depends on the focusing length.  Maximization of the laser spot diameter 

on the cantilever will lead to a decrease in the divergence angle of the 

reflected beam onto the PSPD resulting in decreasing the diameter of the 

laser spot on the PSPD, as shown in Figure 3.14. 

     

FIG.3.14 Change of a diode laser beam diameter focused on a cantilever results in different 

divergence of the reflected beam onto the PSPD. 

 

However, the laser spot diameter on the cantilever should not exceed the 

cantilever width because some of the power of the laser beam may be lost, 

which will attenuate the laser power incident onto the PSPD and then s, as 

illustrated by Figure 3.15. 

 

fd
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FIG.3.15 The laser beam diameter exceeds the width of the cantilever, resulting in loss of 

power. 

 

The design of the system enables us to adjust the laser spot size to fit the 

width of the reverse side of the cantilever. Consequently, the smallest 

divergence of angle of the reflected beam was acquired. As a result of the 

above optimizations, the optical lever sensitivity has been improved more 

than threefold from 145 nm/V to 53 nm/V for microlever C, twofold for 

microlever D, from 77 nm/V to 44 nm/V, and from 27 nm/V to 14 nm/V for 

the Bio-lever. Using standard multimode AFM heads it is 153 nm/V, 69 

nm/V and 38 nm/V for Levers C and D and the Bio-lever respectively.  

 

 

3.7 Correcting Power Spectral Density scale 

Power spectral density (PSD) can be used to describe the amplitude of the 

random oscillation of the cantilever, due to its Brownian motion, as a 

function of frequency. The flat part of PSD represents the white noise or 

background noise of the system related to the system electronic noise 

whereas the peaks corresponds to thermal noise of the cantilever 
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associated with its Brownian motion, Figure 3.2. In principle, as mentioned 

above, we can calculate the amplitude of the thermal oscillation of a 

cantilever by integrating the area under the peak but if PSD is scaled 

incorrectly, the measured amplitude will be incorrect. 

 

Up until this point in the study (and during the development of the CD-AFM 

system since 2003) the power spectral density of the noise had only been 

analyzed in an internally consistent manner for a particular set-up, where 

the raw deflection signal is analyzed directly by IgorPro in order to obtain 

PSD curves. It was found that this approach resulted in inconsistent 

readings when it was used to compare the PSD produced by different 

cantilevers in air and water, and between four different Multimode AFM 

heads, 1819EX, 1477EX, 1423EX and the modified CD-AFM.   

 

In Figure 3.16-A., the PSD of the cantilever thermal oscillation has been 

acquired at different deflection sensitivities (139 nm/v (red), 155 nm/v 

(green) and 170 nm/V (black) in air by changing the size of the laser spot 

on the reverse side of the microlever because the shape of the laser spot 

on the PSPD plays a significant role in increasing or decreasing the 

deflection sensitivity (42), see preceding section. 
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FIG.3.16 PSD of thermal fluctuation of the microcantilevers at different deflection 

sensitivities. (A) and (B) microlever-D in air, before and after correction of PSD 

measurements,  respectively. (C) and (D) microlever-C in water, before and after correction 

of PSD measurements respectively. 

 

It is clear that what has been acquired in Figure 3.16-A. is not correct for 

two reasons. First, the size of the laser spot affects SNR due to the change 

of deflection sensitivity, but not the area under the resonant peak of a free 

cantilever oscillation induced by thermal noise as the Brownian motion of 

the cantilever is associated with the cantilever motion not the floor noise of 

the system. Thermal noise is widely used to calibrate the spring constant of 

cantilevers; hence the absolute area under the thermal noise peak should 

vary only on spring constant and temperature. Therefore the size of the 

laser spot should not be effective. Secondly, the same curves have been 

acquired by the Nanoscope software and we observed no difference 
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between the three curves in terms of area below the curve. A similar 

observation had been noted for microlever-C in water, Figure 3.16-C. The 

thermal noise peaks should all overlay perfectly as the thermal fluctuations 

for a particular lever will always be the same given the same conditions of 

air pressure and temperature. 

 

It was found that a discrepancy existed between PSD curves analyzed on 

IgorPro and captured externally via LabView and those measured by the 

NanoScope software. To overcome this problem, two steps were taken. 

First, we used the deflection sensitivity value measured independently by 

LabView and rejected the value measured via the Nanoscope software. 

The deflection sensitivity is the standard for the Nanoscope software. 

Since we aim to determine the optical lever sensitivity accurately and 

Labview records the signal via an external capture card, the optical lever 

sensitivity should be read by the same circuit and software. We proposed 

that the optical lever sensitivity must be measured outside of the 

Nanoscope software due to consistent errors in the measurements found 

when using the sensitivity determined within the AFM software.  

 

Using Labview via the external circuit, the deflection signal and low voltage 

Z (LVZ) signal (the drive signal for the vertical motion z-piezo) were 

recorded, the deflection signal was converted into volts and the LVZ into 

meter (using the piezo calibration) to obtain the force-distance curve 

independently of the Nanoscope software, Figure 3.17. Using the new 

values the real deflection sensitivity is obtained, in nm/V, and was found to 

be consistently different to the value measured by the Nanoscope 

software.  
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FIG.3.17 Deflection sensitivity acquired by LabView. The output voltage of the photodetector 

is plotted against the movement of the piezoscanner. The slope of the contact line represents 

the deflection sensitivity. 

 

Second, IgorPro software can plot a PSD curve by acquiring raw data 

directly from LabView software. The compatibility between IgorPro and 

LabView software is in doubt due to errors in PSD curves obtained for the 

cantilever. In order to avoid that, we proposed the use of PSD function 

independent of LabView.  

 

The new data obtained by the proposed acquisition method was sent to 

IgorPro for PSD analysis, and the noise curve now shows a good 

agreement with that expected (Figure 3.16-B and D). The thermal noise 

peaks all overlay precisely, despite measurements being taken on different 

heads and the deliberate placing of the laser beam in different positions on 

the free end of the cantilever to achieve different deflection sensitivities. 

Moreover, the white noise can now be measured absolutely, with 
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3.8 Further Improvements in the single to noise 

ratio 

In this section, my experimental efforts are aimed at further reduction of the 

noise floor of the CD-AFM system. As described above, the flat part of 

PSD curves represents what is called white noise or floor noise of the 

system. The CD-AFM head employs the optical beam deflection method 

(OBD) to sense the bending of the tip. The use of OBD involves 

contributions of non-thermal noise sources to optical noise measurements.  

 

3.8.1  Shot and hop noise 

A major noise source in OBD is shot noise generated in the photodiode 

and caused by the random fluctuations of the number of photons that 

arrive at the detector. Shot noise is considered white noise. For the OBD 

method, the power spectrum of shot noise can be given by (41) 

 

shn
0

2

3 P

e

d

x




                                                             [3.22] 

Where,  , d , e, , , x and P0 are the cantilever length, the distance 

between the cantilever and the position sensitive photodetector (PSPD), an 

electron charge, the conversion efficiency of photodetectors from light to 

current, the attenuation of laser power in its optical path, the diameter of 

the laser spot on PSPD and the laser power output, respectively. 

 

Eq.3.22 predicts that shn  reduces with decreasing the length of the 

cantilever and increasing laser power. Since the photodiode shot noise is a 

major source of white noise in the OBD system, we will assume that the 

flat line of the deflection power spectrum is a measure of shot noise.  
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The experimental setup enables us to control both the laser power of the 

diode laser (HL6722G-Hitachi 5mW, 670 nm) and the diameter of the laser 

beam. Figure 3.18 demonstrates the dependence of the shot noise 

spectrum density on laser power. The laser power increase implies a 

decrease in the white noise spectrum. Thus, SNR will increase. The 

cantilever with a longer length, 320 μm, illustrates higher noise level than 

that with a shorter length, 220 μm, Figure 3.18-A and B. However, when 

laser power exceeds 6 mW white noise level shows an increase. 

 

FIG.3.18 The output of laser power dependence of the microlevers deflection noise density 

measured in water by the CD-AFM head. (A) microlever-D, (B) microlever-C 

 

The deflection noise increase that occurs beyond 6 mW introduces a new 

contribution to the overall noise level associated to the particular laser. 

This is due to a contribution from the mode hop noise of a diode laser, 

arising from fluctuations of the laser diode intensity. Under some 

circumstances, such as operation of a diode laser at high power, an 

instability of diode laser wavelength results in the optical intensity of the 

laser diode output fluctuating, causing oscillation of the laser spot on the 

PSPD, which is termed mode-hop noise (43). From Figure 3.18 it can be 
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seen that the laser can be driven too hard. The laser power was therefore 

reduced to the point just before mode-hop noise becomes apparent. So 

although this improved the random noise levels, it was not possible to 

further increase the laser power because of an increase of mod- hop noise. 

As a result, the laser power was set to 6 mW. In contrast, at low laser 

power quantum noise (intensity fluctuation of laser beam induced by 

spontaneous emission inside the laser cavity) becomes the dominate 

source of noise(44). 

 

As mentioned in section 3.6, improvement of deflection sensitivity will help 

to increase the SNR. Thus, the deflection sensitivity (s) has been optimized 

prior to amending the laser power. In Figure 3.18-A., the noise level was 

optimized to be around 800 fm/√HZ in water, whereas in a normal AFM 

head it is more than 3000 fm/√HZ. Although we used a 5 mW diode laser 

with the CD-AFM head and the multimode head uses 1 mW, the maximum 

SUM (the sum of outputs voltage of the PSPD segments measured by 

PSPD of the CD-AFM head) is less than that measured by a normal head. 

There are several reasons for the poor SUM. One is that the attenuation of 

laser power is due to transmission through the optical fiber, power 

combiner and optical lenses used to bring the beam to the tip. A second 

reason is a large gap between the photodiode segments that is not smaller 

than the diameter of the laser spot on the PSPD. In addition, some of the 

670 nm laser power is being lost through the dichroic mirror. Finally, the 

laser spot size may be too large, so that a proportion of the laser power 

spills over the edge of the cantilever. 

 

 

3.8.2  Effect of optical fibre on the noise level 

The optical fibre used in this experiment is a potential source of noise. It is 

a single mode fiber which may lead to an increase in white noise which 
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then deteriorates the SNR. The reflection of the beam at the end of the 

fiber results in fluctuations of laser intensity and so generates optical 

feedback noise(41, 44). Moreover, the use of single mode fiber diminishes 

and attenuates the laser power, Figure 3.19. However, this is partially 

compensated by the advantages of using the single mode optical fiber 

which is the best way to get a high quality laser beam with small 

divergence, aberration and a circular cross section. (44) 
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FIG.3.19 The current dependences of output power of HL6722G diode laser (LD1). The laser 

power measured before (direct) and after (at the tip) attenuation of the single mode fiber. 

 

 

3.8.3  Noise generated by interference of the laser radiation 

Although the noise source related to vibrations of the building is excluded 

by mounting the system on a vibration-free solid base, optical interference 

of the  laser beam reflected from the surface and laser beam reflected from 

the back side of the cantilever can also have an effect on the level of the 

system floor noise, Figure 3.20.  
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FIG.3.20 Interference of the laser beam reflected of the cantilever with that reflected of the 

sample surface. 

 

The contribution of interference can be minimized by reducing laser power 

incident on the surface and the laser spot size on the cantilever. The 

diameter of laser spot dependence of the measured intensity of laser spot 

is illustrated in Figure 3.21. The optics used in the CD-AFM head shows 

that 85% of power falls away within 10 µm from the center of focus. Taking 

into account the width of the cantilever, 30-50 µm, and the experimental 

setup, which enables us to control the size of laser spot, the amount of 

power reaching to the sample surface is negligibly small so the additional 

improvement of SNR can be achieved by adjusting the size of spot to fit 

the width of the cantilever. 
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FIG.3.21 Laser spot radius dependence of the power loss of the laser spot on the cantilever. 

85% of the spot power falls away at radius of 10μm. 

 

Finally, to demonstrate the effect of reducing the noise related to the 

detection system, we have acquired PSD curves of a microcantilever,       

Figure 3.22, with different Multimode AFM heads, 1819EX, 1477EX and 

the modified CD-AFM.  In order to cancel out the large effect of cantilever 

deflection sensitivity on noise level (see preceding section) the deflection 

sensitivity was adjusted to be constant as possible between experiments 

(in the range 90-100 nm/V). All the AFM heads show an identical level of 

thermal noise as expected but a variation of white noise level. The 

thermodynamic noise is independent of the AFM head used in the 

experiment, but the white noise is a measure of the system floor noise that 

depends upon the AFM head components. Since the CD-AFM head has 

the lowest level of the white noise compared to the others, the steps have 

been taken to decrease the noise are effective. The figure shows clearly 

the white noise level does not only depend on the deflection sensitivity.  
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FIG.3.22 The deflection density noise of detection systems acquired by three AFM heads. The 

level of thermal nose is identical for all the heads under investigation. However, the CD-AFM 

head has the lowest level of floor noise among them. 

 

3.9 Effect of white noise level on efficiency of the 

damping level of thermal noise. 

 

Keeping a high signal to noise ratio (SNR) is essential for a number of 

reasons. Firstly, the resolution of AFM is not just limited by the 

thermodynamic noise generated by Brownian motion of the AFM 

cantilever. The floor noise (white noise) of the AFM detection system can 

set a limit on force resolution(44). In the case of a stiff cantilever the floor 

noise is the most predominant noise source but when the stiff cantilever is 

replaced by a softer one the thermodynamic noise becomes the dominant 

source.   
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Secondly, the 780 nm diode laser exploited to suppress the thermal 

oscillations of the cantilever relies on the output of a 670 nm diode laser 

used in the optical lever detection system, which is then fed into the 

feedback circuit to control damping levels. Therefore, if the deflection 

output signal of the 670 nm laser is contaminated with other noise arising 

from the deflection sensor (the random white noise background), the 

achievable damping level will be limited by this noise. The feedback 

system is therefore working to reduce noise that is not present 

mechanically, thereby inducing actual deflection fluctuations across the 

frequency spectrum where none previously existed. We cannot just filter 

out this random noise from the final data because we will be driving the 

lever with real fluctuations, and we cannot filter out the noise in the 

feedback circuit, because filters introduce phase lags in the system, 

particularly around the cut-off frequency, and phase lags are extremely 

detrimental to high speed feedback circuits. The white noise must therefore 

be reduced in the feedback system by increasing the SNR of the optical 

level detection system. Thus, optimization of the SNR improves the 

efficiency of the damping mechanism. As can be seen in preceding 

sections the white noise was improved, so the damping efficiency will 

increase. 

  

In order to prove this idea, the damping level of the fundamental resonant 

peak of the cantilever, induced by thermal oscillation, has been obtained at 

different levels of white noise. The thermal noise of microlever-C was 

dampened by the radiation feedback force system. The same setup of the 

cancellation system, and the level of white noise as described in section 

3.4-3.8, were used. It is clear that the efficiency of the cancellation system 

used to suppress the thermal variations of the cantilever depends on the 

noise of the deflection system, Figure 3.23 and 24. 
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FIG.3.23. Power spectral density of a damped microlever C in water at different levels of 

floor noise of the CD-AFM head. The first peak represents the damped fundamental mode of 

the cantilever thermal noise and the flat line corresponds floor noise of the CD-AFM head 

(white noise).  The level of damping of the thermal noise improves as a result of reducing the 

level of white noise. 

 

FIG.3.24 White noise dependence of the level of damping of the thermal peak of microlever-

C, in water, measured using  Figure 3.23. 
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In principle, the floor noise of the system sets a limit for the maximum 

achievable reduction of the thermal noise. Our study on different 

cantilevers confirms that conclusion and the limit of damping level would 

be optimized more if the system white noise is further minimized. For 

example, the diode laser (LD1) can be replaced by a more powerful one. 

Moreover, we could change the PSPD so that it works more efficiency with 

a smaller laser spot size. 

 

 

3.10 Effect of PI parameters on the damping level 

The feedback control system is at the heart of any system built for process 

control techniques. Despite the diversity of process control systems, most 

feedback systems are based on proportional-integral (PI) control  due to its 

effectiveness and ease of use (45). The optimal values of PI are required 

to keep the system stable and to achieve the best performance of the 

system and then the optimum level of damping.  Too high values of PI 

result in unstable oscillation of the cantilever and the lower ones may 

weaken system performance (section 3.11).  Thus, to maintain the chosen 

setpoint constant and to achieve the best feedback performance the PI 

values should be chosen or adjusted carefully. 

 

Cantilever motion may be damped through the selection of an appropriate 

value of gains. Therefore dozens of microlevers and Bio-levers have been 

studied and hundreds of P and I values were investigated, on a trial and 

error basis, in order to find the optimal values of PI. It was found that 

values of proportional gain (P) must be tenfold greater than the measured 

values of integral gain (I).  

 

PI 1.0                                                         [3.23] 
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This finding helps to save time during experimental setup, which takes 

between 1 and 2 hours. Moreover, the PI values were found to vary 

depending upon the cantilever. The optimal PI values for cantilever type C 

in water are P=21 and I=2.1, whereas they are P=26, I=2.6 for cantilever-D 

and P=24, and I=2.4 for the Bio-lever. 

 

 

3.11 Cooling cantilevers using radiation force 

controlled via PI controller 

 

Reducing the thermal vibration of an AFM cantilever by an active feedback 

system can be considered as identical to cooling, where the thermal 

vibration of a cantilever is proportional to its temperature. According to the 

equipartition theorem, a reduction of the lowest mechanical vibration mode 

of the cantilever is equivalent to decreasing the energy associated with the 

thermal motion of the cantilever, thereby decreasing its temperature.  

 

The mechanism of cooling using optical force is based on the concept that 

light exerts a force when it is reflected or refracted by an object. In the case 

of 100% reflection, the force applied by optical force would be 7 pN/mW. 

For the cantilevers used in this experiment this force is sufficient, Table 

3.1.  
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Table 3.1 Amplitude of thermally induced oscillations and equivalent noise on force 

measurements for three cantilevers (obtained experimentally). 

Cantilever 

Spring 

constant, k 

 

 

(pN/nm) 

RMS amplitude 

thermal 

oscillations 

(nm) 

 

Peak-

peak 

Amplitude 

(nm) 

 

RMS noise on 

measured 

force 

(pN) 

D 30 0.37 1.3 11 

C 10 0.64 3 6.4 

Biolever-A 6 0.83 5 5 

 

 

Eq.3.5 presents a simple description of cantilever motion.  For simplicity, 

we consider the cantilever as a simple harmonic oscillator immersed in a 

viscous fluid and excited by thermal noise. In the case of an external force 

exerted onto the cantilever to counteract its thermal displacement, Eq.3.5 

can be rewritten by taking into account the magnitude of the resultant 

forces,  , that represents the external force and the exciting thermal force 

so the motion of the cantilever is approximated by 

 

 )(
)()( 0

2

2

tkZ
dt

tdZ

Q

m

dt

tZd
m


                                       [3.24] 

 

The value of   relies on the amount of power deposited onto the backside 

of the cantilever to minimize the Brownian motion of the cantilever. Thus, a 

decrease or an increase in laser power depends on positional changes of 

the cantilever. The solution of Eq.3.24 is that of Eq.3.6 with modified 

resonance frequency and quality factor due to the impact of the external 

force. Assuming that   is frequency independent, the mean square of the 

damped amplitude of the cantilever for frequencies in the vicinity of the 

resonance frequency is 
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Here,
2

22



Q
 represents the value of power spectral density of the 

cantilever oscillations at its resonance peak in frequency domain.   

 

In this experiment, the thermal noise amplitude of higher vibration modes 

of the cantilever is neglected with respect to its first mode thermal noise. 

This assumption is justified due to the thermal noise of the second flexural 

mode being smaller than  the first flexural mode noise by 250 times(7).  

Therefore, our measurements will be focused on the first mode. The 

magnitude of the thermal oscillation of the cantilever can be determined by 

integrating the area under the first peak corresponding to the first mode of 

the power spectrum curve. 

 

Figure 3.25 shows the thermal noise spectra obtained for the free end of 

the microcantilever C (k=10 pN/nm) in water. The red curve corresponds to 

the free thermal oscillation of the microlever whereas the curves (blue to 

black) are obtained for damped thermal noise at different PI gains. The 

variations of the damping level of thermal noise amplitude show the 

importance of choosing adequate PI gains. Obviously, the magnitude of 

thermal noise depends on gain values. 
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FIG.3.25 Power spectral density of the thermal noise of microcantilever C, 10pN/nm, in 

water. Red color corresponds to undamped oscillations of the microlever, feedback circuit is 

off. Others colored spectra correspond to the feedback circuit tuned at different PI gains. The 

inset shows the log scale of the curves 

 

The thermal oscillation of the microlever is reduced when the feedback 

force is turned on. The value of the main peak of the power spectrum curve 

of thermal noise reflects the magnitude of the cantilever's thermal 

oscillation that decreases significantly from 
Hz

fm31017  to

Hz

fm3103.2  . The RMS value of that oscillation can be calculated by 

integrating the area under the peak. The measurements show that the 

RMS is minimized by a factor of 7, from ~6 Å to ~0.9 Å.  Thus, the 

temperature corresponding to the measured RMS falls from room 

temperature of 300 K to ~5 K.   

 

Figure 3.25 exhibits a slight shift in the resonance frequency of the 

fundamental vibration mode when applying the feedback. The frequency 
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shift increases upon decreasing the thermal oscillation of the cantilever. 

This is due to asymmetric damping. One side of the thermal peak is 

damped slightly more than the other. The system damps lower frequencies 

more efficiently than higher frequencies, hence an apparent shifts to higher 

frequencies.  

 

The direct amplitude of thermal fluctuations of the cantilever in real time is 

displayed in Figure 3.26.  The uncertainty of the microlever position before 

applying the feedback force was ~3 nm, peak to peak. However, this value 

declines to ~ 0.4 nm when the feedback circuit is turned on. The noise is 

filtered at a cut-off frequency of 4 kHz to eliminate high electronic noise. 

The filtration of the output of deflection signal excited thermally is crucial in 

order to extract the actual vibrations of the microcantilever.  

 

If force sensitivity of a cantilever is just limited by thermal noise, the 

minimum detectable force is given by 

 

0

2






Q

Tkk
F B 
                                                                         [3.26] 

 

Thus the RMS of force associated with thermal motion of the microlever C 

is ~6 pN which is in agreement with the value inferred from Figure 3.26. 

The RMS of force sensitivity is improved approximately more than six-fold 

to be <1 pN. On the other hand, the uncertainty of force, peak to peak, 

related to Brownian motion decreases more than seven folds to be ~4 pN, 

starting from approximately 30 pN.       
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FIG.3.26 The noise in force and position of the microlever C after (black) and before (red) 

turning on the radiation force feedback unit. 

 

Measurements of the Biolever-B (k=~6 pN/nm) thermal noise taken either 

via Figure 3.27 or 3.28 reveal similar behavior to microlever C. Fluctuations 

of the Biolever position, peak to peak, is considerably minimized from 5 nm 

to no more 0.3 nm. The root mean square of the Biolever thermal 

displacement, extracted from Figure 3.27 or 3.28, is ~0.1 nm and this 

corresponds to ~3 K. 
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FIG.3.27 Power spectral density of thermal noise of the Biolever, ~6 pN/nm, in water, before 

(black) and after (red) turning on the thermal cancellation system. 

 

Furthermore, the uncertainty of position related to the Biolever is 

optimized. The uncertainty of force resulting from thermal fluctuations of 

the free end of the Biolever, peak to peak, is 40 pN and 4.5 pN in RMS, 

but, these values are improved by using our system to be ~2 pN peak to 

peak and ~0.8 pN in RMS.  
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FIG.3.28 The noise force and position of the Biolever after (black) and before (red) turning 

on the radiation force feedback unit. 

 

A microlever with higher resonance frequency and stiffness was also 

studied. Microlever D (k=~30 pN/nm) is less prone to thermal noise due to 

its high stiffness compared to the previously studied cantilevers. However, 

we applied feedback radiation force to it in order to widen the range of 

studied cantilevers. 

 

Figure 3.29 shows that the PSD of cantilever D has dropped from 

Hz

fm3108.5   to 
Hz

fm3103.2   using radiation feedback.  
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FIG.3.29 The PSD of thermal noise of microlever-D in water, before (red) and after (black) 

turning on the thermal cancellation system. 

 

The fluctuation of position and force was minimized to be ~0.3 nm and 11 

pN, peak to peak, respectively, Figure 3.30. The RMS of force noise was 

around 7 pN. 
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FIG.3.30 The noise force of microlever-D after (black) and before (red) turning on the 

radiation force feedback unit. 

 

The ultimate performance of the feedback damping in terms of reduction of 

fluctuation amplitude is almost the same as with the Biolever and 

microlever C, reducing to a peak to peak amplitude of around 3 Ǻ.  

 

Figure 3.31 illustrates the noise spectrum of the laser signal used to damp 

the thermal oscillation of cantilever C. Comparison between the noise 

spectrum of the laser signal and noise spectrum of the cantilever motion 

shows that our feedback system has improved its ability to follow properly 

the changes of the cantilever position acting to maintain the setpoint 

constant. PSD of cantilever motion and laser power fluctuations shows two 

peaks corresponding to the first and second flexural mode of the 

cantilever, ~1 KHZ and 12 KHz respectively.  
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FIG.3.31  PSD of laser signal used to damp the thermal noise of the mircolever C. 

 

 

3.12 Conclusion 

The central motivation behind the system is to reduce the effect of the 

thermal noise and deflection instabilities, on both spatial and force 

measurement of soft AFM cantilevers. The improvement in a spatial or 

force resolution could open up the door for more applications of the AFM 

cantilever. For example, in order to gain a full dynamic force spectrum, the 

force must be applied at differing loading rates. Unfortunately, the 

compliance of the cantilever will limit the maximum accessible rate at 

which the force is loaded onto the construct (detailed discussion in the 

following chapters).    

Using the CD-AFM system, we have directly demonstrated that the thermal 

noise related to a cantilever Brownian motion in water is effectively 

minimized to approximately 0.3 nm, peak to peak, and the force 

uncertainty resulting from the thermal noise has been reduced to 2 pN, 
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peak to peak, whereas RMS is less than 1pN. This high level of damping 

has been achieved as a result of the improvements in the system floor 

noise.  As far as we know, this experimental setup is the first successful 

attempt to cool the softest two available cantilevers commercially in a liquid 

ambient by using just the optical beam deflection system to less than 3 K.   
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Chapter 4 
Calibration of laser power 

 

 

 

 

4.1 Introduction 

Force distance curves are normally acquired by measuring the deflection 

of a cantilever as it interacts with a surface. Calibration of the force is a 

relatively straightforward matter, involving measuring the spring constant of 

the cantilever and multiplying by the measured deflection.  

 

In section 3.1 we introduced the concept of locking a cantilever. CD-AFM 

was used to damp the thermodynamic noise associated with the 

cantilever's Brownian motion. The change of LD2 intensity used to 

suppress the thermodynamic noise is proportional to changes of the 

cantilever position, so it can be employed to suppress not only the 

thermally driven deflection, but also lock ‗‘any‘‘ cantilever motion 

experienced during a force distance curve. The CD-AFM system attempts 

to keep the cantilever deflection at the reference level by increasing or 

decreasing laser power. In other words, the microlever has zero 
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compliance. A method is therefore required to convert laser power into 

applied force. As discussed in the preceding chapter, the motion of the 

cantilever (10 pN/nm) is locked with root-mean square fluctuation ( z ) of 

<0.1 nm. Therefore, forces cannot be acquired by the deflection signal as 

those forces were balanced by optomechanical forces leaving the 

magnitude of deflection zero. 

 

In order to circumvent this problem we proposed taking advantage of 

changes in laser diode2 (LD2) intensity, employed to suppress the 

mechanical noise of the lever, instead of the deflection signal. Fluctuations 

in laser intensity reflect the locked cantilever fluctuations (in chapter 3 I 

showed that the oscillation of LD2 follows the deflection of the cantilever 

precisely). 

 

One attraction of using the LD2 signal is that dealing with electronic noise 

associated with laser signal is much easier than mechanical noise arising 

from real instabilities of the cantilever position. Electronic noise masks the 

real signal which can be hidden beneath it. The signal is intact and can be 

recovered by reducing the level of electronic noise either by using a 

suitable filter or preventing the noise from being introduced. In contrast, 

mechanical noise such as instability in an AFM cantilever (thermodynamic 

noise illustrated in chapter 3 and the jump-in will be explained in chapter 5) 

may distort the signal. Force measurements using AFM depend on sensing 

the interactions by a flexible cantilever. If the amplitude of random 

fluctuations is comparable to the real signal, the real signal cannot be 

recovered.  

 

The conversion of the laser power into force was a challenge due to the 

forces acting on the cantilever arising from two sources; photon and 

photothermal forces. The photon force (radiation force) relies on the 

principle that when a photon reflects from a surface, it undergoes a change 
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in its momentum (Mm). According to Newton‘s second law, a change in the 

momentum results in a force on the surface, which leads to the radiation 

force Frad. 

                                     dt

Md
F

m

rad






                                                                 [4.1] 

 

When a photon hits a surface, it may be absorbed or reflected. If a photon 

is reflected elastically, it will rebound with the same magnitude of 

momentum but in the opposite direction. Therefore, the momentum 

transferred to the surface is double that of the incoming photon. 

 

                                      mtotalm MM 2                                                       [4.2] 

 

In practice, the radiation force exerted on a surface is less than that 

calculated theoretically because a fraction of the photons may be absorbed 

by the surface. If the quantum treatment of photon is taken into account, 

thus, the momentum (Mm) of photon can be described by  

                      

                                                                 [4.3] 

 

Where W is the energy of photon and c is the speed of light. 

 

Therefore, the exerted force on the surface by photon force with normal 

incidence of the laser beam and 100% reflectivity of the metal-coated 

backside surface of cantilever is given by 

 

                                          c

P
Frd

2
                                                                   [4.4] 

Where P is the laser power. 

 

c

W
M m 
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Based on Eq.4.4 the applied force by laser power is 6.7 pN per milliwatt 

(6.7 pN/mW). In terms of a cantilever with stiffness 10 pN/nm, the laser 

radiation force applied by LD2 (maximum laser power= 50 mW) can be 

enough to oppose the force generated by Brownian motion of the 

cantilever, ~30 pN . 

 

The second source of the force acting upon the cantilever is that resulting 

from the absorbed fraction of photons. When the metal-coated backside of 

the cantilever is illuminated by a radiation source, a small fraction of 

radiation energy is absorbed by the surface, which results in a rise in 

temperature. This in turn, causes the cantilever to bend because of 

inhomogeneous thermal expansion of the coating film and the material of 

the cantilever, the bimetallic effect.  The force resulting from a bimetallic 

effect is called photothermal force which is due to the fact that the optical 

energy is transformed into mechanical energy via thermal energy. 

  

In this chapter we will explain how the LD2 signal can be transformed into 

force. In addition, the advantages of using the LD2 signal will be 

demonstrated with applications in the following chapters.  From now on, all 

force curves will be acquired using the laser signal instead of the 

deflection. Thus, the force calibration of laser signal is a prerequisite 

procedure for force measurements. 

 

 

4.2 Experimental setup and details 

A schematic illustration of the experiment setup is shown in Figure 4.1. The 

AFM used in the experiment is a PicoForce microscope with the CD-AFM 

head and a Nanoscope IIIa controller (Digital instruments, Santa Barbara, 

California). The cantilevers used are Silicon Nitride V-shaped Veeco 
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cantilevers; four microcantilevers (C, D, E and F) and Four NP (A, B, C and 

D). All cantilevers are coated on backside with a gold layer of 60 nm in 

order to enhance the reflectivity of the surface, for manufacture's 

specifications see Table 1. Since force measurements using CD-AFM will 

be taken in aqueous solution, all calibration measurements are performed 

in Phosphate Buffered Saline (PBS) buffer at room temperature.  

 

Two diode lasers are used.  Laser diode 2 (LD2) (HL7851G, 50 mW, 780 

nm, Hitachi) is for driving the cantilevers at different frequencies and 

amplitudes whereas Laser diode 1 (LD1) (HL6722G-Hitachi 5mW, 

Edwards Optics, 670 nm) with a constant intensity is for position sensing. 

The laser beams were directed into the CD-AFM head using a single mode 

optical fiber and then focused on the back side of the cantilever with a 

radius of m20  using an adjustable pair of lenses, explained in chapter 3. 

 

 

FIG.4.1 Experimental setup; see the text for details. 
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The intensity of LD2 laser was modulated using a laser driver (DBDL 200 

T/S, Microlaser Systems) capable of modulating LD2 up to 50 mW and 

with frequency ranging from 0 to 2 MHz. Despite the peak value of LD2 

power being 50 mW, the laser power intensity measured at the tip is half of 

50 mW due to attenuation along the optical path. The laser driver is directly 

driven by a sinusoidal voltage generated by a programmable function 

generator (Thurlby Thandar Instruments, TG1304) with peak voltages from 

500 mV to 1300 mV. Consequently, the intensity of LD2 on the free end of 

the cantilever varies sinusoidally with the driving signal at different 

frequencies. All sinusoidal oscillations of the cantilevers were driven with a 

DC offset of 0.7 V at which the laser diode is driven at approximately half 

its maximum output.  

 

The cantilever position was detected with the standard optical beam 

deflection method using LD1, and the resulting voltage measured with a 

PC equipped with a data acquisition card (National Instruments, Austin, 

Texas) controlled via a home-built software using Labview 6 software. The 

deflection signal of the cantilever is recorded with a sampling rate of 50 

kHz and then converted from volts to meters using the deflection sensitivity 

(nm/V) obtained by LabView (explained in chapter 3 section 3.7). The data 

was analyzed using IgorPro software (Wavemetrics, Lake Oswego, 

Oregon,USA).  

 

 

4.3 Result and discussion 

It is the principle function of an AFM cantilever to deflect when a 

mechanical force acts upon it. The change of the cantilever position is 

detected and then converted into force via Hooke‘s law. 
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However, the deflecting force may originate from another source. For 

instance, the optomechanical force due to interaction of light with the 

cantilever beam, Figure 4.2.  

 

FIG.4.2 Deflection of a cantilever when its free end is subject to a constant load. 

 

The interaction of laser radiation with the cantilever is through a 

mechanical response excited by both the reflected and absorbed photons. 

The absorbed photons raise the beam temperature and then movement 

occurs due to bimetallic effect (photothermal effect) (1). Figure 4.3 and 

Table 4.1 show that the cantilever bending induced by both reflected 

photons and bimetalic effect is proportional to laser power. For instance, 

microcantilever C with spring constant of 10 pN/nm deflects approximately 

6 nm per mW of laser power. It is worth noting that 15 mV≡1 mW, Figure 

4.4.  

Z
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FIG.4.3 Deflection of cantilevers as function of  DC driving voltage in PBS. 
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FIG.4.4 The relationship between the driving voltage and the output of laser power. 
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Table  4.1 Summary table of the results of eight cantilevers. 

 

Probe 

Manufacturer’s 

nominal stiffness 

 

 

(Nm-1) 

Manufacturer’s 

nominal  length 

 

 

(μm) 

Deflection           

with respect  

to driving  

voltage 

(nm/mV) 

Force 

sensitivity 

 

 

(pN/mV) 

Microlever-C 0.01 320 0.4 4 

Microlever-D 0.03 220 0.3 9 

NP-D 0.06 196 0.109 6.5 

Microlever-E 0.1 140 0.1 10 

NP-B 0.12 196 0.12 14.4 

NP-C 0.32 115 0.072 23 

Microlever-F 0.5 85 0.05 25 

NP-A 0.58 115 0.075 43.5 

 

However, the higher than expected value of bending cannot be solely due 

to reflected photons (photon force) for a number of reasons. First, the 

cantilever deflection due to photon force should be proportional to the 

cantilever stiffness alone, as photon force is independent on the cantilever 

physical properties. A comparison of deflections of eight cantilevers used 

for the measurements with different stiffness and length illustrated in 

Figure 4.3 and Table 4.1 show that the bending of the cantilevers is not 

proportional to their stiffness. For instance, NP-D and NP-B cantilevers 

almost have a similar deflection, although NP-B is double the stiffness of 

NP-D.   

 

Second, the force due to photon force, 6.7 pN/mW, is too small to cause 

such a deflection. Using Hooke‘s law for cantilever C, the deflection due to 

the reflected photons should be no more than 0.7 nm/mW≡ 0.5 Å/mV, 

contrary to results shown in Table 4.1. 
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Thirdly, the values of force sensitivity (applied force per driving voltage) 

show remarkable differentiation, although they should be similar due to the 

use of constant DC laser power.  

 

It became apparent that the bimetallic deflection of the cantilever 

contributed the most to the bending of the cantilever. However, the force 

generated by the bimetallic effect at the end of a cantilever cannot be 

measured by Hooke‘s law. This poses a challenging problem in the 

calibration process because analysis of a cantilever deformation under 

thermal loading is problematic and complicated (2). To experimentally 

measure the force and overcome the obstacle associated with the thermal 

deflection, two approaches were proposed. Both of those approaches will 

be described in the following sections. 

 

4.3.1 Static method 

The schematic diagram of the static method is depicted in Figure 4.5. Two 

opposing cantilevers are used; bimetallic and non-bimetallic.  The non-

bimetallic cantilever (a reference lever), is uncoated, thus unaffected by 

bimetallic action. The use of this cantilever is to counteract the thermally 

induced deflection of the bimetallic one. The bimetallic cantilever is placed 

on the backside of the reference cantilever. The resulting force felt by the 

reference cantilever is the resultant of the photon and photothermal forces. 

The reference cantilever deflects in response to the bending of the 

bimetallic cantilever, Figure 4.5. 

 



147 

 

 

FIG.4.5 Schematic representation of the use of non-bimetallic cantilever to measure the 

thermal force acting on a bimetaliic cantilever. 

 

The resistance of the reference lever to the applied loading (photothermal 

force) counteracts the bimetal cantilever deflection. The resistance is 

proportional to the loading applied and the reference lever stiffness. Thus, 

the photothermal force can be calculated by finding the countering force 

required to prevent the reference cantilever deflection (3). Therefore, 

Hooke‘s law is valid in an indirect way. For this, the effective force could be 

measured easily if the stiffness (k) and the deflection of the reference lever 

(Δz) are known. The true deflection of the reference cantilever due to the 

photothermal force is equal to (Δz) and found by subtracting the deflection 

of bimetallic cantilever with and without the reference cantilever. 

Consequently, the conversion factor from Volts to Newton can be found by 

plotting the driving voltage against the resulting force. 

 

However, the use of a reference cantilever to measure the photothermal 

force has many difficulties. One of the disadvantages associated with this 

approach is that the use of a reference lever requires a tedious process of 

positioning the free end of the bimetallic lever onto the backside of the 

z
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reference cantilever. The free end of the bimetallic cantilever,  which 

represents the load, may be applied far away from the end of the reference 

cantilever resulting in substantial error in the estimated force due to error in 

the reference cantilever spring constant(4) or torsional bending when the 

load is placed away from the cantilever midline(5). Due to this difficulty, the 

static method was abandoned and a more reliable method developed, as 

described in section 4.3.2. 

 

4.3.2 Dynamic method 

The excitation of a cantilever using an intensity- modulated laser beam is 

not new and has been demonstrated by several researchers (6-10).  A 

particular vibration mode of a cantilever can be excited by focusing a 

power modulated laser on the cantilever. The laser illumination of the 

cantilever results in actuation of the cantilever mode either by photon or 

photothermal forces (11).   

 

Here, we demonstrate for the first time, to our best knowledge, a V shaped 

cantilever actuation. One advantage of our system is that it allows us to 

modulate the AFM cantilevers with a wide spectrum of amplitudes and 

frequencies without the use of additional equipment. An example of 

application is to use the cantilever as a chemical sensor to detect  masses 

in the range of 10-18 gm(12). In spite of the apparent advantage of using 

our system in applications that require cantilever actuation or modulation, 

we will focus on the calibration of the laser power. 

 

The performance of the setup was demonstrated by actuating three V 

shaped cantilevers. Microcantilevers C, D and E. The cantilevers were 

immersed in PBS buffer. The modulated intensity laser acts at the free 

end, Figure 4.6. The effective force is the resultant of photon and 
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photothermal forces. Therefore, it is important to note that the effect we are 

interested in is the resulting oscillation of the cantilever regardless of the 

mechanism by which the laser actuates the cantilever. We need to 

determine the relationship between the laser power and the mechanical 

response of the cantilever and then model this relationship. 

 

 

FIG.4.6 Cantilever is driven by a modulated-intensity laser focused on its free end. 

 

The cantilever spring constant was independently measured using the 

thermal noise method (see chapter 2). The cantilever was irradiated by 

different constant (or DC) magnitudes of laser power, and each time the 

value of its stiffness was measured. This approach is valid as the DC laser 

power changes the position of cantilever and does not interfere with its 

dynamic motion due to thermal noise.  The DC laser power causes a shift 

in the average position of the oscillating cantilever. The value of spring 

constant did not change and accordingly, the amount of LD2 power 

deposited on the cantilever does not modify its spring constant or resonant 

frequency, only its equilibrium position.  

 

Figure 4.7 shows the mechanical response of mirocantilever C with 

stiffness of 10 pN/nm, excited by a sinusoidally modulated laser (LD2) at 
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different frequencies. Both the driving signal and the resulting motion of 

microlever C have the same frequency and can be modeled as a driven 

harmonic oscillator. The amplitude of the cantilever oscillation can be 

readily found using Figure 4.7. 

 

 

FIG.4.7 Cantilever C is actuated by intensity –modulated LD2, the driving signal of LD2 

(red), 600 mV peak to peak,  the resulting motion of the cantilever(black), at different driving 

frequencies: (A)900 Hz (B)100 Hz (c) 25 Hz (D) 5 Hz. 
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Figure 4.8 is a plot of the cantilever oscillation amplitude as a function of 

the driving voltage of LD2 at nine driving frequencies. It is obvious the 

resulting amplitude of the cantilever oscillation is frequency–dependent. 

For example, the resulting amplitude of the cantilever oscillation was found 

to be 0.23 nm/mV at a driving frequency of 1 Hz but this value drops to 

0.08 nm/mV at 50 Hz. 

  

 

FIG.4.8 Dependence of the resulting amplitude on the driving voltage for the microlever  

 

4.3.3  Modeling the cantilever oscillation 

To model the cantilever oscillation in the light of a driven damped harmonic 

oscillator model, six approximations should be taken into account. First, the 
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effect of Brownian motion is not dominant and can be neglected in our 

calculations. Second, the two forces (photon and photothermal forces) 

acting on the cantilever are a periodic force. This assumption is reasonable 

because the forces originate from a modulated laser beam. The third 

approximation, the effect of hydrodynamic force can be neglected as the 

hydrodynamic effect is only detectable when the cantilever is actuated at 

velocities above 10 μm/s(13) which is higher than the most velocities (0.08-

10 μm/s) at which the cantilever is driven. Fourth, the cantilever is far away 

from the surface so the tip-surface interactions have no effect on the 

cantilever dynamics.  Fifth, the cantilever is assumed to be driven at its 

free end. Sixth, only the absolute motion of the cantilever can be 

considered regardless of the source of excitation.  

 

Therefore, the governing equation of motion for the cantilever, depicted in 

Figure 4.6, can be written as  

 

              tFtz
dt

tdz

dt

tzd
m  sin)(

)()(
2

2

                                      [4.5] 

 

Here, F is the effective force acting at the free end of the cantilever, ω , γ, 

m and k are the angular driving frequency, the damping coefficient, mass 

and stiffness of the cantilever respectively. The right-hand side of Eq.4.5 is 

the frequency-dependent force due to the laser beam being modulated 

sinusoidally. Thus, both photon and photothermal forces at the tip show a 

sinusoidal-like oscillation.  

 

In order to derive the oscillation amplitude (A) as a function of the driving 

force (F) and frequency (ω), Eq.4.5 can be rewritten using a complex 

exponential rather than sinӨ and dividing through by m. 
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    here Q is the quality factor. 
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Using,  sincos iei  , Eq.4.7 can be divided into two parts. 
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Squaring and adding Eq.4.8 and Eq.4.9 to get rid of Θ gives 
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                                    [4.10] 

 

Once the amplitude is determined (Figure 4.8) the driving force can be 

calculated from Eq.4.10. 

 

4.3.4 Calibrating laser power 

Figure 4.9 is a plot of the excitation force (computed using Eq.4.10 and the 

data from Figure 4.8) versus driving voltage. In Figure 4.9, the excitation 

force increases linearly with driving voltage, where the slope of this linear 

relationship gives the calibration of applied force with respect to driving 
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voltage (in unit of pN/mV), called from now on force sensitivity (Fs) which is 

constant for each driving frequency. 

 

  

FIG.4.9 Dependence of the resulting force with the driving voltage for microlever-C. 

 

According to Eq.4.10, if the excitation force is constant the resulting 

amplitude must decrease at driving frequencies less or higher than the 

cantilever resonance frequency (~900 Hz). However, Figure 4.8 shows that 

resulting amplitudes at driving frequencies less than the cantilever 

resonance frequency increases. This result seems paradoxical, if the 

excitation force is constant. To overcome this discrepancy, it should be 

assumed that the excitation force has more than one value and it is 

frequency-dependent.   
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In Figure 4.10, the force sensitivity (Fs) is plotted as a function of driving 

frequencies. The change in the driving frequency affects the force 

sensitivity non-linearly. It is clear that the force sensitivity of the microlever 

C can be divided into two frequency regions.  In region 1, above 300 Hz, 

the magnitude of force sensitivity shows no change, ~0.2 pN/mV, leading 

to a conclusion that the source of the excitation force in this region is not 

frequency dependent. Later, this will be shown to be the photon force.  

 

In region 2, below 300 Hz, the force sensitivity increases exponentially with 

decreasing driving frequencies leading to a conclusion that the excitation 

force in region 2 is frequency-dependent. The force sensitivity is           

~0.5 pN/mV at 50 Hz and 1.5 pN/mV  at 2 Hz. Later we will show the 

source of the excitation force in the region two is photothermal force. The 

two regions are more clearly defined when frequency is plotted using a log 

scale (Figure 4.10 inset). 

 

. 
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FIG.4.10 Dependence of force sensitivity with the driving frequency for microlever-C. The 

force sensitivity response to the driving frequencies is fitted to a triple exponential decay 

function )
)91.1(

exp()
)91.1(

exp()
)91.1(

exp(
3

3

2

2
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 rrrrFs

 where r0=0.2 pN/mv, 

r1=762.7 pN.mv, r2=0.964 pN/mv, r3=0.798 pN/mv, υ1=0.365 Hz, υ2=6.74 Hz, υ3=65 Hz and 

the driving frequency υ.  Inset shows the figure in log scale. 
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initial value (see chapter 3) the force sensitivity due to photon force 

theoretically should be approximately 0.22 pN/mV.  

 

In the previous section, the deflection sensitivity of the cantilever C with 

respect to driving frequency was shown to exhibit two regions. In       

Figure 4.11 the cantilevers D and E both show a similar behavior. In region 

1 the force sensitivity is constant and then in region 2 the force sensitivity 

increases exponentially with decreasing the driving frequency. The force 

sensitivity in region 1 is ~0.2 pN/mV. This value agrees very well with the 

calculated force sensitivity of photon force, 0.22 pN/m. This gives an 

indication that the force sensitivity limited by photon force is ~0.2 pN/mV. 
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FIG.4.11 Dependence of force sensitivity with the driving frequency for microlever-D (A) and  

microlever-E(B) 

 

Moreover, if the source of the deflecting force is just the photon force, the 

force sensitivity value must be similar for all cantilevers because it does not 
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Figure 4.11 shows the driving frequency dependence of force sensitivity for 

two cantilevers; cantilever D and cantilever E. In region1, both cantilevers 

have constant force sensitivity (~ 0.2 pN/nm). 

 

However, the effect of photothermal force of cantilevers D and E starts 

earlier than that of microlever C. For instance, the force sensitivity of the 

microcantilever D (the resonance frequency in water is 2700 Hz) increases 

at the driving frequency of 1300 Hz and at 3000 Hz for cantilever E (the 

resonance frequency in water is 4600 Hz). This difference is reasonable 

due to the variation of thermal properties of the cantilevers. 

 

As follows from the above results, the value of force sensitivity in the 

vicinity of their resonance frequency was similar for all cantilevers. This 

agreement leads to a conclusion that at particular driving frequencies close 

to and above the resonance frequency of a cantilever the exciting force is 

just photon force.  

 

4.3.6 Photothermal force limit  

In the above sections, we demonstrated that two forces cause the 

cantilever oscillations: photon and photothermal forces. Photothermal force 

has a detectable effect when the cantilever is actuated in low frequency 

regime, < 300 Hz for the microcantilever C. In this section, we will derive 

theoretically the frequency limit of the photothermal force, for cantilever C. 

For this purpose, the thermally derived deflection of cantilever C is related 

to frequency at which the heating source is modulated. 

 

Theoretically, the bending of the bimetallic cantilever (Δzheating) (14, 15), 

Figure 4.12, is given by 
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[4.11] 

                                                                                                                                                          

Where α  is the thermal expansion coefficient, E is Young‘s modulus, h is 

the thickness of the layer, ΔT is the change of the temperature and the 

subscript 1 and 2 denote silicon nitride (Si3N4) and the gold layer (Au) 

respectively. 

 

FIG.4.12 A schematic of a bimetallic cantilever used in the experiment. 

 

According to Eq.4.11 the thermal bending (Δzheating) of a cantilever 

depends on the change of the cantilever temperature, the mechanical and 

thermal properties of the cantilever. For a particular cantilever, the 

mechanical and thermal properties are constant. However, in the case of 

modulated-frequency heating source focused on the backside of a 

cantilever, the change of temperature (ΔT) is frequency-dependent(16).  
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The temperature distribution (T) within a cantilever can be described by the 

heat diffusion equation(16, 17).  
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                                                            [4.12] 

 

Where ρ   is the density, C is the specific heat (heat energy required to 

raise 1kg of a substance 1K) and λ is thermal conductivity (ability to 

conduct heat), the subscript 1 and 2 denote silicon nitride (Si3N4) and the 

gold layer (Au) respectively.  

 

As shown in Figure 4.13, the temperature distribution along the cantilever 

is a one-dimensional propagation (X-direction) due to a) the temperature 

along the cantilever width (Y-direction) being constant because the laser 

spot size is comparable with the cantilever width and b) in the z dimension, 

the thickness of the cantilever, is much smaller than the length of the 

cantilever(16). Therefore, the heat diffusion equation can be written as 
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FIG.4.13 Model geometry of a V shaped cantilever. 
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However, Eq.4.13 cannot be a complete description of the temperature 

distribution in the cantilever. A simple conclusion drawn from Eq.4.13 is 

that the speed of heat propagation is infinite. As a consequence, if, for 

example, an end of a rod is heated, the temperature of the second end 

increases simultaneously(18). In reality this not true, so to overcome this 

drawback Cattaneo proposed a modification to Eq.4.13 by introducing  the 

relaxation time (τ)(19, 20) leading to  
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The form of Eq.4.14 has a similarity to the wave equation                                  
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).  The parameters υ in the wave equation is the wave 

propagation speed. By introducing the term 
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in Eq.4.14 

Cattaneo solved the paradox of infinite speed of heat diffusion for the 

thermal wave.   

 

The relaxation time or thermal diffusion time of a cantilever can be given 

by(21, 22) 
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                                               [4.15] 

Where ι is the length of the cantilever, C is the specific heat, λ is the 

thermal conductivity and h is the thickness. The subscript 1 and 2 denote 

silicon nitride (Si3N4) and the gold layer (Au) respectively. 

 

The predicted value of τ for microcantilever C based on Eq.4.15 and Table 

4.2 is ~2 ms, for  microcantilver D and E are ~0.8 ms and ~0.4 ms 
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respectively. The conclusion that the temperature could propagate inside 

the cantilever as a physical wave when excited by a periodic heat source 

has been confirmed by many authors  (23-26). Ramos et al(16) proposed 

that the distribution may be considered as a heavily damped wave in which 

the amplitude of the temperature decays along the cantilever exponentially, 

Figure 4.14, with decay constant equal to the thermal diffusion length (the 

distance along the cantilever at which the amplitude of temperature falls to 

1/e of its origin value). 

 

The response of the cantilever to the photothermal force is subject to the 

time taken to diffuse the thermal energy along the cantilever (τ). Therefore, 

if the time taken to modulate the heating source is less (i.e., higher 

frequency) than the time for the thermal wave to propagate along the lever, 

the physical effect of the photothermal force will be negligible(24, 27).  

 

 

FIG.4.14 Propagation of thermal wave along a cantilever as a damped harmonic wave. 
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Table 4.2 Thermophysical properties of the materials used in  cantilevers C, D and E(16, 17, 

21) 

  

ρ(kg/m) 

 

 

λ(W/mK) 

 

 

C(J/kg.K) 

 

α (K-1) 

 

E(Nm-2) 

 

h(nm) 

       

Si3N4 3400 32 750 6103   
11108.1   600 

  

Au 

 

19300 

 

317 

 

130 

 

6102.14   

 

11108.0   

 

60 

 

The assumption that the distribution of temperature through the lever 

behaves as a wave leads to the solution of the equation being a function of 

the modulation frequency. Thus, when the cantilever is irradiated by a 

sinusoidally modulated  laser beam with amplitude P0 the change  in the 

cantilever temperature can be described by (28) 
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txT                                                     [4.16] 

 Where β is the absorbed fraction of the radiant power and HC is the heat 

capacity.  

 

According to Eq.4.16 the change of the cantilever temperature is frequency 

dependent. By substituting Eq.4.16 into Eq.4.11, the thermal bending of 

the cantilever can be expressed as  
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[4.17] 

 

Eq.4.17 reveals that the thermal deflection of the cantilever is frequency-

dependent. For a specific cantilever, the thermal deflection could increase 

more than tenfold when the modulation frequency of the heating source 

decreases from 900 Hz to 1 Hz.  In order to relate the thermal deflection of 

the cantilever to the driving frequency, we introduce the relative bending 

which is the thermally normalized deflection to the deflection at 900 Hz.         

Figure 4.15 is a plot of relative bending of cantilever C versus frequency. 

The relative bending of the cantilever starts to increase exponentially with 

decreasing the driving frequency below 400 Hz. These results are in a 

good agreement with the experimental results. Therefore, the deflection of 

the cantilever at frequencies less than 400 Hz is due to photothermal force.  
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FIG.4.15 Theoretical relative deflection of cantilever C as function of laser beam modulation 

frequency, calculated using Eq.4.17 and normalized to the bending of the cantilever at 900 

Hz. 

 

 

4.4 Conclusion 

Here, a method to convert laser power to force was presented. The 

calibration is based on relating the force sensitivity (converting the driving 

voltage of laser intensity into force) to the frequency at which the cantilever 

is driven. Therefore, the force sensitivity can be used as a conversion 

factor. Furthermore, it has been shown that the cantilever driven 

harmonically using laser intensity modulated sinusoidally can be treated as 

forced harmonic system and all equations of the harmonic system are 
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addition, we have shown the excitation force acting on a cantilever 

modulated using a periodic heat source (for example a laser beam) is not 

constant. They are frequency-dependent.  The impact of photothermal 

force is dependent upon the modulation frequency of heating source, and 

thermal properties of cantilevers. So, the photothermal force becomes 

more distinct at lower modulation frequency resulting in an increase of the 

oscillation amplitude of the microlever.  

 

Using the concept that the distribution of temperature along cantilevers can 

take wave-like form, we demonstrated that the theoretical results agree 

well with the experimental results. Finally, it is worth noting that cantilever 

C, based on Eq.4.17 and Table 4.2 shows a deflection of 188 nm per 

Kelvin. Usually AFM cantilevers show a measurable deflection when its 

temperature changes by just 10-5 K(21, 22, 29). Therefore, the effect of 

using laser power to control the cantilever deflection on the sample 

temperature investigated by CD-AFM may be negligible. 
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Chapter 5 
Interpretation of force-distance 
curves acquired from the laser 
power required to lock a cantilever 

 

 

 

 

5.1 Overview 

AFM force-distance curves have become a powerful tool to analyze and 

study surface forces and materials properties. Valuable information related 

to the nature of intermolecular forces, generated between the tip and the 

surface, and mechanical properties of surface such as elasticity have been 

characterized and measured by force-distance curves. As described in the 

previous chapters, the atomic force microscope can be used to acquire 

force-distance curves by means of plotting the cantilever deflection 

converted to force as a function of the tip-surface separation.  

 



172 

 

However, due to the increasing interest in small force measurements, the 

stiffness of the cantilever is getting smaller. Achieving high force resolution 

involves using softer cantilevers. However, the increase in the force 

resolution comes at the expense of cantilever instability.  Two major 

sources of cantilever instability can cause uncertainty or discontinuity in 

force –distance curves: thermodynamic noise (Brownian motion) and non-

equilibrium or transient events close to the surface, such as jump-to-

contact or jump-off.  

 

In chapter 3, it has been demonstrated the effect of thermodynamic noise 

(Brownian motion) on cantilever stability. For example, a cantilever with 

stiffness of 0.01 N/m could suffer from a spatial fluctuation of ~3 nm that 

can cause an uncertainty in force resolution by ~30 pN. Thus, the zero line 

could oscillate by approximately 30 pN causing an uncertainty in the force 

measured. Furthermore, due to the gradient of attractive force in the 

proximity of the surface exceeding the cantilever spring constant, the 

cantilever becomes unstable and the tip jumps to the sample surface 

leaving a discontinuity in the force-distance curve, which may be a few or 

hundreds of Å(1) depending on the stiffness of the cantilever, the lower the 

cantilever stiffness the higher the tip-surface separation (1-4).  Thus, 

valuable information about the interaction between the cantilever tip and 

the sample surface may be lost. 

 

The problem of jump-to-contact and thermodynamic noise can be 

minimized by increasing the cantilever stiffness, thus allowing the 

cantilever tip to approach close to the surface further. However, the use of 

a stiffer cantilever comes at the expense of the force sensitivity(5).  

 

These instabilities can be avoided without using a stiffer cantilever. The 

cantilever position can be fixed by applying a balancing force while the 

sample surface is moved towards the cantilever. Methods based on force- 
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feedback control have been employed. These methods have proven 

capable of preventing such instabilities and increasing the accuracy in 

force-distance curves. The balancing force can be, for example, 

electrostatic or magnetic forces, and more details about these methods 

can be found in chapter 3.  

 

Although CD-AFM can be used to deal with difficulties associated with 

cantilever instabilities, the focus of this chapter is to obtain and interpret 

the force-distance curves using the laser power signal instead of the 

cantilever deflection. In this chapter, it will be shown that CD-AFM can 

provide similar force and spatial resolution to those obtained by the softest 

V-shaped cantilever available in market but without disadvantages 

associated with instability of this cantilever. 

 

 

5.2 Experimental setup 

Figure 5.1 shows the experimental configuration used to obtain the force 

distance curves. The experiments have been carried out using CD-AFM 

illustrated in chapter 3. The cantilever used is commercial available 

microcantilever C (Veeco, k= 0.01 N/m).  

 

In order to acquire the curves, CD-AFM is first operated in the standard 

force spectroscopy mode by switching the feedback force off. Then the 

cantilever is retracted a sufficient distance from the surface to minimize tip-

surface interactions. This procedure is necessary as the tip-surface 

interactions may affect the locking process (see chapter 3). At this point, 

the feedback force is switched on and the cantilever deflection is locked to 

~0.3 nm.  The range of the force curve is controlled automatically using the 

''trigger threshold'' feature of the AFM, where the tip is retracted when it 
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achieves a set deflection. As the lever is locked, a positive deflection 

represents a loss of lock. Therefore, to minimize the duration of this off-

lock, the trigger is set at 2nm (the lowest stable trigger threshold).  Thus, 

the 2 nm limit will be used for all force measurements by CD-AFM.  

 

The surface is moved towards the locked cantilever using the 

piezoscanner. Since the cantilever deflection is no longer available, the tip-

surface interactions are read out by the laser signal used to lock the 

position of the cantilever. 

 

FIG.5.1 Experimental setup used to obtain force-distance curves using CD-AFM. The 

cantilever deflection is locked a sufficient distance from the surface and then the surface is 

moved towards the cantilever. Due to the change of surface force the laser power increases 

and decreases.  
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5.3 Acquisition of Force-distance curve 

5.3.1 Laser power signal versus time 

Figure 5.2(A) shows the deflection signal versus time measured with the 

microlever C on a mica substrate moved up and down a defined distance, 

known as ramp size, by the piezoscanner, Figure 5.(B).  The experiment is 

performed with the feedback force off. 

 

FIG.5.1 The top graph represents the cantilever deflection vs time in response to the 

piezoscanner motion whereas the bottom shows one cycle of the piezoscanner displacement. 

The surface used is mica and the cantilever is a Veeco- microlever C and both are immersed 

in an aqueous solution.  
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The same experiment was performed with the feedback system on.   

Figure 5.3 shows three signals acquired simultaneously and plotted versus 

time; laser, deflection and piezoscanner signals. Figure 5.3(A) is a close 

replica of the deflection signal illustrated in Figure 5.2(A) using the laser 

signal employed to lock the cantilever deflection. Note that, at point far 

away from the surface, the change in laser signal remains zero indicating 

that there are no detectable surfaces forces, Figure 5.3(A). Thus, this 

region can be used to define the zero force point in the laser signal.  

 

FIG.5.3 (A) Changes of laser signal in response to ramping mica surface along z-direction 

using a piezoscanner (B) the deflection of the locked cantilever (black) during the motion of 

the piezoscanner (red).   
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As the surface approaches the locked cantilever and begins to enter the 

area where tip-surface interactions become effective, the laser signal starts 

to change while the deflection of the locked cantilever acquired 

simultaneously remains constant, Figure 5.4.  

 

FIG.5.4 Simultaneous acquisition of the deflection of the locked cantilever (red) and the laser 

signal (black) used to lock the cantilever versus time using a Veeco-microlever-C on mica 

surface in an aqueous solution. 

 

In order to keep constant deflection of the cantilever, the intensity of laser 

power is varied in response to the change of surface forces. Beyond this 

region, a significant linear increase in laser signal can be observed. At 

some point, movement of the piezoscanner pushes the cantilever back 

leading to an increase in cantilever deflection. In other words, the force 

applied by laser power can no longer withstand the movement of the 

piezoscanner.  

 

It is clearly seen that the motion of the piezoscanner acquired 

simultaneously with the cantilever deflection and the laser signals     
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(Figure 5.3) continues in a linear fashion, so is not the cause of the loss of 

lock. The cantilever starts to deflect when the voltage used to drive the 

diode laser 2 (LD2) reaches its maximum limit. The cantilever deflection 

indicates that the force feedback has failed in what is known as ''off-lock''.   

 

The achievable power range of the laser signal is limited. The operation 

range of LD2 is between 350 to 1300 mV. It is worth noting that although 

the maximum limit is ~ 1300 mV, this does not relate to a fixed force limit 

as the laser power to force conversion is rate dependent (chapter 4).   

 

Primarily, the laser power was set at its half maximum which corresponds 

to ~ 600 mV that limits the maximum increase in laser signal to ~ 700 mV 

and the maximum decrease to approximately 250 mV.  In Figure 5.5, the 

adhesive force is too large, and takes the laser power beyond 250 mV 

limit, therefore resulting in loss of laser lock. The force limit may be 

increased by using more powerful lasers. 

 

FIG.5.5 The upper and lower variation voltage limit of laser signal used to lock the cantilever 

deflection. 
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5.3.2  Laser power signal versus piezo displacement 

Figure 5.6 depicts a common relationship between the cantilever deflection 

and the surface position. Usually, in order to relate the deflection signal to 

the surface position, the deflection is plotted versus the piezoscanner 

displacement. Such a figure is called deflection-displacement curve. 

   

FIG.5.6 Deflection-displacement curve of  microlever-C on a mica surface in water obtained 

using standard AFM. 

 

The deflection-displacement curve is reproducibly obtained using the laser 

signal, Figure 5.7. The laser signal is plotted against the piezoscanner 

displacement, from now on it will be called the laser-displacement curve. 

Direct comparison between the deflection-displacement curve (Figure 5.6) 

and the laser-displacement curve (Figure 5.7) shows the same behavior. 
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FIG.5.7 Laser-displacement curve of  microlever-C on a mica surface in water obtained using 

CD-AFM. 

 

5.4 Calibration of laser-displacement curves  

In order to convert the deflection-displacement or a laser –displacement 

curve to a force-separation curve, the curves must be scaled in force and 

the piezoscanner displacement is converted to the tip-surface separation. 

In chapter 2, we showed how the deflection-displacement curve can be 

converted to the force-separation curve. In the following, we will first 

discuss force calibration in the laser signal curves and then introduce an 

approach to compute the tip-sample separation.   

 

5.4.1 Force calibration  

In order to convert the deflection into force, the cantilever deflection is just 

multiplied by the cantilever stiffness. However, scaling laser- displacement 

curves in force is quite complicated involving multiple steps. First, the 
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chapter 4. However, the relation between force and laser power is not 

enough to scale laser displacement curves in Force.  Figure 5.8 shows a 

conversion factor, or force sensitivity, (Fs) as function of driving frequency 

for cantilever C with stiffness of 0.01 N/m. However, it is not 

straightforward to apply this conversion factor to a force curve because the 

rate of change of cantilever is not constant.   

  

 

FIG.5.8 Dependence of force sensitivity with the driving frequency for microlever-C. The 

force sensitivity response to the driving frequencies is fitted to a triple exponential decay 

function. Inset shows the figure in log scale. 

 

To overcome this drawback I proposed to relate Fs to the rate of change of 

the laser signal instead of the driving frequency. The rate of change of the 

laser signal means the change of laser signal as a function of time. In 

chapter 4, the laser power is changed by means of modulating the laser 

driver at different frequencies and then measuring the resulting force by 

monitoring the cantilever response. Instead of relating the force sensitivity 

to the modulating frequency, it will be helpful if it is related to the rate of 

change of the laser power used to drive the cantilever.  
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Figure 5.9 shows the laser power signal used to drive the cantilever as 

function of time. The rate of change can be defined as the slope at the 

point where the wave crosses the zero-axis.  

 

FIG.5.9 The change of output of laser diode as function of time. The laser diode is driven at 

different frequencies, 5 Hz (black) and 10 Hz(blue). 

 

Figure 5.10 illustrates a plot of the rate of change of the laser power signal 

versus the corresponding driving frequency. The slope of the linear fit 

represents the conversion factor (RH) from the changing rate sensitivity to 

the driving frequency. 
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FIG.5.10 Rate of change of laser power as function of the driving frequency at driving voltage 

of 100mV. 

 

To estimate RH at different driving voltages, (RH)-1 is plotted against the 

driving voltage, Figure 5.11. 

 

FIG.5.11 (RH)
-1

 versus the driving voltages. The continuous line corresponds to the fit to 

exponential function. 
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In order to scale the laser curve, firstly the curve should be obtained as a 

function of time, Figure 5.12. The second step is to divide the laser curve 

into different segments of constant rate of change of the laser signal. The 

maximum voltage for each segment is used to define the corresponding 

(RH)-1 using Figure 5.11. By multiplying the rate of change of laser signal 

for each segment by (RH)-1, the frequency at which the laser diode is 

modulated can be calculated. In order to find the corresponding force 

sensitivity (Fs) we use Figure 5.8. Finally, multiply each conversion factor 

by the height of the segment, in unit of mV, to find the corresponding force. 

By adding the regions to each other, the magnitude of the applied force 

can be computed. In the section 5.5 we will demonstrate the validity of this 

method to scale the laser curve in force by comparing it to those obtained 

by means of the cantilever deflection.  

 

FIG.5.12 The approach laser curve versus time measured with cantilever C in aqueous 

solution on a mica surface. Before the jump-to-contact the curve shows the effect of surface 

forces on the laser power. The change of laser power due to the surface forces can be divided 

into few regions depending on the rate of change of the laser signal. Each region has its own 

conversion factor which is multiplied by its height to get the force. By adding the forces of the 

regions to each other the maximum force can be determined. 
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5.4.2 Tip-sample separation  

Usually, it is instructive to describe the surface forces as a function of the 

tip-surface separation. Therefore, it is more informative if the laser signal is 

plotted versus the tip-sample separation.  

 

The laser (LD2) output changes in response to the cantilever deflection. It 

is clear that the laser output is simply a proportional amplification of the 

cantilever deflection. Thus, the procedures followed when using the 

deflection signal to convert the piezo-displacement to tip-surface 

separation (chapter 2) are still valid for the laser (LD2) output.   In the 

deflection signal, the linear increase in the cantilever deflection (contact 

region) was used to define the zero separation. Likewise, the linear 

increase in laser single can be used as a reference line to define the zero 

separation due to both increases occuring after the jump-to-contact event, 

justification for which can be found in section 5.6. 

 

Figure 5.13(A) illustrates the output of the laser diode (LD2) and the 

piezoscanner in volts. Both signals are plotted against time. The slope of 

linear increase of laser signal is substantially higher than that of the 

piezoscanner signal. These results illustrated in Figure 5.13(A) are similar 

to those obtained for the deflection signal (chapter 2). In order to correct 

the output of the laser diode (LD2) to follow exactly the piezoscanner 

output, the laser output curve is multiplied by the slope of the linear 

increase of the laser –displacement curve, both scaled in volt. As a result, 

the laser output and the piezoscanner curves overly perfectly in the linear 

increase region, Figure 5.13(B). 
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FIG.5.13 Laser output (red) and the piezoscanner output (black) plotted as function of time. 

(A) Before and (B) After correction. 

 

Subtraction of the corrected laser signal from the piezoscanner signal 

results in the tip-surface separation. To obtain force-separation (force-

distance) curves, the laser signal scaled in Newton is plotted against tip-

surface separation, as illustrated in Figure 5.14. 
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FIG.5.14 Force distance curve measured by CD-AFM on mica surface with cantilever C 

(0.01N/m) in water 

 

5.5 Further investigation and analysis on force-
distance curves obtained by CD-AFM 

 

In the above sections we demonstrated the ability of the force-distance 

curve acquired by laser signal to mimic the conventional force-distance 

curve obtained by the deflection signal. In Figure 5.15, both curves show 

an increase in force surface when the tip is ~30 nm from surface and the 

maximum force before contacting with surface is ~380 pN.   
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FIG.5.15 Force distance curve measured with microcantilevre C on a mica surface in an 

aqueous solution (A) by deflection signal (B) by laser signal. 

 

However, further quantitative measurements are required to validate the 

laser signal as an alternative to the deflection signal. To interpret force-

distance curves obtained by CD-AFM it is necessary to characterize the 

forces acting between tip and surface. Moreover, the accuracy of the 

methods illustrated above to translate the laser-displacement curve to a 

force-distance curve need to be verified. In the following section, we will 

demonstrate the capability of the system to reproduce similar 

measurements to those obtained by conventional AFM through 
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investigating repulsive electrostatic forces as a function of salt 

concentration and indentation of a soft surface on the force-distance curve. 

 

5.5.1  Measuring long range electrostatic forces in aqueous 

solution  

 

To study the electrostatic force generated between an AFM tip and a mica 

surface (for explanation see section 1.3), force-distance curves were 

acquired at different salt concentrations. The tip experiences a repulsive 

force due to electrostatic forces as a function of salt concentration. The 

repulsive force decreases exponentially as function of increasing tip-

surface separation, with a decay length depending on ionic strength and 

such results have been reported using standard AFM(6-11).  

 

Figure 5.16 represents force-distance curves (approach curves only) 

measured with microcantilever C (0.01N/m) on a mica surface at different 

NaCl concentrations using conventional AFM, while Figure 5.17 

reproduces the same experiment using CD-AFM. The repulsive force 

maximum measured by conventional AFM or CD-AFM at each 

concentration is the average maximum force measured from 13 curves. 
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 FIG.5.16 Force versus separation between the microcantilever C and mica surface in 

aqueous solution at different NaCl concentrations obtained by the deflection signal (only 

approch curve). 

 

 

FIG.5.17 Force versus separation between microcantilever C and mica surface in aqueous 

solution at different NaCl concentrations obtained by the laser signal (only approach curve).  
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In Milli-Q water, the measured repulsive force by standard AFM is     

416±28 pN and 424±33 pN using CD-AFM. As the salt concentration 

increases, the repulsive force decreases. For example, using standard 

AFM, it is 206±11 pN at 10-5 M and 184±11 pN at 0.01 M. The use of CD-

AFM shows a slight difference in measured repulsive forces. For instance, 

at 10-5 M it is 222±16 pN and 178±14 pN at 0.01M. However, at higher salt 

concentration, 1M, the repulsive force diminishes and attractive forces 

dominate.  Within the error of the measurements, the repulsive force 

measured in different NaCl concentrations by means of standard AFM or 

CD-AFM are similar. A key result in above comparison is the validity of the 

force calibration method discussed in section 5.4. 

 

Moreover, for example, at 10-5 M, the cantilever starts to deflect upward at 

approximately 90 nm from the surface. An increase of salt concentration to 

0.01 M leads to the range of the repulsion force decreases to ~30 nm.  

Similar to the trend of the cantilever deflection, the laser signal shows a 

detectable change at a distance of approximately 90 nm from the surface 

at10-5 M and of 30 nm at 0.01M. 

 

Moreover, the decay length of the repulsive force decreases with 

increasing the salt concentrations. In order to measure the decay length, 

the repulsion part of the force-distance curves of those obtained by either 

the cantilever deflection or the laser signal  is fitted to the exponential 

function  ( 

x

Ae



 ), where A is the amplitude and   is the decay length, 

Figure 5.18.   For the unlocked cantilever the decay length is 7.4 nm in 

Milli-Q water, 21 nm at 10-5 M and 7 nm at 0.01M.  Using CD-AFM the 

measured decay length in Milli-Q water is 8.7 nm, 19.8 nm at 10-5 M and 

7.6 nm at 0.01 M. The constancy of tip-surface separation shows 

undoubtedly the method used to determine the tip-surface separation in 

the curves obtained using the laser signal is correct. It is worth noting that 
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the decay length measured here is not the Debye length, which requires a 

well defined shape of the tip for true quantitative measure (beyond the 

scope of this chapter). Our aim is to compare the behavior of force –

distance curves obtained by standard AFM to those obtained by CD-AFM, 

which is valid when the same tip is used for each experiment. 

 

Furthermore, as for the average jump-to-contact distances measured by 

conventional AFM or CD-AFM, no significant differences were found.  In 

10-5 M NaCl the cantilever jumps to surface at ~ 6.3 nm from surface. The 

distance is reduced to ~ 4 nm in 0.01 M NaCl.  

 

FIG.5.18 Force distance curve at 10
-5 

M NaCl concentration (red) is fitted to exponential 

function (dashed line).  Deflection signal (A) and laser signal (B). 

 

A direct comparison between measurements presented above and 

obtained by the two methods show firmly that the force-distance curves 

obtained by the laser signal looks like those curves acquired using the 
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conventional AFM (Figure 5.18). However, in the conventional AFM, the 

distance between the jump point and surface appears as a straight line 

without any real signal, Figure 5.19. Using CD-AFM, it was observed a 

slight fluctuation along the jump to contact distance that could be a force 

profile but due to smoothing the curve the force profile diminishes, Figure 

5.20. Although exploring the force profile between the jump-to-contact 

point and the surface could reveal valuable information about the tip-

surface interactions close to surface, it is out of the scope of this chapter.  

 

FIG.5.19 Force curve is obtained by a conventional AFM without (red) and with (black) 

smoothing. No  real signal can be detected in the gap between the jump point and the surface.  

 

FIG.5.20 Force curve is obtained by CD-AFM without (red) and with (black) smoothing. A 

small peak can be detected in the gap between the jump point and surface in the  unsmoothed 

curve.  
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5.5.2 Force- distance curve on lipid bilayer 

In previous sections, we demonstrated the capability of CD-AFM to 

reproduce the measurements acquired by conventional AFM on a hard 

surface and in different salt concentrations. The measurements obtained 

by means of the laser signal agree with those measured by standard AFM. 

Such measurements were performed using the non-contact part of force-

distance curves. When it comes to the contact part of the force-distance 

curve, the interpretation becomes complicated. The contact part of the 

force curve obtained by the deflection signal (standard AFM) shows a 

linear and constant compliance and can be used to define the zero tip-

surface separation point.  However, interpretation of the linear part in the 

force-distance curve obtained using CD-AFM is quite complicated (see 

section 5.6).  

 

In order to demonstrate the system‘s capability to reproduce the 

measurements performed on the contact part of the force curve, we used a 

soft surface. The main reason for this choice is that a soft cantilever, such 

as that used in this experiment, is insensitive to indentations of a hard 

surface(12) so any change of the cantilever deflection is hard to observed 

by the deflection system and hence by the feedback system. Here we 

focus on the use of a lipid bilayer as a soft surface.  The lipid bilayer 

formed from double lipid layers is the universal components for the cell 

membrane structure whose role is to  mark the cell boundaries and to 

surround the cell(13). Typically, the thickness of the lipid bilayer is ~5 

nm(14). 

 

Figure 5.21 show schematic description of the force-distance curve on a 

lipid bilayer deposited on a mica substrate. When the cantilever tip is far 

away from the bilayer no interactions are observed. Once the tip contacts 

the bilayer, the cantilever deflects upward. Further motion of the piezo 
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results in the lipid bilayer is elastically compressed (15) and the cantilever 

deflects upward. At a certain point, when the applied force exceeds the 

rupture force of the bilayer, the tip jumps to contact with mica surface 

penetrating the lipid bilayer film.   

 

FIG.5.21 Schematic diagram describing the cantilever tip penetration in a lipid bilayer using 

atomic force microscopy.   

 

Figure 5.22 shows a typical force distance curve recorded on a lipid bilayer 

of ~5 nm thickness using a cantilever with stiffness of 0.01N/m.  The 

approaching curve shows that the tip comes to contact with lipid bilayer at 

a distance of 7 nm from the support surface (mica). Further motion of the 

piezoscanner results in compressing the bilayer by 2 nm prior to breaking 

through. Although the figure shows the breakthrough force is 1.3 nN and 

the breakthrough distance is 5 nm, there is no one definite value for the 

breakthrough distance and force. Butt et al demonstrated the bilayer film 

breakthrough is an activated process, an energy barrier must be 

surmounted (16, 17). In this process, the energy increases as the tip 

applies more pressure on the bilayer film. Thus, the breakthrough force 

and distance show a Gaussian-like distribution(18).  
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FIG.5.22 A typical force distance curve acquired by standard AFM on a lipid bilayer using 

an AFM cantilever with stiffness of 0.01 N/m and an approaching speed of 200 nm/s. 

 

Figure 5.23 shows the force curve on the lipid bilayer obtained by CD-

AFM. Similar behavior to the deflection signal (conventional method) can 

be observed. The laser signal shows no change when the locked cantilever 

is far away from the lipid bilayer. At closer distance, the laser power starts 

to increase in response to the compression of the lipid bilayer which results 

in deflecting the cantilevers upward. At a certain point the laser power 

drops quickly indicating the tension on the cantilever was eased because 

the tip has broken through the lipid film. The breakthrough force and 

distance measured by the laser signal are similar to those obtained by the 

cantilever deflection, within error range.  

 

1.5

1.0

0.5

0.0

 F
o
rc

e
 (

n
N

)

100806040200

Separation (nm)

7nm

2nm



197 

 

 

FIG.5.23 Force curve on lipid bilayer obtained by CD-AFM using an AFM cantilever with 

stiffness of 0.01 N/m and an approaching speed of  200 nm/s. 

 

During acquisition of the force curve using CD-AFM, the cantilever is kept 

locked to ~0.3 nm, Figure 5.24. The cantilever only deflects once the laser 

power has gone out of range and the feedback loop is no longer active. 
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FIG.5.24 Simultaneous acquisition of laser signal and the deflection of the locked cantilever 

during measuring the force curve on lipid bilayer. Inset shows the cantilever is kept locked 

even during the lipid penetration.  

 

If the tip is retracted before rupturing the lipid bilayer, the retract curve is 

identical to the approach curve, so the region before the rupture point can 

be described as elastic(16). Therefore, the Young modulus value (E) of the 

lipid bilayer can be evaluated from fitting the indentation of the lipid bilayer 

versus the applied force to Hertz‘s model (see chapter 1 section 1.3.3).  

Figure 5.25 shows Hertz`s model fits the indentation-force curve well.  The 

elastic behavior measured using CD-AFM and standard AFM techniques 

shows a very good agreement.  
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FIG.5.25 Nanoindention curve obtained on a lipid bilayer using microcantilever C        

(k=0.01 N/m). The dashed line corresponds to the fit to Hertz`s model (see chapter 1) with 

fitting parameters: the Poisson's ration=0.4, the radius of the tip curvature=25nm and 

Young's modulus=120MPa (10-100MPa for rubber). (Top) the cantilever deflection (Bottom) 

the laser signal. 

 

 

5.6 Scenarios proposed to explain the linear 

increase in laser signal  
 

Figure 5.26 shows the deflection of locked cantilever obtained 

simultaneously with the laser signal as function of the piezo displacement. 

One of the key features in Figure 5.26 is that beyond the jump-to-contact 
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point, the laser signal shows a linear increase whereas the cantilever 

remains locked and the piezoscanner keeps moving.  

 

FIG.5.26 Laser signal in millivolt (black) and the deflection of the locked cantilever in nm 

(red) acquired simultaneously versus the piezoscanner displacement.   

 

The source of the linear increase in the laser signal upon contact is one of 

the drawbacks related to force-distance curves acquired using CD-AFM. 

To find out the origin of such an increase, two potential scenarios are 

proposed. The first scenario is based on assuming that the tip of the 

unlocked cantilever does not snap into contact. Instead the tip is in a 

region above the true surface contact where the attractive force are 

balanced by other repulsive forces so the tip appears as if in physical 

contact with surface. Further motion of the piezoscanner pushes the 

cantilever back until the maximum deflection limit is reached. When the 

cantilever is locked using CD-AFM the cantilever tip is allowed to dive 

further in this region until the feedback system cannot lock the cantilever 

any more.   However, the scenario cannot explain the substantial motion of 

the piezoscanner in this region by several tens of nanometre.   
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In the second scenario, the linear increase is attributed to the friction effect 

as the tip slides on the surface. The occurrence of sliding is more likely to 

happen when the tip is tilted an angle to the surface(19). In CD-AFM 

experiments, when the tip contacts a hard surface, the cantilever is not 

allowed to deflect upwards because of the locking forces, but it is possible 

that the cantilever tip slides forward on the surface. The sliding of the 

cantilever together with friction may cause the cantilever to bow resulting in 

an offset in the laser spot on the photodiode. Due to the linear motion of 

the piezoscanner, the deformation of the cantilever can be also linear. 

Such an offset induces the laser diode to pump more power to suppress 

such a shift. Hence, the vertical deflection is kept constant, but the laser 

power increases linearly.  Likewise, the converse happens as the tip is 

retracted. Such a scenario could raise questions about the effect of the 

sliding on the sample and the positional accuracy of the tip.  Previously, we 

demonstrated the system's capability to reproduce force curves on a soft 

surface such as a lipid bilayer. The lipid bilayer was imaged after acquiring 

the force curve and no damage was observed. However, further 

investigation is required. 

 
 

5.7 Conclusion  

Here, we have demonstrated an efficient use of CD-AFM to obtain similar 

force curves but with a locked cantilever to those obtained by standard 

AFMs. The cantilever is kept locked even on the surface. Such a 

conclusion was supported by several measurements performed on a hard 

and a soft surface. Moreover, an explanation is proposed as to how the 

system withstands the motion of the piezoscanner by introducing the 

concept of a friction effect. All curves and measurements are consistent 

with those obtained by the cantilever deflection (conventional AFM). 
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In this chapter we used two methods to calibrate force curves and to 

correct the tip-sample separation. Both methods have been proven 

accurate by comparing the results obtained using CD-AFM to those 

obtained using standard AFM.   

 

A key feature of CD-AFM is its capability to perform force experiments 

without the disadvantages of cantilever mechanical instability. CD-AFM 

does not require tedious setup allowing the user to perform force 

experiments without additional preparations and using standard 

cantilevers. Moreover, the system can be operated in the standard force 

spectroscopy mode by just switching off the feedback circuit. These give 

our system versatility over other methods used to control AFM cantilever 

instabilities, such as magnetic and electrostatic force feedback (more 

details in chapter 3 section 3.3). 
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Chapter 6 
Studying mechanical properties of 
I27 using CD-AFM 

 

 

 

 

 

6.1 Introduction 

Using AFM, the mechanical properties of approximately 50 proteins to date 

(1, 2), have been unveiled since the seminal work of Mitsui (3).The most 

extensively studied protein by AFM is the giant muscle protein titin, which 

is the biggest single chain protein discussed so far and mainly composed 

of roughly 300 repeats of Immunoglobulin (Ig) and Fibronectin type III 

(FNIII) domains(4). Each folded domain of titin is approximately 4nm long 

and that gives titin a length of more than 1μm and a width of 3nm (5). Titin 

is one of the most abundant proteins in striated muscle and spans almost 

half of the muscle sarcomere and contributes greatly to muscle elasticity. It 
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is involved in maintaining the structural integrity of sarcomere by 

developing what is called passive force, responsible for restoring muscle 

length after stretching. This process protects muscle from damage(6).  

 

Titin is mainly divided into two regions, the A-band and the I-band, Figure 

6.1. The A-band is mostly composed of FNIII (65%) and Ig repeats (30%), 

in addition to a kinase domain and unique sequences(7). Unlike the A-band, 

I-band contains Ig domains (proximal and distal regions), a PEVK segment 

(containing a high frequency of proline(P) , glutamic acid(E), valine(V) and 

lysine residues(K)) and unique sequences. The I-band of titin is the 

extensible region; therefore it is responsible for elasticity of titin and muscle 

(8). Ig domains are structurally similar, consisting of 8-9 strands of β-

sandwich arranged in two anti-parallel sheets(9).  

 

 

 

 

 

FIG.6.1 Scheme for titin structure. 

 

The 27th Ig domain (I27) of the distal region of the I-band of human cardiac 

titin was one of the first domains with a known structure, in this case 

studied by NMR techniques(10). The architecture of I27 is similar to other 

Ig domains and consists of 8 strands of β-sandwich packing in two sheets 

against each other(11-13). Each sheet is composed of four strands; A`GFC 

sheet and DEBA sheet, Figure 6.2. Unlike other strands which are anti-

parallel, the strand A` and G are parallel and linked to each other by six 
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hydrogen bonds, whereas the stands A and B are linked by three hydrogen 

bonds(14).  

 

Although Ig domains, such as I27 and I1, have a similar structure, it has 

been observed that they show different response to applied forces(4, 15) 

indicating that the protein structure has a small role to play in the stability 

and resistance of proteins to deformation factors. However, experimental 

and theoretical studies have suggested that the stability could stem from 

difference in the positions and the number of hydrogen bonds between the 

β- strands which resist deformation (A' and G strands) (16, 17).  

 

FIG.6.2 a) Structure of I27, b) topology diagram of I27. Dotted lines indicate hydrogen bonds 

positions.  A`GFC sheet is colored in red and DEBA sheet  in green. 

 

I27 has become a paradigm for AFM experiments due to the huge number 

of experimental(14, 17-22) and theoretical(23-25) studies directed to 

explore its mechanical properties. Typically, the mechanical unfolding of a 

protein by AFM is performed by tethering the protein between the AFM 

cantilever tip and a substrate mounted on an AFM piezoscanner. Thus, the 

unfolding of the protein is triggered by applying a stretching force on it. At a 

certain force, the protein domains unfold subsequently providing a 
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sawtooth pattern. Unfolding tandem repeats of identical domains reveal a 

saw-toothed pattern with evenly spaced force peaks, where each peak 

represents the unfolding of a domain, Figure 6.3. The use of only a single 

domain is not feasible due to surface-tip interactions that obscure the 

interpretation of the force curve and titin cannot be used as it is difficult to 

identify which domain is unfolding (3, 26-28). Thus, an identical tandem 

repeats of a single domain is necessary to overcome the drawbacks 

associated with the ambiguity of the force curve. Protein engineering 

techniques have allowed the building of a construct of identical tandem 

repeats of a single domain(29-31). Therefore, obtaining a force-extension 

curve of a polymer of five, seven or even twelve I27 domains has become 

a routine experiment in many laboratories(14, 32, 33).  

 

 

FIG.6.3 Force-extension curve of four domains of I27 acquired by conventional AFM using a 

microlever C at pulling speed of 400nm/s shows four equally distanced peaks. Each peak 

represents an unfolding domain of I27. 

 

Based on numerous experiments and theoretical studies, such as Steered 

Molecular-Dynamic simulation (MD), the high structured stability of I27 

domain is thought to be due to a patch of  hydrogen bonds between four of 

its strands, A`-G and A-B(23, 34), Figure6.2.  
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The average unfolding forces of I27 vary between ~100pN and ~250pN, 

depending on the stretching rate(1, 35). Furthermore, AFM experiments 

have shown that the full contour length of I27 domain is on order of 

28.1nm(14, 36). On the other hand, close examination of the I27 unfolding 

force-extension curve shows a deviation of its contour length that 

resembles a hump preceding the major unfolding peak. The deviation of 

the domain contour length was attributed to the intermediate of the 

unfolding pathway of I27 domain,  Figure 6.4(18).  

 

 

FIG.6.4 Plot of the first peak of I27 force-extension curve illustrates a deviation or hump 

prior the main peak. The hump is called intermediate unfolding peak (18) 

 

According to molecular dynamic simulation (MD) prediction, when I27 

domain is stretched by applying a force along its N and C termini, the 

greatest resistance to unfolding is created by the hydrogen bonds between 

A` and G strands and the intermediate peak observed on the I27 force-

extension curve is due to breaking of a patch of hydrogen bonds between 

A and B strands that has lower resistance, this increases the end to end 

length of each domain by 0.6 nm, leading to the observed change in 

contour length (18, 23). Thus I27 has three phases; native, intermediate 

unfolding and complete unfolding.  
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In chapter 3, we have demonstrated the capability of CD-AFM of damping 

standard cantilever oscillations associated with its Brownian motion to a 

level that has never been achieved. The system allows us to perform force 

measurements for a biological sample in its physiological conditions 

without the limitation of thermal noise. Usually, recording unfolding events 

of proteins stretching by force below their thermal noise limit is impossible 

due to that the force amplitude of thermally induced cantilever oscillations 

is more enough to unravel the protein domain (detailed discussion in 

chapter 3). In addition, a calibration method to quantify force associated 

with using laser power, as a feedback force, has been developed (chapter 

4 and 5), though it was a complex process involving measuring and 

studying the link between radiation and photothermal force and their 

impact upon the lever. 

 

The use of the technique, described in this chapter, to unfold 

I27demonstrates that force-extension curves of protein can be obtained 

using CD-AFM. In contrast to the conventional method, a change of laser 

power used to suppress the deflection of the cantilever is used to record 

the force-extension curve of I27. Theoretically, CD-AFM is capable of 

measuring force as low as ~3 pN (using microlever C) limited by thermal 

noise (see chapter 3). This extends the ability of AFM to explore the 

mechanical properties of more proteins. Moreover, some of the drawbacks 

associated with the current use of AFM cantilevers to mechanically unfold 

proteins will be eliminated or minimized. These include the cantilever recoil 

after unfolding and the limited dynamic range achievable using standard 

AFM techniques. 
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6.2 Materials and methods 

6.2.1 CD-AFM 
 

The setup used to unfold a polymer of I27 domains is depicted in       

Figure 6.5. The key element of the system is a combination of two diode 

lasers; diode laser 1 (LD1) is exploited to provide the position of the 

cantilever through the deflection signal whereas the second diode laser 

(LD2) provides a feedback force. The CD-AFM configuration is based on a 

Veeco Picoforce microscope controlled by a Nanoscope IIIA controller 

(Digital Instruments, Santa Barbara, California) to permit standard force 

spectroscopy to be performed when the feedback circuit of CD-AFM is off. 
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FIG.6.5 Schematic diagram of the I27 unfolding experiment using CD-AFM (A). Extension of 

an I27 domain results in deflection the cantilever that is corrected by increasing or 

decreasing the laser power to maintain the setpoint (B-D). The change of laser power reflects 

the cantilever change that results in the well known sawtooth pattern observed in the 

conventional experiment.  The red line represents the LD2 radiation and its thickness reflects 

laser intensity.  
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6.2.2 Recording an unfolding of a single I27 domain 
  

In this experiment, we use a construct consisting of five copies of I27 

domain (C47S, C63S I27)5 suspended in a PBS buffer at a concentration 

of 100 µgml-1, for more details see chapter 2.  All pulling experiments 

(unfolding of protein) have been performed using a Veeco microcantilever 

C, with a stiffness of 10 pN/nm. The stiffness of the microcantilever C was 

calibrated prior using the thermal noise method(37).  

 

The CD-AFM system relies on an external capture card and softwares ( for 

example, Labview) not designed for force spectroscopy measurements this 

increases the acquisition time for one force-extension curve comparing to 

standard AFM force spectroscopy. Consequently, force-extension curves 

are measured off-line. The time taken by CD-AFM is then longer than that 

is taken by standard AFM techniques. Thus it is necessary to make sure 

the cantilever tip is in the right place to pick up a protein construct with high 

probability prior to commencing the unfolding experiment.  

 

To achieve this, the system is operated in the standard force spectroscopy 

mode by switching off the feedback circuit, until the cantilever tip starts 

picking up protein constructs with high ratio, normally two clear force-

distance curves out of 100 hits.  Thereafter, the cantilever is retracted an 

adequate distance from the surface so as the deflection of the cantilever is 

not influenced by the tip-surface interaction and the offset of the cantilever 

position resulting from the radiation force is much smaller than the 

separation between the tip and the surface. Otherwise, the cantilever may 

hit the surface. 

 

The feedback circuit is switched on to lock the cantilever deflection at the 

chosen setpoint prior to approaching the cantilever again to the surface on 
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which I27 protein constructs are immobilized. To pick up the protein, the 

locked cantilever is pressed down onto the surface.  

 

The loss in the feedback force lasts for less than 70 ms prior to the system 

restoring zero deflection (see chapter 5). This has no effect on the pulling 

experiment as the system regains the signal lock long before the tip leaves 

the surface. 

 

Since the motion of the microlever is frozen, the unfolding of a domain is 

induced by the retraction of the piezoelectric positioner. The I27 construct 

is retracted via a piezoscanner at a constant velocity, Figure 6.5A. 

Retraction of the cantilever leads to an elongation of the poly protein 

leading to an increase in force and a gradual deflection of the cantilever. 

Bending of the lever is recorded as an error signal and sent to the 

feedback system which drives the second laser to decrease the amount of 

laser power incident on the cantilever in order to sustain the setpoint, 

Figure 6.5B-C. Once the protein domain unfolds the tension on the protein 

domain drops and hence the cantilever springs back, due to the restoring 

force, causing the laser power to increase to oppose the cantilever recoil 

keeping the deflection constant, Figure 6.5D. Thus, changes of lever 

deflection will be simultaneously transformed to changes in the laser power 

leaving the cantilever bending constant.  

 

The deflection, z-piezo voltage and the laser power signals are captured by 

a capture PC card (National Instruments, Austin, Taxis) at a sampling rate 

of 10 kHz on a separate PC using a custom Labview program. The raw 

data recorded by Labview were exported as files to IgorPro software 

(Wavemetrics, Lake Oswego, Organ). Hence, the data were converted into 

volts using the Labview conversion factor (0.00244 V/bit) and filtered in 

order to remove electronic and thermal noise and analyzed offline using 

IgorPro. 
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6.2.3 Criteria applied for selection of force-
extension curves 

 

Best et al(35) introduced useful criteria to analyze unfolding force curves of 

proteins. Here, we follow the same criteria with some modifications to suit 

the CD-AFM system. 

  

1. The force peaks should be evenly spaced. 

2.  The last peak represents the detachment of the protein either from 

the tip or surface.  

3.  Each curve should have at least three peaks without counting the 

last peak. Any force-extension curve containing less than three 

unfolding peak should be rejected. 

4. The detachment peak has a larger drop in the laser power than the 

other unfolding peaks. 

5. The zero force is determined by the region in which the change of 

the laser power is constant.   

6. The unfolding force is the maximum force measured just before a 

sharp drop in the tension on the protein. 

7. The cantilever should pick up a single protein. If the unfolding trace 

shows more than one protein attached, in series or in parallel, to the 

cantilever tip the trace should be rejected. For example, in the 

construct used in this experiment the number of domains is five, if 

the trace shows more than five peaks that means the tip picks more 

than a single construct. 

 

6.2.4 Unfolding force vs the tip-sample separation   
 

In chapter 5 we showed how the laser-displacement curve can be 

converted to the laser-separation curve. In this chapter we will follow the 

same approach. As for force calibration, in chapter 4 and 5 we introduced 
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a method to calibrate laser signal which demonstrated capability of 

measuring force precisely. The method used to convert the laser power 

into force depends on the rate of change of the laser signal during force 

measurements.   

 

Figure 6.6 shows an unfolding peak of I27 domain recorded by laser signal 

as a function of time. In order to measure the unfolding force for each 

peak, the rising edge of the peak during the unfolding process is divided 

into different segments based on the rate of change of the laser signal. 

Each segment height is multiplied by computed conversion factor, see 

chapter 5 section 5.4.1. By adding the segment, in Newton, to each other, 

the unfolding force can be found.   

 

 

FIG.6.6 The rising edge of the unfolding peak of the protein obtained by laser signal displays 

variation in its steepness (black lines) that can be divided into two regions. 
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6.3 Results and discussion 

6.3.1 Sawtooth fingerprint of the I27 construct  
 

Figure 6.7 shows a force-extension curve of the mechanical unfolding of 

(I27)5 using CD-AFM in which I27 domains are unraveled in series. The 

force-extension curve is obtained by monitoring the laser power while 

unfolding the protein. The peaks are equally spaced by a constant distance 

with a slight varying of the force around 170 pN. Each peak represents an 

unfolding of domain in the construct and the last peak in the trace is the 

detachment of the protein from either the tip or the surface. The most 

familiar force-extension profile of (I27)5 concatamer was reproduced using 

a locked cantilever.  The change of the laser power, used to damp the 

cantilever deflection, is successively utilized to reflect the change of the 

cantilever deflection caused by the unfolding events of I27. It is readily 

observed that the force-extension curve of the I27 construct obtained by 

the CD-AFM system is quite similar to that of conventional AFM.  
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FIG.6.7 Mechanical unfolding curve of a concatamer of (127)5,  captured with CD-AFM at a 

pulling speed of 400 nms
-1

. Four unfolding events recorded by the change of the laser power 

instead of the deflection with Veeco microcantilever C.  The rising edge of the peaks can be 

fitted satisfactorily by WLC using a persistence length of 0.32 nm. 

 

The rising edge of the unfolding of peaks can be described by the Worm -

like chain model (WLC) used to describe the change in the length of a 

protein stretched via mechanical force(38). The relationship between the 

stretching force and the extension of a protein using WLC model is given 

by Eq.6.1 
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Where F is the applied force, xt the extension, L is the contour length (the 

full extension length of each domain), p is the persistence length.  

 

The second and third peaks were not well described by WLC. The first 

peak represents tip-surface interactions. Two WLC fits are used to 

describe the second and third unfolding peaks which may provide an 

evidence for the existence of the unfolding intermediate, previously 

described. Although, the deviation on the second peak is evident, it was 

not quite clear on the third peak due to the high electronic noise level 

associated with the laser power output. The deviation on the second peak 

is approximately 4 nm from the main peak and decreases to ~2 nm on the 

third peak. The evident deviation (small peak) on the second peak cannot 

be attributed to non-specific interactions between the AFM tip and the 

surface because the small peak is ~30 nm above the surface and the force 

interactions  become ineffective at 30 nm above the surface(14).  

 

To interpret the intermediate peak, one can imagine the I27 domain is 

composed of two regions, one is weaker than the other and less resistance 

to the unfolding force. The weaker regions unfold first throughout the I27 

construct accumulating to form the intermediate peak(12, 39). The 

unfolding intermediate diminishes as more peaks unfold. Upon relaxation 

the tension force after unfolding the main peak, the weaker regions refold 

partially allowing the appearance of the intermediate peak on the 

consecutive peaks with decreasing strength (18).  

 

One disadvantage related to the use of CD-AFM is that only four out of five 

domains in the poly protein are observed to unfold. This may attribute to 

the sliding of the cantilever tip when contacting the surface. In section 5.6, 

we proposed that when the tip contacts a hard surface and the cantilever is 

not allowed to deflect upwards because of the locking forces, the cantilever 
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tip slides forward on the surface. Such a slide may cause the first domain 

to unfold. 

 

6.3.2 Determining the unfolding length of I27 module 

In Figure 6.7 each force peak represents unfolding of an I27 domain and is 

separated from the next one by an equal space which is the contour length 

difference between a folded and unfolded I27 domain (ΔL).  

 

ΔL is measured by fitting the rising edge of consecutive unfolding peaks to 

the WLC (Eq.6.1). Figure 6.8 illustrates a histogram of ΔL for the unfolding 

length of I27 domain obtained by CD-AFM.  The peak of the distribution is 

located at~26.7 nm. This value is in agreement with the expected value of 

27.3 nm, calculated by multiplying the number of amino acids by the 

separation distance between sequential Cα atoms(34). The typical value of 

ΔL of I27 measured using standard AFM techniques is ~28 nm. Thus, 

within the expected range of error, ΔL is in good agreement with the 

expected value.  
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FIG.6.8 Distribution of ΔL for an I27 domain using CD-AFM. 

 

6.3.3 The influence of loading rate on the measured 
unfolding force 

 

The loading rate is an important determinant of the magnitude of the 

unfolding force. The loading rate is an expression used to describe the rate 

at which the mechanical force applied to the protein. The effect of the 

loading rate on the unfolding force was predicted by Bell‘s model  (40) 
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Where F represents unbinding force (unfolding force), xu is the width of the 

potential for unfolding, kB is Boltzmann constant, T is temperature and α(0) 

is the unfolding rate in the absence of the mechanical force. 
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Figure 6.9. The protein settles at its native state (N) at the bottom of an 

energy well of depth of uG
 
. The depth of the well represents the height of 

energy barrier that the protein has to cross to unfold. In forced unfolding 

experiments, the role of the mechanical force is to lower the energy barrier 

by uFx , where ux represents the width of the energy transition barrier (34, 

38, 40, 41). In the absence of an external force the unfolding of a protein is 

dominated by the thermal force whereas the presence of an external 

mechanical force creates a competition with the thermal force(38, 42). 

Thus, in the low loading rate regime the effect of the thermal force is the 

major determinant of the unfolding process but its role diminishes with 

increasing the loading rate where the mechanical force becomes dominant. 

Experimentally the loading rate can be given by  

ukr efff .
                                                                 [6.3]

 

 

Where u is the pulling speed (which is the retraction velocity of the 

cantilever tip) and keff  is the effective stiffness. 
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FIG. 6.9 Energy diagram of the unfolding of a protein. Solid line shows the energy diagram of 

the protein without applied force. The lowest energy level of the protein is its native state (N). 

ΔGu is the height of energy barrier. Dashed line represents the energy path of unfolding of 

the protein after applying a force (F). The height of energy barrier is lowered by Fxu that 

allows the protein to jump to unfolding state (U) where xu is the distance between bound state 

and transation state (the width of the potential for unfolding) and xf is the width of the 

potential for  folding 

  

keff describes a combined stiffness of the protein and the cantilever. Thus, 

during unfolding the protein construct the cantilever act as two springs 

linked in series(43) 

 

                                                                               

[6.4] 

 

Where kc is the stiffness of the cantilever and kp is the stiffness of the 

protein construct. 

 

In pulling experiments using conventional AFM two parameters define the 

loading rate; the pulling speed and the cantilever stiffness. Although the 

use of a stiffer cantilever can increase the loading rate, the force resolution 

can be deteriorated. Therefore, an increase of the loading rate will be at 

the expense of the force resolution.  
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The loading rate can also be increased by increasing the pulling speed. 

The faster stretching the protein the higher unfolding force (34, 44). Eq.6.3 

shows that the loading rate increases linearly with increasing the pulling 

speed. However, the maximal pulling speed is limited to <2-4 µm/s. 

Janovjak and et al(45) showed that if the pulling speed is above a few μm/s 

the effect of hydrodynamic force acting on the cantilever can be of the 

order of 100 pN that leads to a large deviation in force measurements.  

 

As can be seen from Eq. 6.2 the force at which a protein unfolds is 

proportional to the loading rate of force application. This relationship has 

been demonstrated by a number of experimental studies (12, 34, 38, 46) 

and predicted by simulation methods such as Monte Carlo simulation (14, 

47).  Thus, the curves acquired by CD-AFM should follow the same trend.  

 

To investigate the effect of pulling speed on unfolding forces using CD-

AFM a concatamer of (I27)5 is unfolded at four pulling speed 100 nm/s, 400 

nm/s, 600 nm/s and 900 nm/s. The mean rupture force at each pulling 

speed is obtained by fitting the histogram of the forces distributions to a 

Gaussian function, Figure 6.10.  
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FIG.6.10 Histogram of the mechanical unfolding forces of (I27)5 obtained by CD-AFM at 

pulling speed of 400 nms
-1

 

 

Figure 6.11 illustrates the pulling speed dependence of unfolding forces of 

(I27)5 construct  obtained by CD-AFM and conventional AFM using the 

same construct(34) at different pulling speeds. The increase of rupture 

force with pulling speed is observed, which is an evident proof that the 

force curves obtained by the CD-AFM system follow the predictions made 

by the Bell model. 
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FIG.6.11 Pulling speed dependence of the unfolding force of (I27)5  obtained by CD-AFM  

(black square ), compared with published data (red circle) obtained by a Veeco 

microcantilevre (k=30 pN/nm) using standard AFM force techniques, taken from (34). 

 

In contrast to the unfolding force obtained by  conventional AFM (34)  the 

unfolding force recorded by the CD-AFM system shows a significant  

increase  at each pulling speed.  For example, the unfolding force at a 

pulling speed of 400 nm/s is ~200 pN using CD-AFM whereas the value 

obtained for the same construct by conventional AFM is ~160 pN.  The 

increase observed in the rupture force is expected.  Bell‘s model predicts 

the unfolding force is affected by the system stiffness (keff) and hence the 

loading rate. Thus, the higher the effective stiffness the higher the 

unfolding forces(47, 48).  

 

 

200 400 600 800 1000

150

200

250

 

 

U
n

fo
ld

in
g

 f
o

rc
e

 (
p

N
)

pulling speed (nms-1)



227 

 

6.3.4 Effect of cantilever recoil on formation of refolding 

peaks 

In the absence of tension, the unfolded domain can refold fully or partially. 

(49-55). Further extension then unfolds these fully or partially refolded 

domains. However, due to recoiling the cantilever after unfolding events 

further tension may be loaded on the protein that prevents the formation of 

refolding peaks.  

 

The use of CD-AFM minimizes the effect of cantilever's recoil. Figure 6.12 

shows the recoil of the cantilever is almost zero indicating that there is no 

tension loaded on the refolded domain. Thus the indirect observation of the 

fully/partially refolding events (if they exist) using a locked cantilever is 

more likely than by conventional AFM. 
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FIG.6.12 Change of the laser signal (LD2) during the mechanical unfolding of I27 domains 

(red) and the cantilever deflection signal (black) recorded simultaneously.  

 

However, close inspection of all curves obtained using CD-AFM show no 

sign of refolding. This may be due to the slow folding rate in I27 domain, 

taking no less than 1s to refold that is longer than the pulling experiment 

time scale(14, 53). The long time refolding is due to the fact that the width 

of the potential for folding is 50 times larger than the width for unfolding(39, 

56). Therefore the observation of such events is unlikely.  

 

In contrast, protein L has a faster folding rate than I27(57),  and it is more 

likely to observe refolding events. Figure 6.13 shows main unfolding peaks 

of protein L followed by secondary peaks which may be attributed to 

refolding events(58). The space between the main peak and the secondary 
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peak (refolding) is consistent through the trace at 5 nm. It is worth noting, 

in conventional pulling experiment, no refolding events are observed.  

 

 

FIG.6.13 The presence of secondary unfolding peaks due to refolding events in the force –

distance curve of   protein L obtained by CD-AFM taken from(58).  

 

The presence of the refolding peaks in the force curve of protein L 

supports the conclusion that CD-AFM minimizes the effect of the tension 

generated by the recoiling cantilever after unfolding the protein's domain. 

  

6.3.5 The effect of the feedback system on the I27 
unfolding trace 

 

In contrast to the conventional pulling experiment, the force-extension 

traces acquired by CD-AFM show spikes after each unfolding event,  

Figure 6.14. The occurrence of the spikes is due to the overreaction 

introduced by the feedback system to compensate the rapid change in the 

cantilever deflection. The resistance of the protein to the stretching force 
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causes the cantilever to deflect downwards resulting in a gradual decrease 

in laser power in an attempt to maintain the system setpoint. A sudden 

increase in the molecule's length releases the stored energy in the 

deflected cantilever causing it to spring upwards. This causes the feedback 

system to apply more laser power to counteract such a quick change in the 

cantilever position. If the event occurs in time faster than the response time 

of the feedback system, due to its finite response (details in chapter 3), 

such spikes will be inevitable. 

 

 

FIG.6.14 The mechanical unfolding curve for (I27)5 obtained by CD-AFM shows a brief spike 

after unfolding the domain caused by the feedback circuit.  

 

To show that the spikes are artifacts caused by the feedback loop and not 

real signal induced by unfolding the protein domain, I analyzed the effect of 

a sudden change in the cantilever deflection on the feedback signal using 

the same setup discussed in section 3.5.  

 

In such a setup, the driving signal, a square-wave voltage, generated from 

a function generator is fed into the setpoint of the system causing an offset 
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in the cantilever deflection. The driving signal is abruptly changed from 

zero to maximum in order to mimic the abrupt change of the cantilever 

deflection following an unfolding event, Figure 6.15.  The feedback system 

responds to that change by applying an appropriate force on the cantilever 

to maintain the setpoint.   

  

 

FIG.6.15 Response of the feedback system (black) to a sudden change in the deflection signal 

of the cantilever (red) driven by a square wave signal  (blue) at 1Hz and an amplitude of 

100mV.   

 

Figure 6.15B shows similar spikes to those seen in Figure 6.14 or 6.12 

leading to a conclusion that spikes are artifacts and caused by the 

feedback system. However, the system overreaction does not affect the 

damping process.     

 

Figure 6.12 shows the cantilever deflection and change of laser power, 

used to suppress the cantilever deflection, both recorded simultaneously. 

The deflection of the cantilever contains a tiny spike following the 

detachment of the protein construct which have no impact on cantilever's 

stability. Although the response of the feedback system to an abrupt 

change of the cantilever position is not effective, the system overreaction 
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takes <1 ms to reestablish the setpoint and that time may be considered as 

a dead time of the feedback system, Figure 6.14. Hence, an event 

occurring within time <1 ms after unfolding the domain will not be resolved 

by the system. 

 

6.3.6  Effect of temperature on unfolding force 
 

An increase in temperature of a biological sample such as proteins may 

damage them. Proteins can be denatured or softened by increasing their 

temperature. Taniguchi et al. (59)reported that the unfolding force of I27 

decreases by 1.5 pN/°C. In addition, it has been reported that the 

temperature of a lipid irradiated directly by an IR laser beam with a 

diameter of 0.8 μm and 100 mW rises by ~1.5°C(60).   

 

In order to measure the increase in temperature during force 

measurements by our system, a thermocouple sensor type K is placed 

inside the fluid cell close to the probe. The rise in temperature is monitored 

for 40 minutes using a digital thermometer (Fluke 52.2-dual input) and is 

found to be <2°C.  Therefore, the use of the IR laser has no significant 

effect on the unfolding force of protein.   

 

6.3.7 Effect of electronic noise on force 
measurements 

 

The level of electronic noise associated with the laser signal may mask the 

real signal. In order to determine the effect of the noise on the laser signal, 

we measured the double layer force generated between an AFM tip and a 

mica surface in ultrapure water (Milli-Q water, 18MΩ). As surface forces 

scale with area, the repulsive double layer force depends drastically on the 

radius of the cantilever tip (61). Using standard AFM techniques, we found 
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the maximum repulsive double layer force (before jump-to-contact point) 

resulting from interactions between silicon-nitride tip (Veeco-MLTC, 

stiffness of 10 pN/nm and nominal radius of 20-60 nm) and the mica 

surface is ~400 pN. However, the force drops to ~30 pN using a sharper 

silicon tip (Veeco-MSNL, stiffness of 10 pN/nm and nominal radius of 2-3 

nm), Figure 6.16 (black trace). The laser signal (red trace) shows the same 

measured force. Both curves are smoothed at frequency equivalent to 400 

Hz. However, due to electronic noise, deflection noise was limited to ~15 

pN and for the laser signal to ~30 pN. 

 

FIG.6.16 Force curves acquired using a cantilever tip ((Veeco-MSNL, stiffness of 10 pN/nm 

and nominal radius of 2-3 nm) on mica surface.  Conventional AFM (black) and CD-AFM 

(red). 
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Further smoothing of the curve could reduce the level of noise leading to 

an increase in signal to noise ratio (SNR), but it could also degenerate the 

signal. For example, in the unfolding force curve of protein, the shape of 

the unfolding peak can be changed, Figure 6.17. Fast transient events, 

such as the tip recoil after unfolding, are averaged and smoothed if the 

smoothing is set to high. 

 

FIG.6.17 An unfolding peak of protein obtained by laser signal. The laser signal is filtered at 

400 Hz (red) and at 200 Hz (black). 

 

In chapter 3 we showed that the background noise density (white noise) of 

the optical beam deflection system is ~1000 fm/√Hz.  This noise has a 

wide range of frequencies and can cause fluctuation in the output of the 

feedback system at all frequencies, including frequencies below 200 Hz. 

The output of the feedback system depends on the deflection system. 

Hence this noise manifests as broadband noise on the laser signal.  

Handling such noise is possible. However, Fukuma et al (62) demonstrated 

the density of the deflection noise can be reduced to less than 17 fm/√Hz 
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by using more sensitive detectors. Such low level of noise can improve the 

performance of the system and SNR of its output (discussed in chapter 3).  

 

Noise related to the ground loop may also have a significant impact on the 

noise level. Such noise originates from variation in the ground potential of 

power outlets. Thus, if two or more electronic instruments are plugged into 

different power outlets noise of 50/60 Hz or their harmonics may appear in 

the output signal(63). For example, ground loop noise manifests itself as 

hum in audio systems. The CD-AFM system is composed of more than six 

electronic instruments each plugged into different power outlets, so the 

occurrence of such noise is inevitable. 

 

Filtering the signal at low frequency is not an appropriate way to minimize 

the level of noise. The use of a low pass filter with cut off frequency around 

50 Hz is not preferable as events at frequencies >50 Hz may be eliminated 

as well. A band pass filter is not adequate as the surrounding frequencies 

to the cut off frequency may be removed(63, 64). Therefore, the ideal 

solution is to connect all the earthing paths of the system to one outlet. 

This can be achieved by using an isolation transformer with enough 

outlets(65). The isolation transformer allows removing the effect of 

variation of the ground potential.  

  

Such electronic noise can prevent observing unfolding force of proteins 

located beneath the noise limit. Figure 6.18 shows an unfolding force curve 

obtained using CD-AFM to an (Im9)3(I27)4 construct comprised of three 

Im9 domains alternating with four I27 domains. The presence of I27 

domains acts as fingerprint of the construct and to facilitate the analysis. 

The unfolding domains of I27 can be readily observed. However due to the 

high level of electronic noise, no mechanical unfolding peaks of Im9 are 

recorded indicating that Im9 has very low unfolding force which is expected  

to be <20pN(66).  The unfolding peak of Im9 is believed to be intact and 
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buried under the electronic noise. The deflection of the cantilever recorded 

during the unfolding shows that the thermal fluctuations induces unfolding 

force of ~3 pN. Therefore, if we ruled out the electronic noise CD-AFM 

would observe any force above ~3 pN. 

 

 

FIG.6.18 (Top) unfolding curve of (Im9)3(I27)4 construct obtained by laser signal. Four 

mechanical unfolding peaks of I27 can be observed and due to electronic noise no unfolding 

peak of Im9 can be observed. (Bottom) the deflection signal of the locked cantilever during 

acquisition of the force curve. The cantilever deflection is locked at ~0.35 nm equivalent to ~3 

pN. 

  

We hope the reduction of detection system and ground loop noise, will 

allow force resolution of the order of subpiconewton. However, introducing 

such improvements to our system was difficult due to the limited time we 

had. 
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6.4 Conclusion 

In this chapter we demonstrate the implementation of CD-AFM for 

unfolding proteins. The use of I27 is only a proof of principle that unfolding 

force-extension curve of a protein could be obtained by using CD-AFM by 

which a very soft microcantilever is locked to a spatial fluctuation of 

approximately 0.3 nm peak to peak. 

 

Here we demonstrated the use of CD-AFM minimizes effects of instabilities 

associated with the use of soft cantilevers such as the recoil of cantilever 

and thermodynamic noise. Moreover, we demonstrated the use of our 

system can increase the loading rate without deteriorating the force 

resolution.  Due to the electronic noise the system's sensitivity is limited to 

~30 pN. However, we proposed some solutions to solve the electronic 

noise by which the system's sensitivity would be improved further. Such 

solutions will be implemented later.  
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Chapter 7 
Conclusions  

 

 

The aim of the work presented in this thesis was to develop and test a new 

instrument (CD-AFM) for improving AFM force measurement. Force 

resolution can be improved using soft AFM cantilevers but such cantilevers 

are susceptible to mechanical instabilities that can limit their applicability. 

Cantilever mechanical instability can be manifested as a thermal 

fluctuation of cantilever position (thermodynamic noise) or as a 

discontinuity in the force distance curves, such as near the surface. The 

source of the thermal fluctuation is due to collisions of the surrounding 

molecules with the cantilever (Brownian motion). AFM cantilevers 

Brownian motion might obscure force measurement because the amplitude 

of Brownian motion could be comparable to the magnitude of the sample-

cantilever interactions.  When the force gradient in the vicinity of the 

surface exceeds the stiffness of the cantilever, the cantilever becomes 

unstable, or jumps to the surface, causing a discontinuity in the force 

distance curves. The discontinuity depends on the stiffness of the 

cantilever, the lower the cantilever stiffness the higher the tip-surface 

separation. During the discontinuity it is not possible to measure force and 

valuable information about the interaction between the cantilever tip and 

the sample surface may be lost. To our best knowledge, CD-AFM is the 
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first successful attempt to minimize mechanical instabilities associated with 

the use of the softest cantilevers available commercially in a liquid 

environment by using the optical beam deflection system, and the first time 

force curves of protein unfolding have been obtained using force feedback 

without the disadvantages associated with the use of soft cantilevers. The 

CD-AFM system does not require an involved set-up process allowing the 

user to perform the force experiments without additional preparation. 

Moreover, the system can be operated in the standard force spectroscopy 

mode by just switching off the feedback circuit. This gives the CD-AFM 

system an advantage over other methods used to control AFM cantilever 

instabilities. 

   

The concept, design and operation of CD-AFM were introduced in      

chapter 3.  The principle focus was on minimizing thermodynamic noise 

using an optical feedback system, the origin aim of this project. The CD-

AFM design is based on the use of two laser diodes, 780 nm and 670nm. 

The 670 nm laser is used to read out the cantilever position and the higher-

powered (780 nm) laser providing the force required for damping the 

cantilever oscillation.  

 

Previous methods used to minimize cantilever instability were discussed. 

For example, the method based on magnetic force feedback has been 

used to overcome the cantilever instability associated with jump-to-contact 

and thermodynamic noise.  However, such a method is technically 

demanding and not user-friendly because attaching magnets to the 

cantilever and placing the coils near the tip are a time consuming process. 

In addition, to our best knowledge, such a method has not been applied to 

detect a very small force for biological and non-biological samples as the 

use of very soft magnetized cantilevers are difficult. The soft cantilevers 

have a low mechanical quality factor in liquid, thus, attaching a magnet to 

them would deteriorate the quality factor further making the cantilever 
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response to force variations poor.  Moreover, such cantilevers are prone to 

damage during attaching the magnet.  

 

The performance of the CD-AFM was greatly enhanced by means of 

reducing the deflection system noise, such as shot and hop noise. It was 

shown that the level of damping is proportional to the level of the deflection 

system noise. The laser employed to suppress the cantilever deflection 

relies on the output of the optical detection system. Therefore, if the 

deflection signal is contaminated with noise the achievable damping level 

will be limited. The feedback system is therefore working to reduce noise 

that is not present mechanically, thereby inducing actual deflection 

oscillations across the frequency spectrum where none previously existed. 

The approach to reducing the noise was to first gain a full theoretical 

understanding for the origin of the noise, and the parameters that govern 

the signal to noise ratio in AFM optical lever detection system.   

 

Moreover, the effect of proportional and integral gain (PI) values on the 

system performance was discussed. To maintain the setpoint constant PI 

values should be tuned carefully. 

 

The thermodynamic noise of three soft cantilevers was decreased using 

CD-AFM. For example, the thermodynamic noise in the position of a 

microcantilever C (Veeco-spring constant=10pN/nm) was considerably 

reduced from ~3 nm to ~0.4 nm. This substantial reduction in cantilever 

thermal noise leads to improvement in the force resolution from ~30 pN to 

~3 pN, which is equivalent to cooling the cantilever ~3 K. However, further 

decrease in the deflection system noise would result in a higher force 

resolution.  

 

In chapter 4, a method to calibrate laser power to force was introduced. 

Forces cannot be acquired by the deflection signal as those forces were 
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balanced by optomechanical forces leaving the cantilever deflection 

constant. Thus, changes in the laser, employed to suppress the 

mechanical noise of the lever, was used instead of the deflection signal. 

The calibration was achieved by driving the cantilever harmonically using 

intensity-modulated laser.  The cantilever response was treated as a 

forced harmonic system that allows the computation of the driving force 

using the forced harmonic oscillator equation. The calibration method is 

based on relating the force sensitivity (converting the driving voltage of 

laser intensity into force) to the frequency at which the cantilever is driven. 

Therefore, the force sensitivity can be used as a conversion factor.  

 

We found that the force applied on an AFM cantilever is frequency 

dependent. The excitation force acting on a cantilever modulated using a 

periodic heat source (in this case, a laser beam) is not constant. Two 

forces are generated; photon and photothermal forces. The photothermal 

force becomes more distinct at lower modulation frequency resulting in an 

increase of the oscillation amplitude of the microlever. In the low frequency 

regime, <300 Hz, the force sensitivity increases exponentially with 

decreasing driving frequency.  Three microcantilever were calibrated and 

all show the same general behavior, but with different responses and 

frequency ranges depending upon each cantilevers geometry and thermal 

properties.  

 

Photon force is dominant at higher frequencies. For all cantilevers at higher 

frequencies the force sensitivity is constant at ~0.2 pN/nm, and that 

indicates the force at this regime does not depend on the cantilevers 

thermal properties, and by comparing this value to the one calculated for 

force radiation a good agreement found. To prove that the photothermal 

force, in the low frequency regime is prevailing, the force sensitivity was 

computed as a function of frequency utilizing the concept of temperature 

propagation inside the cantilever having wave-like behavior. The results 
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show an agreement with the experimental results indicating the 

predominant force in this regime is photothermal force. 

 

The use of CD-AFM to obtain force distance curves was the major subject 

of chapter 5. In this chapter, the procedures followed to acquire a force 

distance curve using a locked cantilever were introduced. The force 

distance curves recorded using CD-AFM were shown to be a close replica 

to those obtained using conventional AFM.  

 

A method to scale curves recorded using CD-AFM in force was introduced. 

The force sensitivity (pN/mV) found in chapter 4 is not straightforward to 

apply to a force curve because the rate of change of deflection is not 

constant.  To overcome this drawback we proposed a relation between the 

force sensitivity and the rate change of laser power, instead of the driving 

frequency. The laser curve was divided into different segments of constant 

rate of change, and after converting to force, each region was added to 

each other to compute the resulting force.    

  

The CD-AFM system can provide similar force and spatial resolution to 

those obtained by conventional AFM but without cantilever instabilities. To 

prove this, and test the laser power calibration method, two experiments 

were conducted.  The first experiment was to study the electrostatic force 

generated between an AFM tip and mica surface acquired at different salt 

concentrations. The curves either obtained by conventional AFM or CD-

AFM show the same behavior in which the maximum repulsive force 

measured prior to jump-to-contact decreases with increasing the salt 

concentrations and decays exponentially with increasing tip-surface 

separation with a decay length as a function of the salt concentration. Both 

conventional AFM and CD-AFM showed that the decay length at 10-5 M 

NaCl is ~20 nm decreasing to ~7 nm at 0.01 M. The repulsive force 

maximum measured by either conventional AFM or CD-AFM at each 
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concentration shows a good agreement indicating that the calibration 

method introduced in chapter 4 and 5 is valid. For instance, at 0.01 M NaCl 

the maximum repulsive force recorded using conventional AFM and CD-

AFM was ~ 184 pN and ~178 pN respectively. One of the significant 

achievements in this chapter is that the cantilever deflection was kept 

constant at approximately 0.3 nm after jump-to-contact. This means CD-

AFM is capable of recording surface forces using a softer cantilever in 

proximity of the surface that has never been explored before. The 

measurements show that the discontinuity in the force distance curve due 

to jump- to- contact using conventional AFM is ~7nm. This value 

approaches zero using CD-AFM. 

 

The second experiment was devoted to study the behavior of CD-AFM on 

a soft surface. Young‘s modulus and the lipid bilayer thickness measured 

by either conventional AFM or CD-AFM showed no difference.  

 

However, beyond the jump-to-contact point, the laser signal shows a linear 

increase whereas the cantilever deflection remains locked and the piezos-

canner keeps moving. The cantilever deflection, the piezo displacement 

and the laser signal were recorded simultaneously. The source of the 

linear increase in laser signal upon contact is one of the drawbacks related 

to force-distance curves acquired using CD-AFM. We proposed the CD-

AFM system keeps the cantilever locked on the surface and that linear 

increase is due to the friction effect. The cantilever bows forwards resulting 

in deformation of the cantilever that is suppressed by increasing the laser 

power. However, such a scenario needs more investigation.  

 

In chapter 6, unfolding force-extension curves of proteins were obtained 

using the CD-AFM system. (I27)5 construct was used as a proof of 

principle. Both curves recorded using CD-AFM or conventional AFM show 

the same unfolding curve of I27. The WLC model was used successfully to 
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fit unfolding force peaks of I27. The full unfolded length was found to be 

~27 nm which in a good agreement with the value measured using 

conventional AFM. However, the unfolding forces measured by CD-AFM 

are always higher than those measured using conventional AFM. This may 

be due to an increase in the loading rate. Increasing the loading rate 

minimizes the thermal contribution in the unfolding process resulting in an 

accurate measurement of the force. Bell‘s model predicts that unfolding 

force is affected by the system stiffness and hence the loading rate. Thus, 

the higher the effective stiffness the higher the unfolding forces. In a CD-

AFM experiment, the compliance of the cantilever is approximately zero, 

which increases the system effective stiffness, and hence loading rate. 

Consequently, CD-AFM can widen the accessible dynamic range with high 

force resolution. Usually, high loading rate is achieved either by increasing 

the cantilever spring constant or by retracting the cantilever attached to the 

protein at high pulling speed. However, the accessible loading rate in 

conventional AFM is limited because of the use of stiffer cantilever would 

decrease the force resolution and higher pulling speed is affected by an 

increasing hydrodynamic effect. 

 

One of the most distinct results attained is the removal of cantilever recoil 

which prevents the formation of refolding peaks after unfolding because 

further tension may be loaded on the protein. The use of conventional AFM 

would obscure such peaks. For example, the unfolding force distance 

curve of protein L, which has observable refolding peaks, shows no sign of 

refolding peaks. However, such peaks can be readily observed on the 

force distance curve obtained by CD-AFM. 

 

Is the cantilever cooled or stiffened? 

In chapter 3, we described the reduction in the cantilever deflection 

induced by its Brownian motion (known as thermal noise) as cooling. 

However, in chapter 6 the reduction in the deflection resulting from 
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applying a load to the cantilever is described as stiffening.  What appears 

as an inconsistency or discrepancy between the two descriptions can be 

explained as follows.  

 

The working principle of laser cooling illustrated in chapter 1(section 1.12) 

is based on minimizing the atoms or oscillators velocities via a velocity 

dependent force.  An increase in velocity increases the systems mean 

energy and hence the effective temperature (as described by the 

equipartition theorem).  

 

Furthermore, it follows from the equipartition theorem the area beneath the 

thermal resonance peak of a mechanical oscillator can be used as a 

measure of its effective temperature (chapter 3, section 3.1). In principle, 

when damping thermal oscillations, the cantilever velocity and hence its 

mean energy reduces leading to freezing at the cantilever motion. 

Therefore, a reduction in the area beneath the thermal resonance peak 

can be considered as cooling if the optical force applied to reduce the 

thermal noise is velocity dependent. In chapter 4, we established that 

indeed the optical feedback force ‗is‘ velocity dependent.  

 

Alternatively, in chapter 6, the deflection is induced by applying a load on 

the cantilever at constant speed, so the feedback force works to resist this 

loading by applying a balancing force, leading to a constant deflection. 

Since the pulling speed is constant, the applied force is position dependent 

not velocity dependent. The optical feedback force increases or decreases 

according to the relative position of the cantilever from its equilibrium. 

Therefore, in summary, damping of the thermal resonance peak may be 

considered as ‗cooling‘, and the locking of the cantilevers static position in 

protein unfolding experiments (CD-AFM) may be considered as ‗stiffening‘. 
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We may understand the principle of CD-AFM in protein unfolding 

experiments as follows. If a load is applied onto two springs connected in 

series, the softer one extends more. A similar principle can be applied to 

the pulling experiment. The protein and the cantilever are connected as 

two springs in series. If the cantilever stiffness is smaller than the protein, 

the cantilever bends first allowing the thermal force to dominate the 

unfolding force. On the contrary, applying a balancing force minimizes the 

cantilever compliance and hence increases its effective stiffness. The load 

is transmitted entirely to the protein reducing the thermal force contribution 

by shortening the unfolding time and hence increasing the measured 

unfolding force.   Therefore, the role of the balancing force is equivalent to 

stiffening the cantilever. 

  

In summary, the CD-AFM system capability has been successfully proved 

and tested. Currently, thermodynamic noise which presents a fundamental 

limit to high force resolution experiments has been reduced to 3 pN. 

Moreover, the balancing force introduced using optical feedback force 

eliminates the effect of soft cantilever instabilities close to the surface 

allowing us to detect surface forces without a discountinity in the force 

separation curves associated with the use of conventional AFMs. 

Furthermore, loading rate in conventional AFM that is limited by the 

cantilever stiffness and pulling speed, can be increased using CD-AFM but 

without degenerating the force resolution. Using CD-AFM the cantilever 

recoil was removed and the refolding events of proteins, if exist, become 

observable. However, the electronic noise associated with the laser signal 

presents another limit to the force resolution, ~30 pN, that can be 

eliminated or reduced with some modifications in the system. 

 

CD-AFM system can open the door for ultrahigh force resolution, and can 

be the source of detailed information about very short range tip-surface 

interactions. However, future work should be focused on increasing the 
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signal to noise ratio as electronic noise associated either with the 

deflection or laser signal can set a limit for high force resolution. 

 

 

7.1 Future work 

In this thesis we introduce a new method to lock cantilever deflection. 

However, potential possibilities of further work are still open, some of which 

will be described here. 

 

In the mechanical unfolding of protein experiments, the CD-AFM system 

helps to extend the dynamic range of these experiments which is limited in 

conventional AFM experiments by the cantilever stiffness and the pulling 

velocity, and minimize the effect of cantilever‘s recoil that prevents 

refolding events. However, the force resolution is still limited to ~3 pN 

theoretically due to remaining thermodynamic noise r and ~30 pN 

practically because of electronic noise.  This problem can be considered as 

a part of future work.  Here we suggest a few steps that can help to 

achieve this goal. 

 

1- Use of an isolation transformer 

Noise generated from variations in the ground potential of power 

outlets, when two or more pieces of electronic equipment are 

plugged in different power supplies, then linked together, could be 

few to tens millivolts added to the real signal. The use of a filter to 

remove this noise is not suitable as fast events may also be 

removed. The isolation transformer can help to improve the signal to 

noise ratio by means of eliminating the ground potential variation 

without affecting the real signal. 

 

2- Use of a sensitive photodetector 
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The photodetector used in the CD-AFM head has low photo 

sensitivity and wide gaps between its segments which may increase 

the detection system noise, such as shot noise,  that affects the 

performance of the feedback system. We suggest the use of   four-

segment Si PIN (photodiode -Hamamatsu Photonics: S6695-01) 

which has higher photo sensitivity and lower gap between its 

segments. Although this will reduce the ability of the AFM head to 

be used for conventional force spectroscopy, the gain in sensitivity 

should compensate for a reduction in versatility.  

 

3- Use of a more powerful laser 

The laser used to suppress cantilever deflection is LD2 (HL7851G, 

50 mW, 780 nm, Hitachi). In order to increase the dynamic range of 

laser curves recorded via laser signal and to improve signal to noise 

ratio, we propose to replace LD2 with a powerful laser. 

 

One area of research not explored in this thesis is the possibility to use the 

CD-AFM system for visualizing surface‘s topographies. In section 3.5 we 

showed that if the CD-AFM system is driven at frequencies higher than 30 

KHz the system will amplify the cantilever motion (positive feedback) rather 

than suppressing the motion. The use of low stiffness cantilevers to image 

surfaces is not adequate as these levers have low mechanical quality 

factor (1-3) and low resonance frequency (<3 kHz) that would deteriorate 

the quality of imaging.  However, such cantilevers have low applied force 

onto surfaces, in particular soft surfaces. The use of stiff cantilevers to 

image a soft surface, such as DNA, could change some aspect of the 

sample such as affecting the height of the sample, which can be 

compressed under the high force. 

 

In order to prove that imaging by the CD-AFM system is possible, we 

imaged a reference grid (TGT01,Mikro-Masch, 3 μm pitch, 26 nm step-
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height) using our system and compared it to standard taping mode image. 

In this setup the system was operated in tapping mode at driving frequency 

of 38 kHz and driving amplitude of 100 mV using microcantilever C (10 

pN/nm) (image below). The system‘s feedback works on maintaining the 

setpoint constant, but due to high driving frequency the system actuates 

the cantilever instead of locking its motion. 

 


